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Abstract
The state-of-the-art in dimensional metrology in terms of accuracy and 3D measurement is the
micro-co-ordinate measuring machine, or micro-CMM. Current manufacturing trends are inclined
towards miniaturisation, and all developments in this area are dependent on the capabilities of
dimensional metrologists. Currently, the main limiting factor in the advancement of co-ordinate
metrology at the micrometre scale is the design, manufacture and resulting accuracy of contacting
micro-CMM probes. With this in mind, this thesis describes the development of a novel 3D
vibrating micro-CMM probe. The main contributions of this thesis are as follows.
Firstly, the current state of contact probing at the micrometre scale is reviewed and a clear set
of knowledge gaps are identified for developments in this area.
Secondly, the concept of a novel 3D vibrating micro-CMM probe is introduced as the background
knowledge for this thesis. The mechanical and electrical properties of this vibrating micro-probe
are modelled, as well as its intended operation. The operational model of the vibrating micro-
probe focusses on the surface interaction forces that are prevalent when probing at the micrometre
scale.
Thirdly, the operation of the vibrating micro-probe is validated experimentally. Initially, the
ability of the vibrating micro-probe to counteract the surface interaction forces is investigated.
Other areas of validation are in the determination of the probing point repeatability, the linearity
error, and isotropy of the probe.
Finally, the intended operation of the probe is compared to current national and international
specification standards and guidelines for the operation of CMM probes. This work is directly
aimed at ensuring that the developed vibrating micro-probe is capable of operating in an in-
dustrial or commercial metrology environment. A detailed set of operating strategies are also
developed for efficient use of the vibrating micro-probe.
It is concluded that the developed vibrating micro-probe will be able to address the current
needs of the micro-CMM community. It is also concluded that the vibrating micro-probe has
the ability to operate in a non-contact mode, further increasing its usefulness.
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1.1 Motivation and aim
Current trends in manufacturing are inclined towards miniaturisation [1]. The ability of the
manufacturing community to continue developments in millimetre and sub-millimetre scale pro-
duction is directly dependant on the capability of the dimensional metrology community to carry
out traceable measurements at these scales.
Developments in dimensional metrology often take their lead from the current state-of-the-art in
manufacturing. Also, it is often the case that new avenues of research in dimensional metrology
are first addressed at National Metrology Institutes (NMIs).
Currently, the state-of-the-art in dimensional metrology in terms of accuracy and 3D meas-
urement is the micro-co-ordinate measuring machine, or micro-CMM. This thesis describes the
work completed towards the development of a high precision contacting probing system for
micro-CMMs. Specifically this work has the following Thesis Aim:
“to develop and operate a contacting probe such that it enables existing micro-CMMs to reliably
measure sub-100μm features in three dimensions to an uncertainty below 100 nm”.
It is proposed that a micro-scale electro-mechanical system (MEMS) based vibrating micro-CMM
probe can address this Thesis Aim. This thesis describes the development, modelling and initial
validation of the NPL vibrating micro-probe.
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1.2 Thesis objectives
There are several specific Thesis Objectives associated with the Thesis Aim. These Thesis
Objectives will be further refined in the following chapters, including the definition of several
specific Research Questions.
• Thesis Objective 1 - To develop and validate methods to operate the vibrating micro-
probe such that it can counteract surface interaction forces in 3D.
• Thesis Objective 2 - To develop and validate a new concept of isotropy that can be
applied to the vibrating micro-probe.
• Thesis Objective 3 - To ensure the developed vibrating micro-probe can be used in an
industrial metrology environment and can adhere to existing specification standards.
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1.3 Approach and thesis structure
Chapter 1 has described the main motive behind this work, including defining an overall Thesis
Aim and Thesis Objectives.
Chapter 2 introduces some amount of background information to give context to this work. As
part of this background information, a set of requirements are defined that all micro-CMM
probes should adhere to. Also, a review of the current state-of-the-art in terms of micro-CMM
probing technology is presented. A wide range of existing technologies are discussed, with specific
reference to the requirements. From this, the Thesis Objectives for the work can be refined.
In Chapter 3 the concept, design and manufacture of the vibrating micro-probe will be presented.
This represents the background knowledge to the thesis, on which the foreground knowledge,
developed during this PhD, relies. The research approach that will be used to address the Thesis
Aim is described. This overview will describe the basic tools that will be used to demonstrate
the operation of the vibrating micro-probe. Also, a clear set of metrics for success will be defined
in the form of specific Research Questions, which can be referred to at all stages of the thesis.
Chapter 4 is the first technical chapter of the thesis. The theoretical and modelling work com-
pleted, with respect to the development of the vibrating micro-probe, is described in detail. An
operational model is developed to define the operation of the micro-probe, especially with respect
to the surface interaction forces, as defined in Thesis Objective 1. A mechanical model of the
micro-probe is also developed to define isotropic operation, as required for Thesis Objective 2.
These models will be used to define the theoretical capability of the probe and to define several
initial operating conditions, that may be used to define the requirements of the experimental
validation.
In Chapter 5 the experimental work completed towards validating the capability of the probe
is presented. As required by Thesis Objective 1, the operation of the micro-probe will be
validated, especially with respect to the surface interaction forces. The isotropic operation of the
probe will also be validated experimentally, as required by Thesis Objective 2. The experi-
mental apparatus and procedures will be described in detail. A dedicated design of experiment
section will clearly define the tests to be completed, and the results of these tests will be presented
and discussed. Also, a preliminary uncertainty analysis will be completed.
The requirements of Thesis Objective 3 are directly addressed in Chapter 6. Several concept
operational strategies for the vibrating micro-probe are introduced, along with a detailed descrip-
tion of its adherence to existing specification standards. The rules and strategies for operating
the vibrating micro-probe in a real measurement environment, as well as suggested operational
parameters, will be defined, with justification and comparison to existing systems.
The work will be concluded in Chapter 7, which will especially address the successful attainment
of the Thesis Objectives. The specific Research Questions, which act as metrics for the
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success of the research, will also be answered. Finally, future work will be suggested that will help
continue development of the probe towards the requirements of the Thesis Aim and beyond.
The thesis is appended by several sections which contain information pertinent to the completed
work.
Chapter 2
Context and literature review
2.1 Introduction to context and literature review
In order to fully justify the Thesis Objectives, and define specific Research Questions,
context is required with regards to co-ordinate metrology, micro-CMMs and micro-CMM probes.
This chapter will give some background information into the area of micro-CMMs.
Following the definition of this background information, a review of existing micro-CMM probes
will be completed. Several main groupings of micro-CMM probes will be identified based on the
major technology used to operate them. Any validation tests performed on these micro-CMM
probes will be discussed.
From the literature review, the current capabilities of micro-CMM probes can be identified,
as well as their limitations. The identified capabilities will allow for the definition of a set of
requirements for micro-CMM probes. The identified limitations will allow a clear definition of the
gaps in existing knowledge and the lack of capabilities of existing micro-CMMs to be defined.
These knowledge gaps will, in turn, help to define the requirements for the operation of the
vibrating micro-probe.
2.2 Background and context
A short introduction to pertinent background information will now be given. This informa-
tion, related to the areas of dimensional metrology, co-ordinate metrology and micro-co-ordinate
metrology, will provide context for the rest of this work.
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2.2.1 Dimensional metrology
Any introduction to dimensional metrology can fill (several) text books [2, 3, 4, 5, 6]. However,
in the interest of brevity, several definitions can be presented that will be useful in the context
of this thesis.
• The metre is defined as
“the length of the path travelled by light in vacuum
during a time interval of 1299 792 458 of a second” [7].
• Calibration is an operation that establishes a relation between quantity values with meas-
urement uncertainties provided by measurement standards and corresponding indications
with associated measurement uncertainties. The act of calibration then uses this informa-
tion to establish a relation for obtaining a measurement result from an indication [8].
• Traceability in measurement is the concept of establishing a valid calibration of a measuring
instrument or measurement standard, by a step-by-step comparison with better standards
up to an accepted or specified standard. In general, the concept of traceability implies
eventual reference to an appropriate national or international standard [9].
• Precision engineering is a discipline concerned with the production, manufacture and as-
sembly of parts with low tolerances. The processes tend to be highly accurate, highly
repeatable and highly stable over time [10].
Following these four brief definitions, the area of co-ordinate metrology can now be introduced,
which is one of the main manifestations of dimensional metrology in manufacturing engineering.
2.2.2 Co-ordinate metrology
Following the manufacturing revolution, pioneered by the development of the assembly line
and automotive production, the need for accurate dimensional engineering metrology became
instantly apparent. These assembly lines were involved in mass production of complex machinery
and relied on the standardisation and interchangeability of parts to ensure that all the output
products were of identical high quality [2].
The development of the co-ordinate measuring machine (CMM) in the mid-20th Century allowed
for the automation of the ever more complex measurements required by the production industry.
A CMM is formally defined as any measuring device with the means to move a probing system
and the capability to determine spatial co-ordinates on a workpiece surface [11]. Until the
development of the CMM, dimensional metrology was usually performed by a dedicated core of
technicians, making use of a suite of metrological instruments and rigs specifically designed for
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Figure 2.1: Instruments used for dimensional metrology: a micrometer (top) and a pair of vernier
callipers (bottom). Image courtesy of Mitutoyo
each measurement task. A selection of classical length metrology tools is shown in figure 2.1.
To ensure traceable measurement, each instrument had to be calibrated. Also, measurements
often relied on the skill and knowledge of the operator to take the measurement accurately and
efficiently, wasting as little time as possible.
The arrival of the CMM did not necessarily increase the accuracy of the measurements taken; but
instead it allowed for automation, easily facilitating multiple measurements on multiple samples.
It consolidated many of the previously mentioned metrological tools into one instrument, and
relied much less on the skill and knowledge of the operator [6].
Early CMMs were manually driven, relying on probing systems that were triggered with physical
contact switches. Modern CMMs are now usually operated using computer numerical control
(CNC) software, and accurate strain gauge based probing systems. Although both early CMMs
and modern CMMs rely on the thermal and mechanical stability of granite metrology blocks,
recent developments have resulted in high accuracy CMMs instrumented with precision glass or
ceramic scales, and even, for traceability, linear interferometers. This enables the most modern
CMMs to boast less than 10 nm resolution on their measurement scales. An image of a typical
CMM is shown in figure 2.2.
The accuracy of any CMM can be traced back to the squareness of the machine’s axes, as well as
the linearity, straightness and rotational effects on those axes [6, 12]. The accuracy of the CMM
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Figure 2.2: A typical bridge type CMM
is determined at a predefined temperature, atmospheric pressure and relative humidity, and also
free from any external vibrations and electric and magnetic interference.
CMMs are a common sight in many precision manufacturing facilities. CMMs have been in-
valuable in increasing the speed of measurements taken in a production environment. As such,
CMMs have been the subject of extensive investigations in research environments. The use of
CMMs in research environments has helped develop a better understanding of measurement un-
certainties in manufacturing, as well as help identify areas for improvement in manufacturing
processes and precision engineering.
The prevalence and extensive use of CMMs in industry, however, has meant that developments
in the area of co-ordinate metrology have been led almost exclusively by the requirements of
precision manufacturing engineers.
2.2.3 Micro-CMMs
An essential requirement of CMMs is that they should stay in step with developments in precision
manufacturing. The current state of micro-machining and production requires many instruments
to be used to measure the dimensions of micro- and nano-technology (MNT) parts. Increased
complexity, high aspect ratios and structures that may be constructed from materials that are
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Figure 2.3: the NPL Small CMM developed in 1999 (left) and the METAS Ultraprecision CMM
developed in 2001 (right – courtesy of METAS, CH)
difficult to contact with a mechanical probe (for example, polymers or bio-materials [13]) are
additional problems beyond the small dimensions and tolerances [3].
An early solution to the lag in metrological capability was to custom-build a CMM capable of
micro-scale measurements. Indeed, many National Measurement Institutes (NMIs) and private
laboratories built their own micro-scale CMMs to meet this demand. The first recognisable
and operational micro-CMM was developed at the National Physical Laboratory (NPL) in 1999
[14, 15]. The NPL Small CMM (SCMM) was retrofitted to a classical CMM and was capable
of measuring to a volumetric uncertainty of 200 nm within a measurement volume of 50mm by
50mm by 50mm [16]. The SCMM was fully traceable, by virtue of its three orthogonal interfer-
ometers. A concurrent project at the Technical University of Eindhoven (TUE, Eindhoven, NL)
designed and built a micro-CMM that would act as the prototype for a commercial machine [17].
Several other micro-CMMs were developed by NMIs and other research institutions over the
following years [18, 19, 20, 21, 22, 23]. Two custom-built micro-CMMs, also known as µCMMs
or miniature CMMs, are shown in figure 2.3.
In this thesis, micro-CMMs will be defined, according to guideline VDI/VDE 2617 Part 12.1 -
Accuracy of co-ordinate measuring machines - Characteristics and their checking - Acceptance
and reverification tests for contacting CMMs measuring micro-geometries [24], as
“a contacting CMM (of various types and makes) which is used to measure geometries whose
dimensions range between a few micrometres and approximately 1mm”.
This guideline, published by the Verein Deutscher Ingenieure (Association of German Engineers),
is used to define the micro-CMM in this thesis as it is the only standardisation organisation to
have done so.
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Figure 2.4: The Zeiss F25 micro-CMM (left) and the IBSPE Isara 400 Ultra Precision CMM
(right – courtesy of IBSPE).
Recent years have seen some commercial groups develop micro-CMMs, typically with tens of
millimetres range and tens of nanometres accuracy in the x, y and z directions.
The Zeiss F25 micro-CMM [25] was developed by Carl Zeiss AG (Oberkochen, DE) in collab-
oration with TUE [17, 26]. The F25 was developed in direct response to the need for quality
assurance through the measurement of size, form and position of small manufactured parts. The
measurement volume is one cubic decimetre (100mm by 100mm by 100mm), the resolution on
the glass-ceramic scales on all measurement axes is 7.8 nm and the quoted MPEE (the maximum
permissible error of indication for size (or length) measurements, now called EL,MPE) is 250 nm
[27].
The Isara 400 Ultra Precision CMM by IBS Precision Engineering (IBSPE, Eindhoven, NL) was
developed to address the problem of off-Abbe´ measurement by aligning three linear interfero-
meters to orthogonally intersect at the centre of the spherical probe tip [28]. The Abbe´ principle
states that if errors in parallax are to be avoided, the measuring system must be placed coaxially
with the axis along which the displacement is to be measured on the work piece [29, 30]. The
measurement volume is (400mm by 400mm by 100mm), the resolution on the laser interfero-
meter scales on all measurement axes is 1.6 nm and the quoted 3D measurement uncertainty is
109 nm [31, 32]. Two commercially available micro-CMMs are shown in figure 2.4.
Several other micro-CMM platforms exist (e.g. [33, 34]) or are being developed (e.g. [35]).
However, a full review of the current micro-CMM landscape is not required for this introduction
and is outside of the scope of this thesis, which is focused on micro-CMM probes. Several reviews
of existing micro-CMMs can be found elsewhere [3, 36].
Micro-CMMs are becoming more common in manufacturing and research environments, and
have many commercial applications in precision manufacturing; especially medical, optical and
CHAPTER 2. CONTEXT AND LITERATURE REVIEW 28
consumer parts. Their importance to current developments in precision manufacturing is evident
from the current number of UK national and EU Framework 7 projects that are involved in the
enhancement of micro-CMM technology, e.g. the funding sources for this PhD being the UK
National Measurement Office, the EPSRC and the European Commission.
2.2.4 CMM Probes
Extensive research has been carried out in the area of CMM probing, ever since the inception
of the field in 1973, when Sir David McMurtry invented the first “touch trigger” CMM prob-
ing system [37]. Since then, further refinement of these probing systems has resulted in high
precision contacting probing systems which, when coupled with modern CMMs, can result in
dimensional measurement on 3D parts with an uncertainty of 1 µm or better [38]. However,
probe development has lagged behind for some years, with most CMM manufacturers content
with simply shrinking their current probe technology to fit the ever more accurate machines.
Recent developments in high accuracy probing tend to rely on piezo-resistive strain gauges or
optical detection mechanisms to increase the repeatability of triggering for more accurate surface
detection.
It quickly became essential that new probing systems were designed to complement the high pre-
cision motion platforms that are a constituent part of micro-CMMs. New designs for contacting
probing systems suitable for micro-CMMs, also known as micro-CMM probes, are an essential
part of development in this area, because a major contribution to the uncertainty of micro-scale
co-ordinate measurement can be attributed to the contacting probing system [39].
Early probing systems were physical contact switches. During operation, the probes would report
contact with the surface of a workpiece by activating a pilot light, or any such other indicator. At
such a time as indicated by the probe, the operator could record positional information from the
scales of the CMM and build up dimensions of the workpiece. Subsequent developments to CMM
probes enabled them to perform length measurements over a small distance, therefore, further
reducing errors due to stylus deformation (which are minimised initially due to the stiffness of the
styli). Also, to enable the early, manual, CMMs to operate under CNC, the probes became more
than pure analogue indicators, instead being instrumented with strain gauges and mechanical
flexures.
Research in the area of CMM probing has focused on designing more versatile probe heads that
still maintain the measurement accuracy demanded by modern manufacturing standards. A
major breakthrough in CMM probe research was the development of the scanning head; able to
maintain contact with the measurement surface while scanning a path taking thousands of data
points [39]. Developments have also included the use of reflexing heads that incorporate precision
angle measurement into the probe system, enabling it to index to certain angles during measure-
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ment. These, and other, developments enable CMMs to become more versatile, measuring truly
three-dimensional objects without the need for moving the artefact for access.
Certain requirements of micro-co-ordinate metrology cannot be realised by simply using classical
CMM probing systems with suitably small stylus tips. Instead, significant redesign of both
the probing system and micro-manipulation platform are required. However, following recent
developments in micro-manipulation, it has been suggested that micro-CMMs are now hindered
mostly by the inaccuracy, reduced sensitivity and reduced versatility of existing probing systems
[39, 40]. The main sources of error of existing micro-CMM probes will now be reviewed.
2.3 Review of existing micro-CMM probes
In this section, the wide range of technologies developed to enhance micro-CMM probes beyond
that of classical CMM probing systems will be discussed. These technologies were usually de-
veloped with certain capabilities in mind, such that specific requirements are addressed. For each
major grouping of technologies, the technical specifications of several constituent micro-CMM
probes will be reported and discussed, focussing on the main unique capability of each system.
Following this, the main limitations of the grouping will be discussed.
The main groupings considered as viable technologies for micro-CMM probe development are:
mechanical probes, silicon-based probes, optomechanical probes and vibrating probes. Within
these groupings a wide range of technologies are employed to realise the final working micro-
CMM probes. Also, several diverse testing procedures are used to validate the capability of
the probes, both off- and on-machine. It should be noted that these groupings do not exactly
correlate with that defined within VDI/VDE Guideline 2617 Part12.1 [24]. However, the four
groupings were chosen to better correlate with both technology and operating principles.
Several other reviews of micro-CMM probes exist elsewhere, including Bos et. al. [36], Wecken-
mann et. al. [39] and Leach [3]. However, there have been several advances since these reviews
were published.
Finally, it should be noted that, due to the recent development of micro-CMMs and, therefore,
the recent need to develop new micro-CMM probes, a great deal of the research discussed here
occurred simultaneously. To some minor extent, the four main groupings described here indicate
a chronological description of the developments in this area, but there is considerable overlap.
2.3.1 Mechanical micro-CMM probes
At the onset of the development of micro-CMM platforms, the obvious technology suitable for
micro-CMM probes was that which is used for classical CMM probes. These highly refined
mechanical probes were based on the same concepts as many classical CMM probes, but were
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Figure 2.5: Image of the METAS TouchProbe (courtesy of METAS, CH)
optimised for sensitive detection and low force probing. Similar optimisation exercises have taken
place for classical CMM probes with specific applications in mind [41]. Also, some consideration
was taken to reduce the volume of the mechanism within the measurement volume of the micro-
CMM and to reduce mass.
2.3.1.1 METAS TouchProbe
The METAS TouchProbe is a mechanical CMM probe head refined to obtain a probing error of
approximately ±10 nm [42, 18]. The operation of the probe relies on precision flexural hinges
and inductive sensors. The mechanical section of the probe is manufactured from a single block
of aluminium using electro-discharge machining (EDM), which negates the need for assembly.
An image of the probe is shown in figure 2.5.
The mechanics of the METAS TouchProbe are designed such that the stylus tip of the probe
has only three degrees of freedom, and that all the axes of the probe have the same orientation
with respect to gravity, resulting in isotropic stiffness. The mechanical flexures of the METAS
TouchProbe are 60µm thick, resulting in a stiffness at the probe tip of 20Nm-1 (isotropic). As
the resulting moving mass of the probe is 7 g, the deformation of the flexures due to gravity would
be high, so a set of permanent magnets are used to compensate. The moving mass of the probe
(7 g) is too high to not result in dynamic contact forces capable of damaging the measurement
surface during probing, so a further mechanism was developed to compensate. Research has
been conducted into the damage caused to the measurement surface and the CMM probe tip
while point probing [43] and scanning [44], which is closely linked to the various effects on elastic
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compression of surfaces due to applied pressure fields [45]. These effects are especially important
considering the range of probe tip diameters, from 100 µm to 1mm. The resulting probing speed
used to reduce surface damage is 1mms-1. The stylus assembly is kinematically mounted to the
probe head and is magnetically secured. This system allows for easy replacement, making the
use of this probing system relatively simple.
Various testing methods have been employed to validate the capability of this probe. Initially,
the probe was installed onto a linear measuring machine, and was used to measure the length of
a calibrated gauge block. The repeatability of these measurements was 5 nm, and the linearity
error of the probe when deflecting 150 µm was 20 nm [42]. More complete tests, including full
3D characterisation of the probe errors, were completed once the probe was installed on a micro-
CMM [18]. This probing system was designed to be installed only on the METAS precision
micro-CMM. The METAS TouchProbe is commercially available [46].
2.3.1.2 NPL Small CMM probe
A similar research based probe was developed for the NPL SCMM. The basis of the design was
that, during the development of the NPL SCMM [14, 16, 40, 47], no suitable probe could be
found that would operate both isotropically, and with a low enough probing force to ensure no
plastic deformation of the workpiece during measurements [43]. The probing force calculations
by Pril [48] and van Vliet [43] suggest that a 1mm diameter spherical probe tip would damage
an aluminium measurement surface if operated at an approach speed higher than 1mms-1 and
with a probing force higher than 10mN. To attain these requirements, a new mechanical, flexure
based probe with capacitance sensors was designed. Peggs [14] states that the design of the
probe was modified from Pril [48, 49, 50] and Yang [51].
The NPL SCMM probe had a triskelion (three-legged) design and consisted of three beryllium-
copper (Be-Cu) flexures connecting three tungsten carbide tubes to a central island, which sup-
ported the stylus and a 300 µm diameter sphere. The flexures were fitted with capacitance
sensors. The design of the NPL SCMM probe is shown in figure 2.6.
The probe was determined to have near isotropic stiffness, of approximately 10Nm-1. The
working range of the probe is 20 μm, and the resolution of the capacitance sensors allows for
3 nm resolution on stylus tip motion. An image of the final realised SCMM probe is shown in
figure 2.7.
The CMM probe was mounted onto a host CMM that was fitted with three orthogonal mirrors,
the positions and rotations of which were measured using three dual-beam interferometers. Once
installed onto the NPL SCMM, the resulting expanded uncertainty of the system (k =2) is 38 nm.
The SCMM probe contributes approximately 14 nm to this overall 3D volumetric uncertainty.
No published work reports any of the tests completed on this probe before installation on the
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Figure 2.6: Schematic of the NPL Small-CMM probe from below (left) and from the side (right)
Figure 2.7: Image of the NPL Small-CMM probe
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NPL SCMM. However, this probe was made available to purchase commercially, and has been
involved in several research projects [52].
2.3.1.3 IBSPE Triskelion probe
During the development of a new ultra-precision micro-CMM, the Isara series from IBS Precision
Engineering (IBSPE, Eindhoven, NL) [32, 31], a probe based on the NPL SCMM probe was
designed and built. This probe refined many of the aspects of the NPL SCMM probe, including
the manufacture of a monolithic flexure body.
The first generation of the IBSPE ultra-precision touch probe was implemented on the Isara
100, which was based on an original design by Ruijl [53, 54]. As with the NPL SCMM probe,
the IBSPE touch probe consisted of a triskelion flexure system, with capacitance sensors. The
monolithic manufacture of the flexure body, which included the capacitance sensor targets, al-
lowed for greater control over the geometry and function of the flexures, and also reduced the
errors associated with assembly. As with the NPL SCMM probe, the main body (apart from the
flexures, stylus and stylus tip) was manufactured from Invar to ensure low thermal expansion.
Several tests were completed on the IBSPE Triskelion probe to validate its performance. These
included determination of the sensitivity of the probe, through controlled displacement of the
stylus tip. This displacement was measured using a laser interferometer. When the stylus tip is
displaced by 5 μm in 3D, the probe exhibits error of less than 15 nm.
Following the development of the Isara 100 and the ultra-precision touch probe, IBSPE began
production of the Isara 400 [55] and also a line of commercial Triskelion probes [56]. At the
time of writing, three variants of the Triskelion probe are available, each with unique properties
designed for different applications. The specifications of the three Triskelion probe variants are
summarised in table 2.1.







Probe tip radius / μm 250 35 500
Suspended mass /mg 160 75 300
Probe stiffness (at tip) /Nm-1 70
x and y: 13 x and y: 35
z : 20 z : 113
Resolution (RMS) / nm 2 2 2
3D measurement uncertainty of
tip deflection / nm
<15 <20 <20
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Figure 2.8: Schematic of the DVD-pickup head micro-CMM probe from STUT, TW
2.3.1.4 DVD-pickup head probes
A 3D mechanical probe design has been developed in the Southern Taiwan University of Tech-
nology (STUT), Taiwan, which uses DVD-pickup heads as the sensing element [57]. The DVD-
pickup heads are intended to be significantly cheaper than any capacitance sensor-based detection
system, but still maintain a similar level of accuracy. The probe uses a set of slender tungsten
rods as flexing elements. A sphere-tipped stylus is attached to the centre of a cross-form frame,
which is in turn suspended from the slender rods. The crossed elements are instrumented with
micro-mirrors that form the reflecting part of the optical detection system [58]. A schematic of
the probe is shown in figure 2.8.
During testing, the 2mm long stylus was tipped with a 0.3mm diameter ruby sphere. Several
other parameters were determined during testing. The most important of these is the probing
error, which is close to 100 nm in 3D, or 50 nm in one axis. The triggering force is near isotropic
at 0.08mN, and it can be estimated that the actual contact force will be near to 0.1mN. During
the testing of the probe, the thermal drift of the probing point was determined to be about 10 nm
per hour. It was suggested that this is mostly due to the focus drift on the DVD-pickup heads,
rather than the deformation of the suspension structure and the stylus.
The main virtue of the probe is the price, estimated at around 100USD, which is significantly
cheaper than most other micro-CMM probes available at this time. However, little further work
seems to have been completed with regards to commercialisation.
A similar probe, based on the use of DVD pickup heads as sensing elements, has been developed
at Hefei University of Technology [59] [60]. This system comprises a floating plate, suspended
by four micro-wires which act as flexures. The movement of the floating plate is detected by
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Figure 2.9: Schematic of the DVD-pickup head probe from Hefei, CN
four DVD-pickup heads which are used as focus sensors. A schematic of the probe is shown in
figure 2.9.
During testing, the probe was shown to be near-isotropic in the xy-plane, with a contact force
of about 109 μN. Although no formal determination of the probing error is determined, the
standard deviation of the determination of the contact point was estimated at 10 nm. This value
was determined through the use of a simple electrical detection circuit. A recent enhancement
to this system was the inclusion of a laser interferometer onto the centre of the floating island to
detect z contact to a high accuracy [61].
2.3.1.5 Summary of existing mechanical micro-CMM probes
In order to initiate the field of micro-co-ordinate metrology, a set of suitable contacting probes
had to be developed to operate with the previously-developed high accuracy manipulation stages.
Existing CMM probes were no longer suitable because of high probing forces when used with
small diameter stylus tips (below 1mm).
Several other probes exist that fit into the mechanical category. These have not been included
because they were either initially developed and no further work has been completed on them
[62, 63], little or no literature can be found that tests the probing error of the system [64], they
are in the very early stages of development [65], or some aspect of their design does not qualify
them as a micro-CMM probe [66, 67].
One major area of development in micro-scale probes is the need to reduce the probing force. At
the micro-scale, where these probes will be operating, errors due to high probing forces are in the
same order of magnitude as the desired probing accuracy. The pressure field generated at the
surface when a miniature tip comes into contact may be sufficient to cause plastic deformation
[43]. Reducing the contact force during measurement will greatly reduce the possible damage
caused and increase the accuracy of the measurement.
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Reduced stylus diameter results in a more compliant system that requires more sensitive detection
methods than are used on conventional, mechanical probe heads. To address the need for low
force probing, with high detection sensitivity, a class of probes was developed that rely on the
precision manufacture of silicon (Si) flexures. This grouping of micro-CMM probes is therefore
called “silicon-based probes”.
2.3.2 Silicon-based micro-CMM probes
One solution to reduce the probing forces imparted on a measurement surface calls for the use
of silicon flexures, membranes or meshes to suspend the stylus [50].
The design and production of silicon-based micro-probes takes advantage of the well-developed
manufacturing techniques of the integrated circuit (IC) industry. Etching and deposition can be
used to produce highly complex designs, consisting of many functional materials and mechanical
features (flexures, hinges, membranes, etc.).
Using silicon to suspend the microprobe reduces the overall contact force exerted on the measure-
ment surface and also serves to make surface contact detection more sensitive. Increased probe
sensitivity becomes ever more essential as the stylus diameter is reduced to allow better access
to small and high aspect ratio features and micro-structures. The actual detection mechanism
can take various forms, either optical or electrical.
Several varied detection mechanisms were theorised by Haitjema et. al. [50]. Optical detection
techniques were suggested where the deflection of the stylus alters the orientation of a mirror or
prism that, in turn, alters the position of a reflected laser, similar to the previously mentioned
DVD-pickup head probes. Alternatively, interferometric measurements could be taken from the
top of the stylus. The displacement of the stylus could also be detected by using a capacitor
sensor.
However, one of the most common detection methods for silicon-based micro-probes is the use of
piezoresistive sensors. Several commercial probes are available that use this detection technique.
It should be noted that silicon-based micro-CMM probes, by virtue of their use of mechanical
flexures, are a unique subset of the group of mechanical probes. As such, a useful property of
silicon as a mechanical material is that, due to its brittle nature, it will fail (i.e. snap or break)
rather than over strain. This will result in an unambiguous definition of a damaged probe.
2.3.2.1 Xpress Gannen probe
The Gannen probe was developed at TUE [49] and commercialised by the company Xpress
Precision Engineering (Xpress PE, Eindhoven, NL) [68]. The initial prototype has the flexures
manufactured from silicon, but an aluminium suspension body was then glued in place to allow
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Figure 2.10: Images of the TUE silicon microprobe prototype: isometric view (left) and top view
(right) [49]
the assembly of a sphere-tipped stylus. The sensors for the probing system are poly-silicon strain
gauges. It is usual, in more classical mechanical micro-CMM probes, for the strain gauges to be
assembled onto the flexure elements manually, using adhesive. However, this assembly can cause
large hysteresis to occur during use. Therefore, taking advantage of the MEMS manufacturing
techniques available for silicon-based micro-probes, the strain gauges and suspension elements
were manufactured through vapour deposition directly onto a silicon substrate. Subsequently,
the strain gauges and the suspension elements were etched in one step. This manufacturing
process eliminated all hysteresis due to strain gauge assembly [50]. An image of the prototype
Gannen probe is shown in figure 2.10.
During testing, the probe system exhibited less than 30 nm linearity error over deflections of
several micrometres.
The development of this probe was continued by Bos [69], whereby the entire probe (apart from
the stylus) was manufactured using silicon processing. Therefore, no assembly of an aluminium
suspension body was required. The final probe, the Gannen XP [68] has a moving mass of 25mg
and isotropic stiffness of 480Nm-1. An image of the Gannen XP probe is shown in figure 2.11.
During testing, the Gannen XP probe exhibits a 10 nm linearity error over deflections of ap-
proximately 5µm. A thorough description of the development and initial testing of the Gannen
probe can be found in [69].
As with the commercial probing system developed by IBSPE, the Gannen probe by Xpress
has several configurations depending on measurement requirements [68]. These configurations
include various stylus tip diameters, down to 50 µm. The technical specifications of these various
probes are shown in table 2.2.
2.3.2.2 PTB Boss-probe
Research at the Physikalisch-Technische Bundesanstalt (PTB, Braunschweig, DE) has resulted
in the development of a silicon based micro-CMM probe that can also be used as a miniature
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Figure 2.11: Image of the fully realised Gannen probe [69]
Table 2.2: Various specifications of micro-CMM probe available from Xpress PE [68]. A dash
(-) indicates that no information was available at the time of writing.
Gannen XP Gannen XM Heimen series
Available tip diameters / µm 120, 300, 500 50, 120, 300, 500 various
Repeatability / nm 2 4 -
Combined 3D uncertainty / nm 45 (k=2) 156 (k=2) 270 (k=2)
Mass /mg 50 50 25
Stiffness at probe tip /Nm-1 400 (isotropic)
x and y: 10
-
z: 50
Contact force (typical) /mN 0.4 0.01 -
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Figure 2.12: Schematic of the Boss-probe developed at PTB
force sensor [70]. This probe is constructed from a silicon membrane with a central locating
‘boss’ structure. A micro-stylus is suspended from the boss structure. The silicon membrane
has had piezoresistive strain sensors etched onto it. These sensors detect deformation of the
membrane that results from probe contact with a measurement surface [71]. A schematic of a
prototype Boss-probe is shown in figure 2.12.
Initial probing experiments with this prototype design showed that the Boss-probe exhibited
significant anisotropy i.e. it had significantly different stiffness properties in the lateral and
vertical directions [72]. The properties of the Boss-probe prototype are shown in table 2.3. This
anisotropy results in a force measuring range of up to 10mN in lateral probing directions and up
to 1.5N in the vertical direction [73]. The stiffness in the vertical direction was also determined
using a micro-force sensor by Dai et. al. to be about 3.6 kNm-1 [74].
To further develop the Boss-probe concept, several concept probes were designed and modelled
[75]. The aim was to directly address the anisotropy of the system. The modelled systems
included the prototype single membrane Boss-probe (the original prototype design), two dual
membrane systems (one parallel design, where the two membranes were positioned in the same
orientation, and another inverse design, where one membrane was positioned upside down com-
pared to the other), and two flexure systems (one four beam and one eight beam system. The
Table 2.3: The properties of the Boss-probe in the lateral and vertical probing directions [73]
Lateral probing Vertical probing
Resolution / nm 3 5
Repeatability / nm <10 <20
Stiffness /mN µm-1 0.1 55
Measuring range / µm 700 50
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Figure 2.13: Designs for several boss-probes [75]. Single membrane (original design) - top left,
four bar - top middle, eight bar - top right, parallel dual membrane - bottom left, and inverse
dual membrane - bottom right
basic designs of these probes are shown schematically in figure 2.13, and a photograph of some
realised designs is shown in figure 2.14.
Initially, the parallel dual membrane system was modelled. The parallel dual membrane Boss-
probe exhibited a stiffness ratio of 0.75 (where the vertical stiffness was 0.75 times the stiffness
of that in the lateral direction). For the single membrane design, this ratio is usually between
20 and 30 (depending on the geometry) and could be as high as 35.
Extensive work has been completed on the development of this probe, and the infrastructure sur-
rounding it. This includes work on the development of suitable packaging concepts [76]. However,
the suitability of the dual membrane system relies heavily on the ability of the manufacturing
process to produce matched pairs of probes, and on a reliable assembly process.
Figure 2.14: Image of three realised PTB Boss-probes a) dual membrane (inverse), b) eight beam
and c) single piezoresistor instrumented silicon membrane (original design) [75]
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Figure 2.15: Image of the Zeiss SSP probe [77]
2.3.2.3 Zeiss SSP probe
A commercial collaboration between IMTEK (University of Friburg, DE) and Carl Zeiss AG
(Oberkochen, DE) has resulted in a novel three-axis silicon-based micro-CMM probe based on
piezoresistive transducers [77]. The probe consists of a flexible cross structure, fabricated through
a deep reactive ion etching technique (DRIE).
Initially, the probe was realised as a three-axis force sensor; however its applications in di-
mensional metrology became apparent during testing. These tests involved: the assembly of a
contacting stylus element with a tip diameter of 0.3mm, the determination of the anisotropy to
be close to 4 (stiffness ratio) with the vertical probing force being close to 1mN. The resolution
of measurements taken in the lateral direction is about 10 nm. An image of the probe is shown
in figure 2.15.
The probe is now sold commercially as the SSP Probe, and is available from Carl Zeiss AG for
use on the F25 micro-CMM [78]. As such, it is thought to be one of the most widely used micro-
CMM probes in the world. However, because it relies on being installed on an F25 to properly
operate; little further research has been completed on it. Some initial exploratory work was
conducted by NPL in 2008 into micro-sphere tipped stylus fabrication and use. The fabricated
micro-stylus was implemented on the Zeiss SSP probe [79].
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2.3.2.4 Summary of silicon-based micro-CMM probes
Silicon-based micro-CMM probes take advantage of well-established fabrication techniques from
the IC and MEMS industry. The fabricated probes are very sensitive, allowing low force triggering
on surface contact. However, many of these probe exhibit considerable anisotropy. Therefore,
the design of these probes requires careful consideration of geometry and kinematics. Again,
some probes have been omitted for various reasons, even though they can be used to take some
form of dimensional measurement at the micro-scale [80, 81].
A second problem can occur when the flexures of these probes are reduced in thickness to
operate at lower contact probing forces. The “thinness” of the silicon suspension could have
the adverse effect of giving false readings due to inertia [82]. This means that the probe must
often be moved at very slow speeds, which slows the measurement process. The effect of false
triggering due to inertia is not limited to silicon-based micro-CMM probes [83], but is more
commonly observed when using thin silicon flexures. When low force probing is employed, the
effect of surface interaction forces, such as electrostatic interactions or capillary forces, may also
become apparent. These surface interaction forces will be discussed and investigated in detail in
chapter 4.
To further address the need for low force probing, a class of probes was developed to rely on
optical measurements of the stylus tip being used for contact detection. These “optomechanical
probes” were developed almost simultaneously to the silicon-based probes.
2.3.3 Optomechanical micro-CMM probes
The mechanical and silicon-based probes described in the previous section are limited due to the
need to detect flex in the suspension elements of the probe (usually mechanical flexures). The
inclusion of these flexures could limit the capability of the micro-CMM probe. The flexures on
most mechanical and silicon-based micro-CMM probes result in probing forces in the millinewton
range, which can still result in plastic deformation of measurement surfaces.
Therefore, with the aim to significantly reduce the contact force of probing systems, while still
maintaining a similar sensitivity, a new concept was developed that relies on optical detection
of the stylus tip, negating the need for flexure elements. Instead, the stylus tip is suspended by
other means.
2.3.3.1 PTB fibre probe
A micro-CMM probing system was designed at PTB [84, 71], where the stylus is an optical fibre
and the stylus tip is a sphere, formed through laser melting of the stylus [85]. The fibre probe
tip is illuminated via a fibre-coupled source and its position is then mapped using a measuring
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microscope. The microscope is attached to the fibre probe so that the stylus tip is always kept
within the field of view. A 10× objective lens is used to identify sensitive movement in the x-
and y-axes. Through the use of sub-pixel imaging, a resolution of 50 nm can be achieved [86]. A
diagram of the fibre probe is shown in figure 2.16. It can be seen that any contact in the z-axis
will only result in the probe tip becoming unfocused and, therefore, this probe is considered to
be 2D only.
A 3D version of the fibre probe was subsequently developed [73], which deploys a second measur-
ing microscope with an angled mirror to view the fibre horizontally above the contacting tip. At
this position, a second sphere was assembled. This second sphere is used to measure movement
in the z-axes [19]. A diagram of the 3D fibre probe from PTB is shown in figure 2.17.
The sphere tip of the 3D fibre probe has a diameter below 100µm, and can be as low as 25 µm,
allowing it to measure sub-millimetre features with few access problems. However, at this scale,
the probe tip is very likely to stick to the measurement surfaces, due to the interaction of the
probe tip with the surface interaction forces. This effect is not helped by the low probing forces
exhibited by the 3D fibre probe, which have been measured as being in the order of 10 µN [71].
Also, the 3D fibre probe does not exhibit isotropic probing forces.
Measurements taken with the 3D fibre probe can have uncertainties of between 0.2µm and
0.5 µm and it has been successfully used to perform measurements on high aspect ratio structures
fabricated by the X-ray LIGA process [87, 88]. Finally, because the 3D fibre probe relies on optical
detection of the illuminated probe tip, there are several limitations on the geometries that the
probe can measure. Although the probe is able to access high aspect ratio (HAR) structures,
such as cylindrical holes 200 µm in diameter and over 1mm in depth, the ability of the optical
system to detect the sphere is severely limited below several hundred micrometres depth. This
limitation is due to certain optical and aperture limitations of the optical measurement system.
This probing concept is commercially available from Werth Messtecnik as a 2D probe [89]. A
3D version of the Werth fibre probe is also available; however no technical details of this probe
were available at the time of writing [90].
A similar optomechanical probe has been developed at the Harbin Institute of Technology (Har-
bin, CN) that addressed the issue of HAR measurement [91]. This probe utilises a second
’eﬄuent’ fibre to ensure the position of the probe tip can be determined while the probe tip
is inside a HAR structure. The basic concept of the Harbin spherical coupling probe is shown
in figure 2.18, however it will not be further investigated as the operating principle is nearly
identical to the PTB fibre probe.
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Figure 2.16: Schematic of the 2D fibre probe from PTB [71].
Figure 2.17: Schematic of the 3D PTB fibre probe. The position of the two micro-spheres are
measured to give accurate data on the of position of the sphere tip in x, y and z [73].
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Figure 2.18: Schematic of the Harbin spherical coupling probe [91]
2.3.3.2 NIST fibre deflection probe
A probe has been developed at the National Institute for Standards and Technology (NIST),
USA, which aims to negate the issue with detecting the illuminated sphere tip when inside a
high aspect ratio hole. To achieve this, the optical detection system is focused on the stem of the
fibre probe rather than its tip [92]. The operating principle of the system is shown in figure 2.19.
During the development of this probe, tests conducted suggest that the probe exhibits linearity
errors of 30 nm. When used on a precision CMM, diameter measurements taken using the fibre
deflection probe have an uncertainty of 110 nm (k =2) [94, 95]. Also, the contact force of the
fibre defection probe is estimated at less than 2 µN (depending on stylus length and stylus tip
diameter) [96] and could be as low as 0.2 µN. The use of the detection system to measure the
deflection of the shaft rather than the position of the stylus-tip has resulted in measurements
being taken in holes 100 µm in diameter to a depth of 5mm [93]. The probing system described
in figure 2.19 is, however, only a 2D system. Like the PTB fibre probe, the fibre deflection probe
concept was developed as a 2D probe and then extended into 3D.
To extend the capabilities of the fibre detection probe into 3D, a concept of ‘buckling’ meas-
urement was developed [97]. This allows the optical system to detect z -axis contact with a
measurement surface. The concept of ‘buckling’ measurement is shown graphically in figure 2.20.
The addition of the ‘buckling’ detection, which theoretically extends the capability of the fibre
detection probe into 3D, allows for comparison to the PTB fibre probe. The PTB fibre probe
is limited in the detection of the position of the probe tip during high aspect ratio probing,
whereas the fibre deflection probe is not limited when using this buckling technique (although it
is expected that the buckling measurement will result in relatively low accuracy measurements).
Both probes have stylus tips whose diameter is in the order of 100 µm and lower, and both are,
CHAPTER 2. CONTEXT AND LITERATURE REVIEW 46
Figure 2.19: Schematic of the operating principle of the NIST fibre deflection probe [93].
Figure 2.20: Concept of using ‘buckling’ measurement to increase the capability of the NIST
fibre deflection probe into 3D [97].
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Figure 2.21: An indication of measurement noise due to adhesion when measuring the surface
of a gauge block in single point mode (left), in scanning mode (no piezoelectric buzzer) (centre)
and in pseudo-scanning mode (using the piezoelectric buzzer) (right) [97].
therefore, affected by surface interaction forces. This effect is directly addressed by the fibre
deflection probe by the addition of a piezoelectric buzzer, which results in the capability to per-
form pseudo-scanning through acoustic excitation of the fibre. The inclusion of the piezoelectric
buzzer has a marked effect on this system when performing scanning measurements by reducing
surface stiction. This effect is shown in figure 2.21.
A similar probe has been developed at the University of South Australia (UniSA, Mawson Lakes,
AU). The UniSA fibre Bragg probe operates in a similar manner to the NIST fibre deflection
probe in that optical measurements are taken from the shaft of a micro-CMM probe. The optical
signals that are collected during operation are from a fibre Bragg grating (FBG) integrated into
the stylus shaft of the probe, which is illuminate axially. This FBG allows precise measurements
of the deflection of the stem to be collected, resulting in a probe with a measured resolution
of 60 nm and an estimated accuracy of 100 nm [98]. The UniSA fibre Bragg probe will not be
described further as it is still in the early stages of development.
2.3.3.3 Summary of existing optomechanical micro-CMM probes
Optomechanical CMM probes rely on taking an optical measurement from the stylus tip, or
stylus shaft rather than any instruments or flexures attached to the top of the stylus. The main
design reasoning behind these probes is to reduce the contact probing force by employing flexible
optical fibres as the stylus element. Also, by removing all other moving parts, such as mechanical
flexure systems, the contact force is further reduced. The probes described in this section exhibit
contact probing forces of less than 10 µN.
However, all measurements taken using contact methods are influenced by surface interaction
forces. When taking measurements at such small dimensions with probes capable of reduced
probing forces of a few micronewtons, these surface interaction forces become problematic. Sur-
face interaction forces become influential enough to pull the probe tip towards the measurement
surface (snap-in) [82, 69], possibly causing damage at the point of contact and giving a false
reading of surface contact. Surface interaction forces could also tend to hold the probe at the
contact area while the CMM is retracting, causing unnecessary strain to the probe. A graphical
description of this snap-in and snap-back effect can be seen in figure 2.22.

































Figure 2.22: Graph showing the snap in and snap back effect – data for indication only
When probing with optomechanical probes, the sticking effect becomes problematic as the probe
tips stick easily to most measurement surfaces. The compliance of these probes means that the
force required to break the hold is high; either the feature being measured does not afford the
probe sufficient clearance or the stiffness of the micro-stylus would result in permanent damage to
the probing system. This effect is somewhat counteracted by the piezoelectric buzzer described
by Muralikrishnan et. al. [97], and a similar system is available for the commercial fibre probe
from Werth [89].
Regardless, the overall capability of these probes is similar. Both fibre-based probes can boast
measurement uncertainties less than 100 nm on high aspect ratio features (inkjet nozzles, optical
ferrules, etc.) [88, 99, 100, 101, 102]. Several probes have again been omitted from this review
for similar reasons to those omitted from the previous sections [103, 104].
The simultaneous developments of silicon based micro-CMM probes and optomechanical systems
to address the need for low force contact probing is an indication of the importance of this
requirement. However, during their developments, it became apparent that both technologies
suffer from problems that require further study. The lack of 3D measurement was addressed in
both the PTB and the NIST fibre probes, and the anisotropy of some silicon-based probes was
addressed by PTB. However, the issue of dealing with the surface interaction forces has only been
addressed by NIST in the fibre deflection probe, with the addition of a piezoelectric buzzer. This
breakthrough has prompted the most recent set of developments in micro-CMM probe research
to focus on surface-force counteraction through the use of forced vibration.
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Figure 2.23: Schematic of the operating principle of the vibroscanning probe
2.3.4 Vibrating micro-CMM probes
It is a known problem that reduction of probing force increases the susceptibility of the micro-
CMM probe to surface interaction forces [69, 105]. Therefore, research has been conducted into
counteraction this effect by using vibrating probe-tips. The main aim of a vibrating micro-CMM
probe is to force the probe tip to vibrate at a frequency and amplitude such that is it unaffected
by surface interaction forces. Once this is achieved, the probes will experience neither snap-in
or sticking (and therefore snap-back).
An early use of vibration to counteract the surface interaction forces was deployed in the NIST
fibre deflection probe, which used a piezoelectric buzzer to acoustically activate the probe shaft.
The use of piezoelectric actuators to vibrate probe systems will now be considered, along with
other oscillation techniques.
2.3.4.1 Vibroscanning probe for micro-holes
An early contacting probe, which was developed for the measurement of micro-holes, was the
vibroscanning probe [106]. This utilised electric detection of contact between metallic surfaces
with a precision stylus manufactured by electro discharge grinding. The stylus is assembled onto
a piezoelectric vibrator, which is positioned by the precision 3D axes of an electro-discharge
machining (EDM) system. After the EDM process has machined a micro-hole, the vibroscanner
can be placed in the hole and take dimensional measurements. A schematic of the vibroscanning
concept is shown in figure 2.23.
From figure 2.23 it can be seen that, when the probe contacts the measurement surface, the
output circuit will record a signal. As the probe is vibrating, the intermittent signal will indicate
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Figure 2.24: Schematic of the operating principle of the Mitutoyo UMAP probe [111].
the time for which the probe is in contact with the surface, from which an appreciation of the
current position of the probe can be calculated.
The probe concept was developed further to include dual heads [107, 108].
2.3.4.2 Mitutoyo UMAP probe
One of the first commercially available vibrating micro-CMM probes was the UMAP system from
Mitutoyo Corporation [109, 110]. This probe, also known as the Ultrasonic Probe, was designed
for micro-hole measurement, such as fuel injector nozzles, optical ferrules or micro-machined
holes. To achieve this, the UMAP probe has a 30 µm diameter stylus tip. During operation, a
piezoelectric excitation circuit vibrates the stylus vertically at several kilohertz. When the stylus
tip contacts a workpiece surface the detected wave-form changes from that which was generated
[111]. The estimated contact force is 1 µN. The operation principle of the UMAP probe is shown
in figure 2.24.
When in operation, the UMAP probe relies on an optical system to initially detect the position
of features [39]. This means the UMAP probing system and CMM is a multi-sensor system.
The measurement uncertainty of the UMAP probe, when installed on a suitable precision CMM,
is quite high in comparison to other micro-CMM probes. With an estimated repeatability of
about 100 nm, the system is not capable of the high accuracy measurement common with most
micro-CMM probing systems. Also, the probe is only able to vibrate in 1D (vertical direction),
but is able to detect in 2D. An indexing head must be employed to realise 3D measurement [112].
2.3.4.3 UNCC Virtual probe
A probe has been developed at the University of North Carolina (UNCC, Charlotte, USA),
in collaboration with Insitutec Inc., which consists of a high aspect ratio probe shank (1:700)
attached at one end to a quartz oscillator [113]. When in use, the oscillator causes the free
end, or probing end, to vibrate at an amplitude greater than the probe shank diameter, and
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Figure 2.25: Schematic of the operating principle of the UNCC Virtual probe. The probe has a
length, L, and a virtual tip diameter equal to the amplitude, A, of the vibration of the free end
[113].
a “virtual tip” is formed. These oscillations have a frequency of several tens of kilohertz (the
quartz oscillators used are used for timekeeping and have a resonant frequency of approximately
32 kHz). The virtual tip is defined as the surface region on the shank which the interaction with
the specimen surface alters the vibration response. The virtual tip diameter, equivalent to the
vibration amplitude at the free end of the shank, is about 30 µm. A diagram of the operating
principle of the Virtual probe is shown in figure 2.25. The Virtual probe is also sometimes referred
to as the Standing Wave probe.
When using this probe, a probing force of up to 100µN is imparted onto the measurement surface
[114]. Also, the probe can repeatably resolve surface features of 5 nm. However, due to its design,
it is only capable of oscillation and detection in 1D.
Despite being only a 1D probe, the standing wave probe has been successfully used to measure
fuel injection nozzles and glass ferrules [115]. This was achieved through the use of several
stacked coarse and fine position motion stages, and a rotation stage. This stacked system has
also successfully completed dimensional measurements on low density foams, such as high inertial
phase emulsion (HIPE) or aerogel [116, 117], which is a clear indication of the ability of the
probing system to operate at very low forces.
The development of this probe included analysis of surface interaction forces, to ensure that the
probe was capable of counteracting the snap-in and stiction effects common when probing at the
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Figure 2.26: Schematic of the operating principle of the laser trapped vibrating probe (courtesy
of Dr. M. Michihata)
micrometre scale. Further developments have included investigations into viability of shrinking
this probe to obtain tip diameters of only a few micrometres [114]. The scaling investigation
concluded that, by reducing the shank diameter and vibration amplitude, a virtual tip with
diameter only a few micrometres would still be able to counteract the surface interaction forces.
2.3.4.4 Laser trapped vibrating probe
Methods used to vibrate the probe tip vary greatly. In an attempt to reduce the contact probing
force further, a novel micro-CMM probe has been developed at Osaka University, Japan. This
micro-CMM probe operates by laser trapping an 8 µm to 10 µm diameter silica sphere and optic-
ally recording its interactions with the measurement surface [118]. By ensuring that there is no
mechanical contact between the micro-sphere and the micro-CMM, the contact probing force of
this probe has been reduced to several nanonewtons. A graphical description of laser trapping
is shown in figure 2.26.
The trapping force, as shown in figure 2.26, will compensate for any deviations of the sphere from
the equilibrium position. An optical measurement system is employed, using the same optical
path as the trapping laser, that detects the current position of the probe and all deflections. The
optical measurement system works in a similar way to that used with the PTB fibre probe.
Further development of the concept of laser-trapping has allowed this probe to operate in an
oscillating mode [119, 120]. The probe is forced to vibrate in the z -axes at frequencies up to
50MHz. The point of contact is then categorised as a change in the amplitude of the vibration
of the probe. This probe has also been optimised for operation with fibre delivered laser light,
rather than that delivered through a microscope objective [121, 122].
Currently, this probe is unable to measure in the x - or y-axes; however, the addition of off-
axis circular motion into the trapping beam has been theorised to allow sloped surfaces to be
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measured (limited to the aperture of the laser delivery system) [123, 124]. Also, little information
is available on the tip’s interaction with any liquid layers or surface interaction forces on the
measurement surface.
A recently theorised addition to this technology is the use of interference of light between the
probe tip and the measurement surface to enhance the determination of z position [125].
2.3.4.5 Summary of vibrating micro-probes
The continuing development of micro-CMM probing systems towards truly micro-scale probing
has led to the need for low force systems that can counteract the effect of the surface interaction
forces. To facilitate this requirement, probing systems have been developed that vibrate. When
this vibration is perpendicular to the measurement surface (or parallel to the surface normal),
the motion of the stylus tip should be such that the attractive force due to the surface interaction
forces is not sufficient to adhere the stylus tip to the measurement surface.
One major limitation of the vibrating probes is that the technologies currently used to produce
the vibration usually result in only 1 dimensional oscillation. In the case of the UMAP system
and the laser-trapped probe this is vertical oscillation, for the Virtual probe this is lateral os-
cillation. Therefore, any attempt to use these probing systems on 3D micro-CMMs would rely
on rotation axes on the micro-CMM or articulating probe heads to property orient the probe.
New developments in the use of the virtual probe have included the implementation of precision
manipulation and rotation stages and active indexing heads to allow 3D probing [117]. A PhD
project at TUE is also considering the applications of vibrating micro-CMM probes in 3D [126].
2.4 Capabilities of existing micro-CMM probes
Several universally agreed requirements exist for any micro-CMM probe [42, 69]. These require-
ments can act as a score card for the probe, and can also be used to make comparisons between
systems. These requirements of micro-CMM probing systems can be identified directly from the
completed review of existing micro-CMM probes.
• Stylus dimensions – This refers to the shape, length and diameter of the stylus shaft, and
also the shape, size and form of the stylus tip (and therefore, the aspect ratio of the stylus;
the value of its length divided by its diameter [83]). The micro-CMM probe should have
a stylus tip (usually spherical) that has a diameter smaller than the size of the features to
be measured. The stylus tip should also have good spherical form [39].
• Probe error – This refers to any errors in the dimensional measuring capability of the
probe. These should be clearly defined, especially when the probe is used to take traceable
dimensional measurements. These errors may be reported in terms of repeatability of
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surface point detection, uncertainty in the determination of the tip deflection, linearity
error of length measurement or even an indication of resolution of the probe detection [39].
• Isotropy – If a micro-CMM probe is isotropic, this refers to its ability to act (usually in
terms of probing force) equally in all probing directions [83]. This is often reported as the
ratio between the lateral and vertical stiffnesses, any ratio other than unity indicates a
degree of anisotropy.
• Probing force – One of the main problems created by the reduced dimension of the
measurement is the damage that can be caused by the probe itself. Even with forces as low
as a few millinewtons, a stylus tip that is only a few micrometres in size could potentially
cause damage to the sample, effectively ruining the measurement [44].
• Ease of use – An obvious requirement that is often overlooked; any probe that is easy to
use often becomes commercially viable. This requirement also relates to the applicability
of the probe to the current specification standards and, therefore, the ability to make direct
comparisons to other micro-CMMs and micro-CMM probing systems.
These five requirements are applicable to all probing systems, to a certain degree. The import-
ance of each requirement depends on the final application of the probe. A summary of all the
reviewed micro-CMM probes is shown in table 2.4, using the identified requirements as metrics
for comparison.
2.5 Limitations of existing micro-CMM probes
When developing probes for use on micro-CMMs, there are several requirements to adhere to.
These requirements are: stylus dimensions, probe error, isotropy of the probing system, probing
force and ease of use. While completing measurements at the micrometre scale, certain limit-
ations of any probe used to take the measurement become apparent [127]. These limitations
are linked directly to the requirements for micro-CMM probes. The limitations of the reported
micro-CMM probes will now be discussed.
2.5.1 Stylus dimensions
One major limit for micro-CMM probes are the dimensions of the stylus. The relevant dimen-
sions of a stylus can be seen in ISO 10360-1:2001 Geometrical Product Specifications (GPS) —
Acceptance and reverification tests for coordinate measuring machines (CMM) — Part 1: Vocab-
ulary [11], and are shown schematically in figure 2.27, along with the general nomenclature of
the probing system.
It is obvious that the stylus shaft must have a diameter less than that of the spherical stylus tip.



































Table 2.4: Summary of the capabilities of the reviewed micro-CMM probes, as defined by the micro-CMM probe requirements. Probe errors reported in [square
brackets] are the associated error of a CMM using that probe. Stiffness values reported as a single number indicate isotropic operation, whereas a range of values
indicates anisotropy. In the case of anisotropic operation, the stiffness ratio (lateral/vertical) is indicated in {brackets}. Capabilities reported with a dash (-) are
either not available, or not applicable. The stiffnesses of the vibrating micro-CMM probes are not reported in the literature, and are therefore indicates as (?).
Stylus length Tip diameter Probe error (3D) Stiffness at tip Probing force
Reference











METAS TouchProbe < 5 100 to 1 000 10 20 < 0.5 [18, 44]
NPL SCMM Probe > 5 300 < 40 10 0.1 [14, 16, 15]
IBSPE Triskelion A 6 to 13 250 < 15 70 0.07 [56]
IBSPE Triskelion B and C 6 to 13 35 to 500 < 20 13 to 113 {0.65 and 0.31} 0.01 to 0.12 [56]













d Xpress Gannen XP ∼ 6 50 to < 500 45 400 0.4 [68]
Xpress Gannen XM ∼ 6 50 to < 500 156 10 to 50 {0.2} 0.01 [68]
PTB Boss-probe 2002 ∼ 5 300 ∼ 30 100 to (55 × 103) {0.002} 10 to (1.5× 103) [19, 74]
PTB Boss-probe 2005 5 200 - (5.5 to 7.4) × 103 {0.75} < 300 [75]










PTB 3D fibre probe > 5 25 to < 100 [200 to 500] - 0.01 [19, 71, 73]









g Vibroscanning probe 1993 - - - ? - [106]
Mitutoyo UMAP probe 2 to 12 30 [500 to 1 000] ? 1× 10-3 [111]
UNCC virtual probe > 10 30 < 50 ? ∼ 0.1 [113, 114]
Laser trapped probe < 0.05 8 to 10 - ? ≪ 0.01 [118, 119]
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1 Ram 7 Stylus shaft a Stylus length
2 Probe extension 8 Stylus b Effective working length [83]
3 Probe changing system 9 Stylus tip
4 Probe 10 Tip diameter
5 Stylus changing system 11 Probing system
6 Stylus extension 12 Stylus system
(composed of stylus system
components)
Figure 2.27: Probe and stylus nomenclature according to ISO 10360-1:2001 [11]
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The stylus shaft must also be long enough to allow the probe to penetrate some of the high
aspect ratio features common in modern micro-structures, while remaining rigid enough to not
bend significantly and exhibit high probing errors. Probing errors due to stylus bend arise from
the anisotropic stiffness of the shaft itself (i.e. the relationship between the near infinite stiffness
of the stylus in the direction of the shaft, compared to the finite lateral stiffness). Therefore, it is
usual for the stylus shaft on a micro-CMM probe to have a stylus length of several millimetres,
with the upper section (close to the probe) being of a large diameter (several times that of the
stylus tip diameter). The lower section of the stylus is then of a suitable diameter to attach to
the stylus tip, but is of a shorter, effective working, length.
Of the probes reviewed in this chapter, most of the recently developed systems have stylus
tip diameters below 100 µm. Those with stylus tip diameters above 100µm are the NPL SCMM
probe, the DVD-pickup probe, the PTB Boss probe, several configurations of the Xpress Gannen
probe and the IBSPE Triskelion probe, and the Zeiss SSP probe. The lower bound of the stylus
tip diameters is 8 µm to 10µm, as used in the laser trapped vibrating probe. The other probes
have stylus tips that range from 30µm to 70µm in diameter.
Similarly, the effective stylus length of any micro-CMM probe is of importance. The effective
stylus length, coupled with the stylus tip diameter, defines the aspect ratio of the probing system.
The aspect ratio can be seen as an indication of the depth of the smallest diameter hole that can
be measured. Of the probes reviewed in this chapter, the probes with the highest aspect ratios
were optomechanical (the PTB fibre probe and the NIST fibre deflection probe), the virtual, or
standing wave, probe and the UMAP probe (which in one configuration can achieve an effective
stylus aspect ratio of 100 [109]). These are unique from all the other probes reviewed because
their styli are formed from optical fibres rather than tungsten or other metallic or cemented
carbide shafts.
However, it should be noted that, although the aspect ratio of the PTB fibre probe is high (often
over 20), the requirement for an optical system to be able to image the stylus tip can cause
problems. These problems usually occur when structures on the measurement part, such as side
walls, obstruct the vision system. A similar problem affects the laser trapped vibrating probe,
which often cannot measure features with an aspect ratio above unity.
2.5.2 Probe error
Several measures of the capability of the probe to complete measurements are often quoted,
including probing repeatability of triggering, probe resolution, and length measuring error over a
specific deflection length. All of these measures have the virtue of indicating some ability of the
probe, however, none of these truly indicate the capability of the probe to complete accurate co-
ordinate measurements. The ability of the probe to complete accurate co-ordinate measurements
can only be obtained by installing the probe onto a micro-CMM and testing it. This is difficult
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to achieve when developing a probe and, therefore, several alternative measures are considered.
For the purpose of this review, either the repeatability of the triggering point, or the uncertainty
in the tip deflection, will be considered as an indication of probe error.
Of all the reviewed probes, the most usual value for repeatability of triggering is below 50 nm,
with the DVD-pickup head quoted as having a repeatability of 50 nm, and the virtual probe
quoted as having the ability to repeatably resolve features of 5 nm. Similarly, a typical uncer-
tainty on the measurement of the stylus tip deflection of 20 nm to 50 nm (k =2). As an indication,
the IBSPE Triskelion probe has a configuration that exhibits a 3D measurement uncertainty on
tip deflection of 15 nm, and the Gannen probe from Xpress has a configuration that exhibits a
3D measurement uncertainty on tip deflection of 45 nm.
For probes with sub 100 µm diameter stylus tips, in order to keep to probe error at this low
level, the stiffness at the probe tip is usually increased. This is because the effects of the surface
interaction forces become increasingly detrimental to probes with stylus tips below 100 µm in
diameter.
Surface interaction forces, such as the capillary force or the electrostatic force, are usually not
significant on the macro-scale, being overpowered by gravity or by the probing forces of classical
CMMs. This is not the case for micro-scale co-ordinate metrology, which, if it aims to accurately
measure high aspect ratio micro-structures, will be performing contacting probing with micro-
styli whose tip diameters will be below 100 µm. In fact, surface interaction forces can become
increasingly disruptive when using a micro-stylus with a tip diameter reduced below 200 µm [69].
Surface interaction forces also become more disruptive when the distance between the stylus tip
and the measurement surface is reduced below 1 µm. The strength of the interaction forces will
increase as the stylus tip approaches the measurement surface, and may cause false triggering
and damage to both the probe and the measurement surface. This effect of false triggering can
occur when the stylus tip snaps in to the measurement surface before true contact is made. This
‘snap-in’ is due to the attractive effect of the surface interaction forces and the compliance of
the probe not being suitable to counteract the effect of such forces. A graphical description of
snap-in and snap-back is shown previously in figure 2.22. Adhesion to the measurement surface
while retracting could also cause damage to the probe. Counteraction of these surface forces is
essential if any micro-CMM probe is to be accurate while probing at the micro-scale to nanometre
accuracy [128]. It can be seen in figure 2.28 that, at the micrometre level, the effect of the van
der Waals interaction could be over one hundred times more influential on the surface interaction
force of the CMM probe than the gravitational force, and that the effect of surface tension due
to any liquid contamination on the measurement surface could be highly significant.
By stiffening the CMM probe trigger system in an attempt to solve the problem of snap-in
and adhesion to the measurement surface (leading to snap-back), the contact probing force will
increase, possibly leading to damage to the measurement surface. It is, therefore, far more useful
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Figure 2.28: Graph showing the adhesion forces (van der Waals, surface tension and electrostatic)
between spherical objects and grippers compared to the gravitational force [105].
to counteract or use the effects of the surface interaction forces in a controlled fashion. This can
be achieved by vibrating the stylus tip.
Of the probes reviewed in this chapter, several employ vibration to increase accuracy. These are
the UMAP probe, the virtual probe, the laser trapped vibrating probe and also the most up-to-
date fibre deflection probe, which uses a piezoelectric buzzer to reduce surface adhesion. These
probes all exhibit low probe error, either being highly repeatable or exhibiting a lower uncertainty
in determination of the deflection of the stylus tip, despite having stylus tips significantly below
100 µm in diameter.
2.5.3 Isotropy
When referring to any CMM probe, isotropy describes the ability of the probe to act equally in
all probing directions, and usually refers to the probing force. Therefore, any probe that acts
with a greater force laterally than vertically (or vice versa) can be said to be anisotropic. The
ratio between the two stiffnesses is a measure of the anisotropy.
Of the probes reviewed in this chapter, several exhibit isotropy. These isotropic probes tend to
have been designed specifically to be isotropic. The isotropic probes include; the METAS touch
probe (20Nm-1), the NPL SCMM probe (10Nm-1), one configuration of the IBSPE Triskelion
probe (70Nm-1) and one configuration of the Gannen probe from Xpress (400Nm-1). However,
several other probes exhibit severe anisotropy ranging from a stiffness ratio of four (the Zeiss
SSP probe) to fifty-five (one early configuration of the Boss-probe). All of the optomechanical
probes and the vibrating probes are entirely anisotropic. This is because these probes only act
in 1D or 2D.
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The need for isotropy is twofold. Firstly, the ability to act isotropically impacts directly on
the probing error. In an isotropic probing system, the uncertainty associated with the full 3D
determination of the deflection of the stylus tip is usually lower. This is because the combination
of the lateral and vertical probing errors is reduced when the individual probing errors are reduced
and similar. Secondly, it is easier to implement surface scanning with a micro-CMM probe that
is isotropic. This is because the scanning control algorithm does not have to compensate for
changing probe reactions as well as the changes in the measurement surface normal.
2.5.4 Probing force
Combining all of the previous requirements of stylus dimensions (especially the stylus tip dia-
meter), counteraction of surface forces, stiffness and isotropy, results in an understanding of
the force on the measurement surface during probing. When probing with stiff and anisotropic
probes, that have stylus tip diameters below 100 µm and may also experience snap-in or surface
adhesion, it is highly likely that significant surface damage may be caused during probing. There-
fore, once the previous requirements have been considered, the possibility of surface damage due
to the use of the probe must be addressed. This effect has been investigated with regards to the
METAS touch probe, with research continuing in this area [44, 129].
Of the probes reviewed in this chapter, all report probing forces below 0.1mN, except for the PTB
Boss-probes. Several probes have reported probing forces in the micronewton range, however,
the lowest probing forces is usually attained by the vibrating probes. The probing force of a
vibrating probe is difficult to measure using conventional means, such as a force sensor, and is
therefore usually estimated.
2.5.5 Ease of use
Finally, the ease of use of the probe is a serious consideration. Several of the probes reviewed in
this chapter are presented as purely research-based probes. These are difficult to use, with often
time-consuming start-up routines. For example, the laser trapped vibrating micro-probe operates
with a 10 µm silica sphere. This sphere is not physically attached to the probing system and,
therefore, must be installed at the beginning of each probing operation. The sphere tip is also
lost any time the probing operation over-travels such that the sphere moves out of the path of the
focused laser. Likewise, the METAS touch probe was designed for use on the METAS precision
CMM, and, although the probe is commercially available, is difficult to use without access to
that specialised CMM. Several probes reviewed in this chapter are commercially available, such
as the Triskelion probes from IBSPE, the Gannen probes from Xpress, the SSP probes from Zeiss
and the UMAP probe from Mitutoyo. These probes are, undoubtedly, easier to use and come
with clear operation instructions.
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2.5.6 Summary of current micro-CMM probe limitations
The current limitations of existing micro-CMM probes have been reviewed. These limitations
were reviewed with respect to the five identified probing requirements.
As both the capabilities and the limitations of these existing systems have been presented and
discussed, the existing knowledge gaps can now be clearly defined.
2.6 Key knowledge gaps
The current state of micro- and nano-scale metrology can be depicted graphically, as shown in
figure 2.29. Precision engineering is becoming prevalent in the blank space in the area of 3D
metrology on the micrometre scale. The aim of this thesis is to extend the ability of CMMs
in the direction of the arrow. Engineering structures are being produced in the area depicted
with a question mark; however, there are few known solutions for traceable metrology at these
specifications.
All of the reviewed micro-CMM probes have attempted to address one or more of the obstacles
faced when completing measurements at the micro-scale.
All current research is carried out with probe dimensions in the order of the size of the features
that are being measured. While all of these methods effectively reduce the probing force to an
acceptable level, where very little damage is done to the measurement surface, only the methods
that address the problem of surface interaction forces will produce an accurate result. This
problem is best addressed by probes that vibrate. This is somewhat addressed by the Virtual
probe, however, this probe only vibrates in one dimension. Vibrating micro-probes also have the
added effect of reducing the probing force. Contact with the measurement surface is registered
as a change in the amplitude of the vibration (during intermittent contact with the measurement
surface), rather than a direct contact signal.
Therefore, three key knowledge gaps can be identified that are hindering the continued develop-
ment in the area of micro-CMM probing.
Firstly, there is a need to counteract surface interaction forces in 3D. This need stems from several
of the previously mentioned probing requirements, including stylus dimensions and probe error.
In order to continue reducing the diameter of the stylus tip, while maintaining low probing error,
it is essential to address the effect of the surface interaction forces. This is being addressed, to
some extent, in several existing vibrating micro-CMM probes, but not in full 3D. As micro-parts
become more complex, the need for true 3D measurement will increase, and this knowledge gap
will have to be addressed. In this context, ’true 3D’ is referring to the ability of the probing
system to act in 3D, without the need for external manipulation systems.
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Figure 2.29: Diagram to illustrate the lack of 3D dimensional metrology on the micro- and
nano-scale [130]
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Secondly, any newly developed micro-CMM probe should act isotropically. This is essential to
help result in the lowest overall probing error, and to ensure that the possibility to implement
surface scanning with that probe is increased.
Finally, all new probes should operate easily in an industrial metrology environment with a clear
set of operational strategies. This will make the probe commercially viable. Also, the probe
should operate within the framework of existing specification standards, so that it is easy to test,
easier to implement within existing industrial environments and easier to compare to existing
technologies.
These three identified knowledge gaps correlate exactly with the Thesis Objectives.
Therefore, to address these three knowledge gaps, a vibrating micro-CMM probe was designed at
NPL. This probe forms the subject of this thesis; however some work was completed before the
start of this PhD. This background knowledge, and some minor work involving the manufacture
and assembly of the probe, will be reported in Chapter 3.
2.7 Conclusions on the review of existing micro-CMM probes
Following this review of existing micro-CMM probes, which includes a review of their capabilities
with respect to a set of standard, universally agreed, requirements, it can be concluded that there
are several gaps in the current body of knowledge which must be addressed. These gaps will
directly impact on the ability of the project results to address the Thesis Aim:
“to develop and operate a contacting probe such that it enables existing
micro-CMMs to reliably measure sub-100 μm features in three dimensions to an
uncertainty below 100 nm”
To address this Thesis Aim, a novel vibrating contacting probe for micro-CMMs has been de-
signed at NPL. A set of Thesis Objectives can be developed, based on the identified knowledge
gaps, to investigate the capability of the NPL vibrating micro-probe to address the Thesis Aim.
The Thesis Objectives will directly address the three main features that the NPL vibrating
micro-probe should exhibit to be more advanced than its predecessors. The Thesis Objectives
are:
• Thesis Objective 1 - To develop and validate methods to operate the vibrating micro-
probe such that it can counteract surface interaction forces in 3D.
• Thesis Objective 2 - To develop and validate a new concept of isotropy that can be
applied to the vibrating micro-probe.
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• Thesis Objective 3 - To ensure the developed vibrating micro-probe can be used in an
industrial metrology environment and can adhere to existing specification standards.
From the three Thesis Objectives, several Research Questions can be defined. These Re-
search Questions are more detailed than the Thesis Objectives, and can be directly ad-
dressed and firmly concluded on at the end of the thesis as metrics for success. The Research
Questions will be presented in Chapter 3.
The background knowledge of the concept of the NPL vibrating micro-probe will be presented




3.1 Introduction to background and research approach
In this chapter, the concept, design and manufacture of the NPL vibrating micro-probe will be
presented. This represents the background knowledge to the thesis.
The Thesis Objectives, identified from the literature review in Chapter 2, will be discussed
further, with respect to the development of a new probe. Following this, the requirements specific
to the NPL vibrating micro-probe will quantified as a set of Research Questions. These
Research Questions will contain clear metrics for success. The research approach will then
be presented, defining the theoretical and experimental work needed to address the Research
Questions.
3.2 The NPL vibrating micro-probe - background know-
ledge
To address the need for 3D counteraction of surface interaction forces, and the need for isotropic
operation, a micro-CMM probe was conceived at NPL that was designed to operate in a vibrating
mode [131]. This probe is referred to as the NPL vibrating micro-probe, or the vibrating micro-
probe. The design of the vibrating micro-probe is based on a silicon-based micro-probe, also
designed at NPL [132, 133].
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Figure 3.1: Schematic of the NPL vibrating micro-probe
3.2.1 The concept and design of the vibrating micro-probe
The vibrating micro-probe consists of a triskelion flexure array, housed in a MEMS device,
assembled with a sphere tipped micro-stylus [133]. The system was designed to vibrate by using
six piezoelectric actuators (two on each flexure). It was suggested that the vibration of the
probe could be controlled such that the stylus tip is always vibrating normal to the measurement
surface [131]. The vibration of the probe could also be controlled so that the acceleration of the
stylus tip is sufficient to counteract the surface interaction forces between the micro-stylus tip
and the measurement surface during contact measurement.
Interaction with the measurement surface produces a change in vibration characteristics and is
determined by two PZT sensors on either end of each flexure. The basic design of the vibrating
micro-probe is shown in figure 3.1.
The mechanical design of the flexures was completed to mimic the capabilities of the NPL SCMM
probe [16], as well as emulate several of the design features of the probe by Pril et. al. [49, 50].
Computational mechanics and finite element (FE) analysis was used to model and simulate
the performance of the conceptual design of the vibrating micro-probe. Simulations were used
to compare several design options for the layout of the piezoelectric sensors for their output
sensitivity [131]. The four modelled cases are shown figure 3.2, with the manufactured case being
D.
Several further FE analyses were completed using the vibrating micro-probe as a test case [134,
135]; however, these did not result in any changes to the design.
CHAPTER 3. BACKGROUND AND RESEARCH APPROACH 67
Figure 3.2: Diagram of the four investigated design options for the layout of the piezoelectric
elements [131].
Figure 3.3: Image of the triskelion chip. When assembled with a micro-stylus this will form a
vibrating micro-probe.
3.2.2 Manufacture of the triskelion chip
To fully realise the probe, MEMS production methods were used. This enabled very small
and thin flexures to be made via deposition and chemical etching. The realised triskelion-
flexure MEMS device is shown in figure 3.3. To best control the sensitivity of the sensors, a
sol-gel spinning technique enabled the PZT elements to be deposited onto the flexures to a
well-controlled thickness. It is essential that the thickness of the PZTs be controlled during
production because the thickness of the PZT sensors is responsible for 83% of the sensitivity of
the device output [136].
The drive and sensing capabilities of the vibrating micro-probe were designed to be achieved
through the integration of PZT and the triskelion flexures to create a unimorphic structure [131].
The composite sol gel deposition process was also used to compensate for the incompatibility
between sintered PZT (processed at 1200 °C) and the mechanical and electrical materials (nickel,
platinum and silicon), which are processed at 700 °C. To provide the active and sensing elements
on the flexures of the probe, PZT thick films were deposited at these low temperatures resulting
in a high quality functional ceramic integrated directly with the materials. The PZT layer was
deposited on a sacrificial silicon substrate. The metallic structural support material was then
deposited. After completion of the device, the sacrificial silicon layer was removed, resulting in a
silicon-free device. The active structure of the device was manufactured from nickel rather than
silicon in order to realise a more physically robust structure. A full account of the manufacture
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of the triskelion chip can be found in [131]. A number of adjustments had to be made to the
initial design dimension of the flexure width, primarily to accommodate the electrical connection
tracks to the actuator and sensor areas, and to allow for the potential threat of PZT over-etch
during the creation of the flexure legs.
3.2.3 Production of the micro-stylus
The sphere-tipped stylus is manufactured from tungsten by using a hybrid process of wire electro-
discharge grinding (WEDG) and one-pulse electric discharge machining (OPED) [137]. A tung-
sten rod, approximately 50 µm in diameter, is produced using WEDG. The tip is then subjected
to a single, high-energy pulse that melts the material. This rapidly solidifies into a sphere due to
surface tension forces. The diameter can be controlled by varying the duration and peak electric
discharge current of the pulse. Currently, this vibrating micro-probe uses a stylus tipped with
a nominally 70µm diameter sphere. The surface roughness of the spherical tips produced using
this technique are significantly better that those fabricated using WEDG or micro-EDM alone
[137].
An important effect of decreasing the size of the probe tip is the reduced ability to ascertain its
effective radius through classical qualification. Such qualifications are essential for the operation
of any CMM to ensure the radius correction is properly included in any contacting measurements
taken [138]. The measurement of stylus tips is a major challenge, especially as classical tech-
niques, such as the measurement of a precision reference sphere, are unsuitable. Initial diameter
and form quality control measurements can be taken during the manufacturing process, by us-
ing the movement axes of the manufacturing platform as measurement axes [139]. Currently,
novel techniques, such as multi-reversal using three spheres [140], result in an average radius and
form value, and an indication of the 3D shape of the sphere; however, this and other techniques
quickly become unsuitable for spheres below approximately 100 µm. Optical techniques for the
calibration of the shape, form and surface texture of probe tips below 100 µm with target un-
certainties below 20 nm are being developed at NPL [141]. This level of uncertainty is required
because the form variation of probe tips below 100 µm is similar to the desired uncertainty of the
resulting measurement, therefore, a more detailed, and indexed, map of the probe tip is required
to more accurately apply probe radius corrections. As of yet, no probe tip calibration has been
completed on the stylus.
3.2.4 Assembly of the vibrating micro-probe
Several assembly routes were suggested for the vibrating micro-probe [142, 143]. Assembly of
the flexure MEMS device and the spherical stylus tip was finally completed using a miniaturised
assembly setup comprising a dedicated miniature robot [144]. The setup is installed at Technische
Universita¨t Braunschweig (TUB, Braunschweig, DE). A micro-gripper was connected to the robot
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Figure 3.4: Image of the assembly system setup at TU Braunschweig. The flow box enclosure
for the assembly system ensures a low noise environment for operation, free from disturbing air
currents. Image courtesy of TU Braunschweig
and two microscope cameras were arranged within the workspace with front and lateral views.
A fixture was designed and manufactured to hold the triskelion chip on a tip-tilt table within the
robot’s workspace. The capability of this setup beyond that of conventional assembly systems,
including accuracy, repeatability and the scope for automation, is fully described elsewhere [145,
146]. The setup is shown in figure 3.4.
Each assembled vibrating micro-probe was visually inspected to establish the orthogonality of
the stylus. This test was completed under a microscope in comparison to a miniature right-angle
standard. Each completed probe was also functionally tested by applying a lateral force on
the stylus to verify sound adhesion between the assembled parts. Twelve micro-CMM probes
were successfully assembled using the method described in [146]. A photograph of a completed
micro-CMM probe is shown in figure 3.5, and a video of the assembly process can be found at
[147].
As a prototype assembly method, processing small volumes of parts, the semi-automated system
described in [145] is sufficient. Automation is used to ensure repeatable volumes of adhesive
are deposited on the triskelion and to ensure repeatable placing of the stylus at the triskelion.
However, many operations, such as picking up and handling of the stylus, and fine adjustments
of the position of the stylus before curing, are completed under manual control. Should there be
a need to scale up the process for higher production volumes, more automation would have to
be implemented.
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Figure 3.5: Image of an assembled vibrating micro-probe
3.2.5 Summary of the background knowledge regarding the NPL vi-
brating micro-probe
A vibrating micro-probe has been designed at NPL to address the limitations of existing micro-
CMM probes. Some background work was completed towards this aim before this PhD started,
however this has been clearly highlighted. A detailed scope of this thesis will be further defined
in this chapter.
The design and intended operation of the NPL vibrating micro-probe is the subject of several
patents [148, 149, 150].
3.3 Research approach
It is clear from Chapter 2 that all recently developed micro-CMM probes are limited in their abil-
ity to operate in micro-scale environments, i.e. below 100 μm. Highly refined mechanical micro-
probes cannot act with a low enough probing force in order to avoid damaging the measurement
surface. Through the development of optomechanical micro-probes, and silicon-based micro-
probes, probing forces have been reduced and more accurate measurements attained. However,
as these systems became more sensitive, the effect of surface interaction forces on the probes
becomes highly detrimental to their operation. To address this, a method for counteracting
surface interaction forces in 3D must be developed, through the use of the existing vibrating
micro-probe concept. This development must include new characterisation techniques suitable
CHAPTER 3. BACKGROUND AND RESEARCH APPROACH 71
for comparing classical probes with 3D vibrating probes. New operation strategies should also
be suggested and discussed to highlight the ease of use of the vibrating micro-probe.
Due to the complex nature of this research, a clear definition of the scope of this work is required,
along with a good understanding of the requirements of micro-CMM probes. A complete research
approach can now be set out. A clear set of metrics will be described at the end of this chapter,
in the form of several Research Questions, to allow quantification of success.
A basic overview of the research approach, and how it is used to link all the individual chapters
of this thesis, is shown in figure 3.6. The research approach consists of four main stages. Initially,
an extensive literature review is completed into the existing capabilities of micro-CMM probes.
This has been completed and is reported in Chapter 2. Through analysis of this literature, three
main knowledge gaps have been identified that are preventing further development in this area.
These three knowledge gaps are: a lack of ability to counteract surface interaction forces in three
dimensions on the micro-scale; no existing definition of isotropy for vibrating micro-CMM probes;
and no agreed strategies for use for any 3D isotropic vibrating micro-CMM probes. These three
knowledge gaps correlate directly with the objectives of this work.
With this definition complete, the second stage, a theoretical modelling stage, can be addressed.
An understanding of surface interaction forces at the micro-scale, and how the mechanical and
geometrical considerations of the vibrating micro-probe can be utilised to define the theoretical
capabilities of the probe will be defined. This stage of the work will be reported in Chapter 4.
The third stage is experimental validation of the vibrating micro-probe. The main experimental
work will focus on confirming that the probe has the ability to counteract surface interaction
forces in three dimensions at the micro-scale, and also that the vibration of the probe are analog-
ous to isotropic behaviour in more classical micro-probes. This stage of the work will be reported
in Chapter 5.
The final stage involves work to ensure the developed probing system is relatively easy to use.
This will involve the development of normative strategies for use of 3D vibrating micro-CMM
probes. It will also ensure that the developed micro-probe is adherent to existing specification
standards and is, therefore, easily comparable to existing, more classical, micro-CMM probes.
This stage of the work will be reported in Chapter 6.
Using all of the described stages, a set of informed conclusions can be drawn as to the capability
of the new probe, and a clear direction for future work can be defined. This stage of the work
will be reported in Chapter 7.
A detailed description of the research domain will now be completed. This will begin with a
definition of the scope of the work, in the context of the Thesis Aim. The areas of research
that are outside the scope of this thesis will also be clearly defined.
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Figure 3.6: Graphical representation of the thesis structure, detailing the work included in each
chapter, including the research approach that links them.
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3.4 Definition of scope and research domain
This thesis is clearly defined by the Thesis Aim:
“to develop and operate a contacting probe such that it enables existing
micro-CMMs to reliably measure sub-100 μm features in three dimensions to an
uncertainty below 100 nm”
To address this Thesis Aim, there are three main knowledge gaps that must be considered.
Firstly, there currently exist no ways to counteract the surface interaction forces in three di-
mensions. Therefore, methods to counteract the surface interaction forces in three dimensions
should be developed. Secondly, a new concept of isotropy must be developed for application
to vibrating micro-CMM probes. Lastly, a set of operational procedures should be defined for
the newly developed probe, whose mode of operation differs significantly from that of existing
classical micro-probes. These operational procedures will help operate the probe such that it is
easy to use, adheres to existing specification standards, and can be directly compared to other
probes. The three main knowledge gaps define the three Thesis Objectives.
These three Thesis Objectives will now be discussed so as to clearly define the scope of the
work. Following this, a clear definition of any work outside this scope, but still related to the
development of a micro-CMM probe, will also be discussed.
3.4.1 Counteraction of surface forces
Even though the method of vibrating a stylus tip to negate the effect of stiction has already been
documented, the developed methods are only one dimensional. Also, the existing methods cannot
easily, if at all, be expanded into two or three dimensions. There are several methods that have
been attempted, including: extensive alteration of the CMM probe head to allow manipulation
of a one dimensional vibration through articulation and rotation [117] or the random application
of agitation to simply mitigate the effect of surface interaction forces [89, 97]. Therefore, an
improvement on vibration control is an area of investigation and development within this project.
3.4.2 Isotropy
Isotropy is clearly defined for static CMM probes as having equal stiffness (measured in newtons
per metre) in all directions of operation. Isotropy has also been linked to the sensitivity of the
detection capability of the probe [82]. The importance of isotropy during micro-CMM probing
has been described previously in section 2.5.3. One way of determining the probing forces, and
therefore isotropy, of classical CMM probes is to use a force sensor [72, 151]. However, this is not
the case for vibrating systems because, due to the mode of intended operation, there is reduced
surface contact time, meaning existing force sensors may not react fast enough to determine the
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contact force. A further reason for the lack of expertise in the characterisation of the isotropy
of a vibrating system is that there is a lack of 3D vibrating micro-CMM probes whose isotropy
requires determination.
In terms of measures of the capability of micro-CMM probes, most definitions are equivalent,
i.e. probing repeatability of triggering, probe resolution, length measuring error over a specific
deflection length. However, it is expected that when considering isotropy, normal definitions
do not apply to a vibrating micro-probe. Instead, an alternate definition of isotropy will be
developed, that focuses on the vibration frequency and characteristics of the micro-probe.
3.4.3 Ease of use
It is essential that any developed probe be easy to implement in an industrial metrology en-
vironment, if it is to be commercially viable. Due to the novel mode of operation, and the
unique testing procedures that will be planned, it is expected that significant changes to clas-
sical operating procedures will be needed for the vibrating micro-probe to act in a similar, or
at least comparable, way to classical micro-probes. Therefore, new operational strategies will
be developed from experience gained during work completed in testing and validation, and will
define expected operation for the vibrating micro-probe.
Also, an important inclusion into the Thesis Aim is that any probe developed during this
work should be immediately applicable to existing micro-CMM platforms, such that no major
alterations to the operation mechanics or kinematics of the system are required. Once installed
onto a suitable CMM, the probe should adhere to existing specification standards. The suitable
standards will be reviewed and the adherence of the vibrating micro-probe will be discussed.
3.4.4 Limits
It is essential that a set of clear limits are placed on this work from the beginning. This is
especially true when the work is a continuation of previous developments [131]. Also, given the
possible size of the project, and its reliance on several experimental technologies, it is prudent to
define what is outside of the scope of the project. Much of the work described by these limits is
essential to the development of the vibrating micro-probe, and, when necessary, will be nominally
described within the text of this thesis and will be correctly referenced.
3.4.4.1 Predefined design
The design of the vibrating micro-probe that is presented here has not been developed within
the scope of this thesis. The design process occurred previous to the start of this PhD. No
further major changes will be made to the design. A geometrical and mechanical study into
use of the triskelion structure as a low force transfer artefact has been completed elsewhere
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[152, 153], the results of which had little effect on this work. It should be noted, however, that
one superficial changes was been made to the probe design, to include a polymer encapsulation
layer. This change was completed in consultation with the manufacturer and resulted in no
discernible mechanical change to the system. The reasoning behind this change is described in
Chapter 6.
3.4.4.2 Manufacture of the triskelion-flexure MEMS devices
Following on from the initial design exercise, a clear manufacturing route for the triskelion-flexure
MEMS chip, containing the active elements and the triskelion flexure array, was developed. This
process, which made the first prototype chips used for the formulation of this project, was
completed in an external research laboratory. The manufacturing routes taken advantage of
during the work were well established at the beginning of this project. Any manufacturing runs
completed during this project were commissioned and funded by the project. A description of
the route can be found elsewhere [135]. No major changes were made to the manufacturing route
used.
3.4.4.3 Manufacture of the micro-stylus
The styli described as part of the developed probe are monolithic tungsten micro-styli that
are made through a hybrid manufacturing technique of WEDG and OPED [137, 139]. The
manufacture of the micro-styli is a process that is still experimental and is far beyond the
development scope of this PhD. However, the production technique was adopted and developed
to manufacture a stylus that was nominally ideal for the vibrating micro-probe.
3.4.4.4 Assembly of the vibrating micro-probe
Following the manufacture of the triskelion-flexure MEMS chip and the micro-stylus, The as-
sembly of these constituent parts must be considered. A complete vibrating micro-probe is
assembled from one triskelion-flexure MEMS chip and one micro-stylus. The development of a
specialised micro-scale assembly route for these probes occurred during the working period of
the PhD, and was completed in collaboration with external research establishments [145, 146].
However, because the physical assembly was completed at an external establishment and using
specialised equipment that was developed as part of an external project, this work will be referred
to, but not described in detail.
3.4.4.5 Measurement of the stylus-tip
A physical property of the micro-stylus, that is essential for the operation of the probe, is the
quality of the stylus tip. This quality is almost exclusively related to its form error, or sphericity.
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This stylus tip form error is a contributor to the final probing uncertainty. For the purpose
of this PhD, and especially because the manufacturing of these styli is outside the scope of the
work, it is assumed that the tips are perfectly spherical. It is known that, qualitatively, the stylus
tips are not truly spherical, however, because of the size of the stylus tips (less than 100 µm),
it is widely acknowledged that classical probe tip verification techniques, such as probing of a
high precision reference sphere [138] is not fully suitable [140]. Direct characterisation of stylus
tips, through interferometry, is a technique that is being developed as part of an a Europe-wide
research project [141], and may be the preferred technique for the high precision characterisation
of micrometre scale stylus tips.
However, verification of the virtual stylus tip will be discussed in the fourth stage of this PhD.
Most importantly, the strategies required for probe tip verification will be suggested, but the
implementation of these strategies involves installing the probe on a micro-CMM. Given the
complexity of this task, the installation of the probe onto an existing micro-CMM is deemed
outside the scope of this project.
3.5 Definition of research questions
So far, the contents of this chapter has described the knowledge gaps that are blocking the devel-
opment of a vibrating micro-probe and, therefore, the objectives of this work. These knowledge
gaps were highlighted with direct reference to literature published in the area of micro-CMMs.
Also, a clear specification of requirements for any probe has been described, against which the
operation of any new probes can be judged. These requirements will now be presented with
direct reference to the NPL vibrating micro-probe.
3.5.1 Stylus dimensions
Although the development of the experimental technique for the manufacturing of the micro-styli
is outside the scope of the project (as is the probe assembly technique), the design of the stylus
is within the scope. A stylus must be designed that allows the probe to measure sub-100 µm
features to high accuracy in 3D. Also, the stylus should have dimensions that are reasonable
by comparison to other existing micro-CMM probes, in terms of tip diameter and length, i.e.
aspect ratio. The dynamic response of any designed stylus should also be considered, given that
the final probing system is designed to vibrate.
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3.5.2 Probe error
Several measures of the capability of the probe to complete measurements are often quoted,
including probing repeatability of triggering, probe resolution or length measuring error over a
specific deflection length.
Any new micro-CMM probe should exhibit highly repeatable operation. The repeatability of a
probing system is a major contribution to any uncertainty calculation completed after a measure-
ment has been made, and will, therefore, have a direct effect on the accuracy of the micro-CMM.
It is usual that a repeatability is quoted by the manufacturer as an indication of the reliabil-
ity of the system. It is unusual for a user of a commercial micro-CMM to try and determine
the repeatability of the probing system, as this will require the probe to be removed from the
micro-CMM and tested. Testing procedures for the repeatability of a probe are best determined
during development.
Repeatability tests on probes are usually completed though the repeated probing of ideal surfaces,
using an external precision manipulation system. Through running these tests for extended
periods, a clear indication of the capability of the probing system over individual probing points
and drift over extended periods of time can be determined. It is usual that an ideal surface,
such as a gauging surface, is used, and that the time period is several hours. A gauging surface
is usually used because it is a polished, flat surface, is free from contamination (if well kept)
and is a good example of a surface used during routine measurements of micro-CMMs. The
extended test period of several hours is an extreme condition for testing, as it is unusual that a
measurement task will take this long. However, if the probe proves to be repeatable over several
hours, it can be deemed to be suitable for use over an extended time period, which is a useful
trait for any CMM probing system, regardless of scale.
In order to directly address the Thesis Aim of reliably reducing the 3D measurement uncer-
tainty of micro-CMMs to below 100 nm using the vibrating micro-probe, it is estimated that the
repeatability of the probe should be below 10 nm. A probing error of 10 nm is comparable to the
most accurate probe currently available, as described in table 2.4.
The accuracy of the probe should also be determined using an external precision manipulation
system. Due to the requirements of these CMMs to measure linear distances to sub-micrometre
accuracy, the probe is also required to have some form of distance measurement capability, which
must be accurate, as well as repeatable. The inclusion of strain gauges into modern, commercially
available, probes, both macro-scale and micro-scale, has resulted in probes that can determine
distance measurement within the operation range of the strain gauge, and also within the elastic
range of the flexures. Subsequently, an indication of a zero position within the probing operation
can be determined. Some appreciation of the over-travel of the probe can also be gained, to the
benefit of the both the measurement system, and the safety system of the CMM.
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To determine the accuracy of the probe, a similar experimental setup to the repeatability tests
will be required. However, a further capability of the precision manipulation system is that it
be accurate in its positioning capability, so that a direct comparison can be made between the
position of the stage and the signals collected from the probe. From this, a length measurement
scale can be attributed to the probe. A major limitation of the determination of this length
scale will be the repeatability of the probe, as from this an appreciation of the accuracy of any
scale conversion from probe output to length can be obtained. However, it is estimated that
it should be a requirement of the probe that it accurately determine length to 20 nm over the
maximum over-travel of the probe. In the case of a vibrating probe, this over-travel distance
is not a function of the elastic limit of either the strain gauges or the flexures, but instead is a
distance equal to the amplitude of the vibration of the probe.
3.5.3 Isotropy
Isotropy is an essential characteristic of any CMM probe, and it describes the capability of the
CMM to act equally in all probing directions. This becomes particularly useful when the probing
system is being used to take measurements in scanning mode, and the action of the probe is
constantly changing with the surface of the measured part. Currently, isotropy is validated on
static probes through determining the spring constant in each probing direction, or at least in
the vertical and lateral directions.
Due to the active nature of the vibrating micro-probe, it is difficult to use the spring constant
method for determining the extent of isotropy. Therefore, a new concept of isotropy, with
respect to vibrating probes, is to be developed. This will involve ensuring that the probe is able
to act equally in all probing directions, by ensuring that it can vibrate at the same amplitude
and frequency in all probing directions. To determine whether the probe acts isotropically, a
validation experiment will be run where the probe is interacted with an array of angled faces.
Initially, these experiments will be run in the lateral directions. Through these experiments, the
ability of the probe to act equally in each lateral direction will be confirmed. The probe will be
deemed to act isotropically if it is able to vibrate with similar amplitudes (to within a pre-defined
range) in all lateral and vertical directions, while being active at one vibration frequency.
3.5.4 Probing force
The probing force of a CMM probe is often quoted as an indication of the amount of measurement
surface damage that can occur during use. However, during the development of new micro-CMM
probes, as reported in Chapter 2, several attempts were made to lower the probing force, usually
by reducing the stiffness of any suspension elements, and increasing the sensitivity of any sensor
elements. This had the adverse effect of making the probes susceptible to the surface interaction
forces, which resulted in the development of vibrating probes.
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As with isotropy, methods to determine the probing force for a vibrating micro-probe are not
yet available. Therefore, some indication of the probing force of the vibrating micro-probe will
be estimated.
3.5.5 Ease of use
As has been previously stated, the ease of use of any probe will have a marked effect on its
uptake in industry. To address this, a set of operational strategies will be developed, based on
lessons learnt during testing, to ensure the probe is easy to use. Also, a clear statement on the
adherence of the probe to existing specification standards will be made.
3.5.6 Summary of research questions
Using the previously defined micro-CMM probing requirements, and also theThesis Objectives
derived from the knowledge gaps, a succinct set of Research Questions can be defined. These
will be revisited in Chapter 7 as a definition of the success of this work. These Research
Questions are directly linked to the three Thesis Objectives, and are numbered accordingly.
Research Questions related to Thesis Objective 1 - To develop and validate methods to
operate the NPL vibrating micro-probe such that it can counteract surface interaction forces in
3D:
1.1 Can a stylus be designed that has a stylus tip diameter below 100 µm, an aspect ratio
similar to existing micro-manufactured features, and is suitable for use with a
vibrating micro-probe?
1.2 Can a vibrating micro-probe be operated with a probe point repeatability of 10 nm?
1.3 Can a vibrating micro-probe be operated with a length measuring error over the
maximum deflection length of 20 nm?
Research Questions related to Thesis Objective 2 - To develop and validate a new concept
of isotropy that can be applied to the vibrating micro-probe:
2.1 Can a new concept of isotropy be developed that relates to a vibrating micro-probe,
and can this concept be used with the vibrating micro-probe?
2.2 Can any indication of the probing force of a vibrating micro-probe be determined?
Research Questions related to Thesis Objective 3 - To ensure the developed probe can be
used in an industrial metrology environment and can adhere to existing specification standards:
3.1 Can a set of operational strategies be developed for a vibrating micro-probe that
prove its ease of use?
3.2 Can a vibrating micro-probe be adherent to existing specification standards?
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The five micro-CMM probing requirement of stylus dimensions, probe error, isotropy, probing
force and ease of use are inexorably linked, such that some cannot be fulfilled without others.
For example, if the detection capability of the probe is very repeatable, then it is more likely
that an accurate scale can be put on its operation. Likewise, for a probe to act isotropically, it
should also act accurately in all directions. All of these requirements are also closely linked to
the probe’s ability to counteract the surface interaction forces that are prevalent at the operation
scale of this probe.
Following the work contained within these first three chapters, especially the definition of the
Thesis Aim, Objectives and Research Questions, the technical work of this thesis can now
be presented.
Chapter 4
Theoretical modelling of the
vibrating micro-probe
4.1 Introduction to modelling of the vibrating micro-probe
The contents of this chapter will report all of the theoretical work conducted with regards to the
NPL vibrating micro-probe. A wide range of modelling work has been completed, both finite
element (FE) and analytical.
The work described in this section builds on the earlier modelling exercises that were carried
out during the early stages of the design process. The previous work, described by Stoyanov
et. al. [131], was sufficient for informing the design process; however, little further work was
continued to model the mechanical characteristics of the probe or its operation. In order that the
operational requirements be correctly defined, and to allow for efficient design of experiments,
several further models were developed.
Firstly, the mechanical aspects of the constituent parts of the micro-probe will be considered
and modelled. This will include: the mechanical characteristics of the triskelion-flexure MEMS,
especially its frequency response to applied masses (corresponding to assembled styli); and the
design and mechanical characteristics of micro-styli suitable for use with the triskelion-flexure
MEMS to form a fully working probe.
Following this, a set of models of the probe when operating in vibrating mode were developed.
These models will consider both the mechanical operation of the probe and the electrical op-
eration of the probe. The electrical model will begin to estimate the input signals required to
control the vibration of the vibrating micro-probe.
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The combination of the mechanical and electrical models can be used to design a set of algorithms
that will control the vibration of the probe during use, ensuring that the interaction vector
between the probe and the measurement surface is always optimal and therefore isotropic. This
will directly address the development requirements of Thesis Objective 2.
Subsequently, a detailed analysis of the surface interaction forces prevalent in low force, high
accuracy contact probing will be conducted. This exercise is essential for the continued devel-
opment and validation of the probe, as the counteraction of these interaction forces is the main
reason for the probe operating in a vibrating mode. Once the investigation into the surface
interaction forces is complete, their effect on the operation of the vibrating micro-probe can be
considered. This will directly address the development requirements of Thesis Objective 1.
At all stages in the modelling process, the limitations of the developed models are considered
and discussed. This is essential, as the validation experiments will be developed based on the
results of these models. Therefore, an understanding of any possible errors is key.
4.2 Mechanical modelling of the constituent parts of the
micro-probe
4.2.1 Introduction to mechanical modelling
The vibrating micro-probe is a MEMS formed from the assembly of two major structural ele-
ments. These are the triskelion-flexure MEMS and a sphere-tipped micro-stylus. As can be seen
from the contents of Chapter 3, the design of the triskelion-flexure MEMS has been predeter-
mined before the start of this PhD. Therefore, as few changes can be made to the triskelion-flexure
MEMS, instead work has been completed in better understanding its mechanical characteristics,
both statically and during dynamic operation.
Conversely, the design of the sphere-tipped micro-stylus was undetermined during the design
stage of the probe, and was identified as a research requirement in Research Question 1.1.
Therefore, a set of model based techniques have been developed to determine the optimal geo-
metry for the stylus, based on knowledge of the existing constraints. There are two main con-
straints placed on the design of the micro-stylus. A geometrical constraint is that the stylus
must fulfil the requirements for use as part of a micro-probe by having a suitable aspect ratio
(therefore, a suitable tip diameter and effective stylus length). A second constraint is that, when
assembled with the triskelion-flexure MEMS, the stylus should not significantly interfere with
the mechanical characteristics. A further limitation stems for the capability of the techniques
available for the manufacture of the sphere-tipped micro-stylus.
CHAPTER 4. THEORETICAL MODELLING OF THE VIBRATING MICRO-PROBE 83
Figure 4.1: Concept design for the triskelion-flexure MEMS [131]
The work completed in the area of mechanical modelling of the triskelion-flexure MEMS and the
sphere-tipped micro-stylus will be presented and discussed. To conclude, the final design of the
sphere-tipped micro-stylus will be presented.
4.2.2 Modelling the triskelion flexure system
During the design process, an FE model of the triskelion-flexure MEMS was programmed to
enable certain aspects of the device to be tested. This model was developed by Stoyanov et.
al. at the University of Greenwich (London, UK) [131]. These aspects were initially limited to
geometrical design and material makeup based on certain requirements, including isotropy and
ease of manufacture. Following this, a further design step was implemented that investigated
the sensitivity of the piezoelectric sensors with respect to size, shape and position.
The FE model of the probe was constructed in ANSYS Release 11.0 [154]. The flexures and
connecting arms were programmed with standard material properties similar to that of nickel:
an elastic modulus of 207GPa, a Poisson’s ratio of 0.31 and a density of 8 800 kgm-3 [155]. The
generic boundary condition for the model is that the ends of the flexures, which would attach to
the silicon chip, are constrained in all six degrees of freedom. The FE model of the triskelion-
flexure array was meshed using the ANSYS default fine meshing parameters, resulting in a model
consisting of approximately 40 000 elements.
The triskelion-flexure structure is oriented such that the piezoelectric elements are upwards
facing, in the +z direction and, therefore, gravity is made to act in the –z direction. An image
of the physical model is shown in figure 4.1.
Modal analysis of the triskelion-flexure MEMS was completed from 1 kHz to 30 kHz and indic-
ated that the structure had a natural frequency of approximately 5 kHz [131]. The results of
these investigations form the background for this work on the modelling of the triskelion-flexure
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Figure 4.2: Graph of the deflection of the FE model of the triskelion plotted against applied
mass
MEMS. Following the initial investigation, the FE model was transferred from the University of
Greenwich to NPL for further analysis, and the following work was completed.
The first test completed on the FE model of the triskelion-flexure MEMS was an investigation
into its elastic properties. This is an important property to note due to its close link to resonance,
and therefore to the dynamic performance of the vibrating micro-probe.
To complete the harmonic analysis test, a range of point masses up to 250 µg were implemented in
the FE model at the central island of the triskelion-flexure structure and the resulting deflection
was recorded. These masses were simulating the effect of assembling a stylus onto the z motion
of the central island of the triskelion-flexure MEMS, with a mass of 250µg being an estimate
for the upper limit of the mass of a sphere-tipped micro-stylus of sufficient aspect ratio for this
micro-probe. This upper mass limit is estimated as the mass of a tungsten carbide test stylus,
3mm long and 150 µm in diameter. The results of these tests are shown in figure 4.2, where
resulting deflection of the triskelion-flexure MEMS is plotted against the applied mass.
The data shown in figure 4.2 is a force versus displacement plot. Therefore, the gradient of the
best fit line through the data is an indication of the spring constant of the triskelion-flexure
MEMS. To convert the applied mass to the applied force, an acceleration factor equal to the
acceleration due to gravity is used, in this case 9.81m s-2. Some uncertainty is present in the
data shown in figure 4.2. Assuming that all the input parameters are correct, there is a finite error
in the measured deflection equal to the resolution of the solution of the model. The resulting
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Figure 4.3: Graph of the first natural frequency of the FE model of the triskelion plotted against
applied mass
spring constant estimate for the triskelion-flexure device is 3.6Nm-1 ± 0.1Nm-1. As it is unlikely
that a stylus will be constructed that has a mass below 10µg, any styli with masses below 10 µg
were omitted from the calculation of the spring constant. Also, it has been previously determined
that, for small deflections of the triskelion-flexure system, there exists a parasitic rotation of the
central island [152], further suggesting that low mass styli should not be considered.
Following this static investigation, an understanding of the dynamic response due to applied mass
can also be considered. The resulting first natural frequency of the triskelion flexure MEMS can
be calculated by considering the spring constant calculated using the previously noted equation.
The results of this analysis are shown in figure 4.3.
Through this analysis, an appreciation of the mechanical properties of the triskelion-flexure
MEMS have been obtained, especially its mechanical reaction to the assembly of a micro-stylus
whose mass lies in the range 1 µg to 250 µg. From this analysis, an estimate of the spring constant
of the system has been calculated, as well as an understanding of the effect any assembled micro-
stylus will have on the resonance frequency of the resulting completed probe. To continue this
investigation, a more complete description of the micro-stylus is required, beyond its mass.
CHAPTER 4. THEORETICAL MODELLING OF THE VIBRATING MICRO-PROBE 86
4.2.3 Modelling the stylus
The sensitivity of any classical CMM probe is closely related to the compliance of the stylus
compared to that of the probe’s flexures and sensors. Ideally, an infinitely stiff stylus should
be used so that the force imparted on the stylus as a result of surface contact is transmitted
directly to the probe’s sensors. This is, however, an impossible scenario, and the best case results
when the stiffness of the stylus is several orders of magnitude higher than the flexures of the
probe, or when the resulting bending of the stylus can be estimated, or even measured during
the qualification of the probe. It is essential, therefore, to understand the physical properties
of the stylus prior to manufacture, so that the optimal stylus can be designed and assembled
with the triskelion-flexure MEMS to form a probe. This requirement is specifically addressed in
Research Question 1.1.
Another essential requirement for the design of a stylus is ensuring that its geometry is suitable for
the intended measurement task. For many mechanical CMM probes, especially those associated
with classical CMMs, the probe styli are interchangeable, and in fact can be individually designed
and manufactured for specific measurement tasks without much cost or effort. This is not the
case for most micro-CMM probes.
Finally, classical modelling exercises are not entirely applicable when considering a vibrating
micro-CMM probe. As well as the classical tests for geometry, stiffness and deflection, the effect
of the micro-stylus on the vibration of the probe, especially its frequency and amplitude, must
be calculated, and the effect of forced vibration on the micro-stylus itself must be considered.
Therefore, a set of trial micro-styli were designed that fulfilled the dimensional and material
requirements for the micro-probe. The dimensional constraints were that the spherical stylus tip
should have a diameter of less than 100 µm, a shaft diameter that tapered from a maximum of
200 µm to a minimum of 30 µm and a total length between 1mm and 3mm. This results in a set
of probes whose aspect ratios range from 5 to 100. These constraints offer an aspect ratio able
to access typical structures in MEMS and micro-manufactured products. These dimensional
limits are defined according to the required tip diameter and aspect ratio, but also from the
standard stylus design paradigm. It should be noted that there are sometimes two calculable
aspect ratios for any given stylus; the aspect ratio (as calculated by the full length of the stylus
and its maximum diameter) and the effective aspect ratio, or effective working aspect ratio (as
calculated from the stylus tip diameter and the effective working length [83]. See figure 2.27 for
further details). In most cases throughout this work, the effective stylus aspect ratio will be
reported, as it best describes the working capability of the stylus. A list of eighteen test stylus
designs is presented in table 4.1. A graphical representation of the stylus geometry is shown in


















































Table 4.1: Description of the eighteen modelled styli used to investigate the mechanics of the vibrating micro-probe
Name Length /mm Upper diameter /µm Lower diameter /µm Stylus aspect ratio Effective stylus aspect ratio
No stylus 0 0 0 - -
Composite 1 a 1 50 30 10 16.67
b 2 50 30 20 33.33
c 3 50 30 30 50
Composite 2 a 1 100 50 5 10
b 2 100 50 10 20
c 3 100 50 15 30
Composite 3 a 1 200 70 2.5 7.14
b 2 200 70 5 14.29
c 3 200 70 7.5 21.43
Stylus 1 a 1 30 30 33.33 33.33
b 2 30 30 66.67 66.67
c 3 30 30 100 100
Stylus 2 a 1 50 50 20 20
b 2 50 50 40 40
c 3 50 50 60 60
Stylus 3 a 1 70 70 14.29 14.29
b 2 70 70 28.57 28.57
c 3 70 70 42.86 42.86
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Table 4.2: Material properties of tungsten, tungsten carbide and nickel [155]
Tungsten (W) Tungsten carbide (WC) Nickel (Ni)
Density / kgm-3 19 254
15 000 (6% Co)
8 907
14 200 (12% Co)
Young’s modulus /GPa 411.0 534.4
199.5 (soft)
219.2 (hard)
Poisson’s ratio 0.280 0.22
0.312 (soft)
0.306 (hard)
Following the definition of these eighteen test styli, a set of tests can be devised that will enable
an ideal stylus be chosen from this test set, or that a new stylus be designed, based on the results
of the described tests, that is more ideal.
One initial observation is that composite stylus 2a and 3a, which has an effective aspect ratio of
below 10, is likely to be geometrically unsuitable for the vibrating micro-probe. Therefore, this
stylus will no longer be considered in these tests (although, for completeness, the results will be
reported).
The material constraints placed on the stylus require it to be manufactured from a material with
low density and high Young’s modulus. The former allows for a low stylus mass, resulting in a
higher operational frequency. The latter of these constraints helps to ensure high stiffness of the
stylus, hence ensuring maximum sensitivity to transmit amplitude changes due to contact with
the measurement surface. However, these two properties are usually mutually exclusive. The
requirement of the high stiffness of the material was chosen as the property to focus on when
choosing suitable materials, because it relates to the mechanical properties of the material rather
than just its mass.
The most suitable material that fulfils the stiffness requirement, while also exhibiting a relatively
low density, is tungsten carbide. However, most physical realisations of this material are a
metal matrix composite, such as cemented carbide or tungsten-carbide cobalt. Due to this, the
manufacturing process intended to produce a monolithic stylus with a spherical tip will not
function well, resulting in either a very rough, non-spherical tip, a tip with a heavily carbonised
surface, or no recognisable spherical tip at all [137]. Therefore, given the limits placed on the
design of the stylus due to the manufacturing method, tungsten will be considered as the most
suitable material for the manufacture of the stylus. The physical properties of tungsten, tungsten
carbide and nickel (the material used to manufacture the triskelion flexure device) are considered
in table 4.2.
Given the material properties of tungsten, the respective ideal masses of the eighteen test styli
can be calculated. This would be a reasonable estimate for the resulting mass of a stylus produced
to these specifications. Included in the mass for each test stylus is a sphere of the same material,
70 μm in diameter. A stylus tip diameter of 70 μm was chosen to represent a size smaller than the
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current state-of-the-art for micro-CMM styli. The resulting calculated masses for the eighteen
test styli are shown in table 4.3.
Following these definitions, a set of calculations can be completed that estimate the effect each
of these styli will have on the ideal operation of the micro-probe. Firstly, using the previously-
described estimations of resonance changes due to increased mass, the resonance frequencies of
probes assembled from any of the described test styli can be calculated. These results are shown
in table 4.3.
Also, it is important to calculate the resonant frequencies of the micro-styli themselves. It is
essential to ensure that the styli remain straight while the probe is active and, therefore, an
indication of the natural frequency of the styli will demonstrate this.











where βn is a constant linked to the frequency mode that is wished to be calculated (in the case
of calculating the first natural frequency, βn=1.875), D is the diameter of the beam, L is the
length of the beam, ρ is the density of the beam material and Eb is the Young’s modulus of
that material [156]. This equation is valid for the styli described in table 4.1 that have a single
diameter over their entire length. To calculate the first resonant frequency of the composite styli,
however, the styli should be modelled using FE analysis.
A simple 3D CAD model of each stylus was made using SolidWorks 2008 SP5 [157]. This CAD
model was then imported into ANSYS Workbench 11.0 SP1 [154]. ANSYS allows the material
properties of tungsten to be associated with the model of the stylus, and subsequently a frequency
analysis to be completed. The end of the stylus not attached to the spherical tip is constrained in
all six degrees of freedom. The FE models of the styli were meshed using the ANSYS default fine
meshing parameters, resulting in models consisting of approximately 8 000 to 15 000 elements.
Once the frequency analysis is completed, any resonant frequencies detected within the range
of the test are output by ANSYS. For all tests, the range from 0Hz to 1MHz was chosen, as
this represents a highly extended maximum operational range of the probe. The first resonant
frequencies of each non-composite stylus can also be determined through FE analysis. It is
expected that the main contribution to the resonance of the composite styli will be the effective
part, which has a smaller diameter than the main shaft. A set of estimated resonant frequencies
can be analytically calculated for the composite styli taking into account only the effective stylus.
The results of these various calculations and tests are shown in table 4.3.
The differences between the resonance frequencies of the non-composite styli calculated analyt-


















































Table 4.3: Results of the stylus modelling exercise. The results shown in [square brackets] are estimated only.
Name Mass /µg Sag / nm Triskelion resonance /Hz Stylus resonance / kHz (analytical) Stylus resonance / kHz (FE)
No stylus 0 58.0 [4 370.00] - -
Composite 1 a 8.18 102.0 3 782.09 [348.99] 48.55
b 16.36 127.0 2 674.34 [87.25] 15.32
c 24.54 156.0 2 183.59 [38.78] 7.56
Composite 2 a 30.08 171.0 1 972.49 [581.66] 133.33
b 60.16 251.2 1 394.76 [145.41] 39.08
c 90.23 331.5 1 138.82 [64.63] 18.94
Composite 3 a 108.04 380.5 1 040.75 [814.32] 185.14
b 216.08 671.5 735.92 [203.58] 59.78
c 324.12 963.0 600.88 [90.48] 29.34
Stylus 1 a 4.33 80.5 5 197.98 38.78 23.05
b 8.66 104.0 3 675.53 9.70 7.04
c 12.09 124.5 3 001.05 4.31 3.42
Stylus 2 a 12.03 122.0 3 118.79 64.64 52.39
b 24.06 154.0 2 205.32 16.16 14.45
c 36.09 187.0 1 800.63 7.18 6.80
Stylus 3 a 23.58 153.0 2 227.71 90.49 67.16
b 47.16 216.5 1 575.23 22.62 19.22
c 70.74 280.5 1 286.17 10.05 8.99











































Analytically calculated natural frequency / kHz 
Models containing stylus shaft only
Models including spherical stylus tip
Figure 4.4: Graph showing the close correlation between resonance as calculated analytically and
via FE analysis when considering the non-composite stylus shafts only. Also, the relationship
between the analytical calculation and the FE models containing the spherical stylus tip are
presented.
model. When analysed without a spherical stylus tip, the FE and analytical results correlated
to within 0.6%, which confirms the validity of the FE model. This correlation, and a compar-
ison between the analytical and the FE results that include a spherical stylus tip are shown in
figure 4.4.
The natural frequencies calculated from the FE analysis of the 3D models that include the spher-
ical stylus tip also correlate well with the effective aspect ratio of the stylus. This correlation is
not so clear when considering the stylus aspect ratio. These relationships are shown in figure 4.5.
The close correlation of the natural frequency determined by FE analysis to the effective aspect
ratio suggests that the resonant behaviour of the stylus is closely related to the effective part
of the stylus. This suggestion was previously made when analytically calculating the natural
frequency of the composite styli based only on the behaviour of the effective stylus. Although
the data from figure 4.5 suggests that this assumption is reasonable, the difference between the
analytically calculated natural frequencies of the composite styli and those calculated through FE
analysis show that the entire stylus does have an effect on the behaviour of the stylus. Therefore,
when considering any composite stylus design, either a more complete analytical solution should
be developed or FE analysis should be used.
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Stylus aspect ratio
Figure 4.5: Graph showing the correlation between effective stylus aspect ratio and the resulting
natural frequency, as calculated using FE analysis. The data corresponding to the stylus aspect
ratio is also presented.
4.2.4 Composite modelling of the triskelion flexure system and the
stylus
Following the separate investigations into the dynamics of the individual components of the
probe, an investigation was completed into the assembled probe system. The 3D model of the
triskelion flexure system was assembled with the various micro-styli and the tip of each stylus
was then subject to displacements of 1 µm in the x -, y- and z -axes. The FE models of the
assembled probes are shown in figure 4.6. These displacements formed a sphere of twenty-six
points around the centre of the stylus tip. The raw static output voltage of the piezoelectric
sensors was recorded and used as a measure of the sensitivity of the micro-CMM probe.
The simulated output voltage was used rather than making a calculation of the deformation of
the stylus because the desired output of the vibrating micro-probe is a piezoelectric signal. Also,
with the stylus dimensions being between 200µm and 30 µm, it is highly likely that all of the
styli will bend to some degree. The most suitable stylus will, therefore, be the stylus that bends
the least and, therefore, also the stylus that produces maximum piezoelectric output from the
sensors on the vibrating micro-probe model. For this work, both stylus 3 and composite stylus 3
were neglected because the final shaft diameter of 70 µm will result in a sphere tip that, although
below 100µm as stated in the requirements, is larger than the more refined requirement of 70 µm
diameter.
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Figure 4.6: Four assembled probes used for sensitivity testing using FE analysis, clockwise from
top left: composite stylus 1, composite stylus 2, stylus 2 and stylus 1. Each micro-stylus was
modelled with a total length of 1mm, 2mm and 3mm.
The combined sensor output of the vibrating micro-probe averaged over all twenty-six displace-
ment points is plotted against the effective aspect ratio of the stylus [158]. This plot is shown in
figure 4.7.
It can be seen that the main factor in determining the sensitivity of the vibrating micro-probe
is the length of the stylus rather than its diameter, with all styli (except stylus 1) showing the
similar sensor output for each specific length.
4.2.5 Summary of the mechanical modelling of the probe
A detailed analysis of the constituent parts of the vibrating micro-probe has been presented and
discussed. Following this, several conclusions can be drawn.
When considering the geometric design, mass, aspect ratio (both probe and effective) and res-
onant frequency of the sphere-tipped stylus, and the resulting sensitivity of the vibrating micro-
probe, it is concluded that composite stylus 2b or composite stylus 2c should be manufactured
for assembly. These styli have an aspect ratio above 10 (20 and 30 respectively), exhibit low
resonance frequencies with respect to the associated assembled triskelion and result in similar
sensor output signals to all other tested styli. However, the ability to manufacture these styli
is a major consideration and, therefore, after discussion with possible manufacturers, the design
was refined to a 2.5mm long stylus, tapering from 0.15mm in diameter to 0.045mm in diameter.
This design is shown in figure 4.8.





























a (1 mm long) 
b (2 mm long) 
c (3 mm long) 
Figure 4.7: Graph of simulated output voltage versus effective aspect ratio for each of the twelve
micro-styli tested [158]. The increase of aspect ratio in the case of each group is due to an
increase in overall length (1mm, 2mm and 3mm). The groups are joined using “curves of best
fit”, however these curves are for indication and clarity only and do not indicate any calculated
trend.
Figure 4.8: Final design of the sphere-tipped micro-stylus for manufacture.
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Table 4.4: Calculated physical properties of the manufactured stylus. The results shown in
[square brackets] are estimated only.
Feature Value
Aspect ratio 16.67
Effective aspect ratio 22.22
Mass / µg 151
Triskelion resonance /Hz 890.63
Stylus resonance / kHz (analytical) [58.17]
Stylus resonance / kHz (FE) 16.30
The tapered section was designed into the manufactured stylus to increase overall stiffness. This
taper represents a common feature of ideal stylus design, but is noticeably absent from the
modelled styli (as shown in figure 4.6).
The physical properties of this manufactured stylus can be calculated, according to the previously
described methods. The results are shown in table 4.4.
It can be seen that the resulting stylus to be manufactured has an effective aspect ratio of above
20, and is expected to result in a probe resonance of about 0.9 kHz. Also, the resonance frequency
of the stylus itself is in the range of 16 kHz, which is far above the expected operation frequency
of the vibrating micro-probe. Therefore, it is unlikely that the stylus will couple to any of the
operational frequencies of the vibrating micro-probe, and if it were to couple, then the resulting
vibration amplitude at the stylus tip will be very small related to that of the programmed
vibration vector amplitude.
Finally, it is concluded that it is possible to design and manufacture a stylus that is suitable for
use with the NPL vibrating micro-probe, as required by Research Question 1.1.
4.3 Modelling the motion of the vibrating micro-probe
4.3.1 Introduction to motion modelling
Following the modelling of the triskelion-flexure MEMS and the micro-stylus, a more detailed
appreciation of the assembled vibrating micro-probe can be determined. This work is aimed at
determining the motion of the probe during operation and while probing, and to ensure it can
act isotropically, as required by Thesis Objective 2. Specifically, a new concept of isotropy
applicable to a vibrating micro-probe is required, as defined inResearch Question 2.1. Though
piezoelectric analysis, an indication as to the control algorithm of the vibrating micro-probe’s
actuators will also be developed.
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Figure 4.9: Geometrical design of the triskelion-flexure MEMS device, including a co-ordinate
system for all subsequent analytical modelling.
Due to the complexity of the FE model, this work will continue using an analytical approach. It is
known that the modelling of the surface interaction forces later in this chapter will be completed
analytically, and the combination of the operational model and the surface interaction model
will be easier to complete if both are analytical.
A mechanical analysis of the probe will be developed, through the use of the designed geometry
of the probe and beam theory. Piezoelectric analysis will be used to determine the effect of the
mechanical behaviour of the probe in operation on the actuators and sensors. From this, a new
concept of isotropy for vibrating micro-probes can be developed, based on the ideal operation of
the probe.
4.3.2 Mechanical analysis of the vibrating micro-probe
Using the known ideal geometry of the vibrating micro-probe, an analytical model can be de-
veloped to investigate its mechanical kinematics. The aim of this work is to calculate the motion
of the point where the flexure meets the connecting arm, referred to as the elbow, with respect
to stylus tip motion. Subsequently, the resulting shape of the flexures caused by that stylus tip
motion can be calculated, which will be required for future piezoelectric analysis.
To begin, a geometrical appreciation of the triskelion body of the probe must be defined. This
is shown in figure 4.9.
From the geometrical definitions shown in figure 4.9, including a co-ordinate system for all sub-
sequent analytical modelling, it can be seen that the +z direction is out of the page, and that the
centre of the central island is the origin (0,0,0). The three flexures, 1, 2 and 3, are constrained in
all six degrees-of-freedom at the end farthest from the centre. All the flexures are joined to the
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central island by rigid connecting arms, which connect to the flexures at the elbows. A graphical
overview of the model of the vibrating micro-probe can be seen in figure 3.1, where the stylus is
pointing in the -z direction. Any motion referred to within this section is as a result of deflection
of the stylus tip.
Several initial observations can also be made with regards to the final aim.
Firstly, it is essential to point out that, given that the size of the stylus and the triskelion
body of the probe is several millimetres, and that the operational deflections of the stylus tip
during operation is not expected to exceed 10 µm, then it is useful to note that the small angle
approximation is always assumed to be valid. Due to this assumption, Cartesian translations of
the stylus tip in x, y and z is expected to result in only z translations of the elbows.
Secondly, it is clear that any vertical, or z, translation of the stylus tip will be transferred directly
to the central island and subsequently to the elbows. This transfer is, of course, dependent on the
stiffness of the stylus in the axial direction, which although not infinite, is very large compared to
the flexural stiffness of the flexures. Therefore, the direct transfer of z motion can be assumed.
From figure 4.9, it can be seen that the connecting arm from the central island to flexure 3 is
co-linear with the y-axis. It is, therefore, logical that the first step of the analysis is completed
using flexure 3 for ease of calculation. The ease of the calculation when focusing on leg 3 stems
from the fact that only stylus tip movement in the y direction will result in motion of the elbow
of leg 3. A more detailed diagram of leg 3 from above and from the side is shown in figure 4.10,
which highlights the global co-ordinate system and labels certain important geometries.
From figure 4.10 it can be seen that: Lb is the length of the connecting arm between the central
island and the flexure, lst is the length of the stylus, and R is the length of the hypotenuse of an
isosceles triangle with sides of length Lb and lst.
By adhering to the small angle approximation, it can be seen that any motion of the stylus tip,
at (0, 0, lst), will result in z motion at the elbow of arm 3, at (0, Lb, 0). This conclusion currently
ignores rotations about any axis collinear with the connecting arms, and also ignores any bending
of the stylus. This is shown in figure 4.11.
From figure 4.11, it can be seen that the y component, Y, of any motion of the stylus will result
in z motion at the elbow of arm 3 equal to Q3. This can also be expressed as
(Lb − Y )2 + (lst +Q3)2 = R2. (4.2)























































Figure 4.10: Schematic of Leg 3 from above, looking in the –z direction (left) and from the side, looking in the –x direction (right).
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A similar analysis can be completed for leg 1. A schematic diagram of leg 1, showing additional
derived geometric lengths, is shown in figure 4.12.
Due to the geometry of the triskelion body, and the chosen global co-ordinate system, it can be
seen that the motion of the stylus tip in both x - and y-directions will result in z motion at the
elbow of leg 1. Therefore, if each component of the motion is considered separately, the following
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Figure 4.12: Schematic of Leg 1 from above (looking in the –z direction). xs and ys are the
effective lengths of Lb projected onto the x - and y-axes.
A similar set of calculations can be completed using the method of similar triangles, as described



































It has been confirmed numerically that both of these solutions result in the same z motion for
each leg when any stylus tip motion (X,Y,Z) is input, as long as the small angle approximation
is adhered to.
Following this analytical solution on the geometry of the vibrating micro-probe, it is now possible
to predict the motion of the central island, the connecting arms, and the elbows resulting from
any small motion of the stylus tip. To translate the z motion of the elbows to the shape of the
associated flexure, and hence a mechanical understanding of the vibrating micro-probe, several
equations derived from simple beam theory must be considered.
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Figure 4.13: Schematic of a flexure, length Lm, bending subject to a point load, P N.
When the motion of the probe body is considered to be reactive to motion of the stylus tip, the
equations governing the bending of a flexure subject to a point load are sufficient. This situation
is described in figure 4.13 [156].
It has been previously assumed [136] that the inverse of this situation is a good description
of the operation of the vibrating micro-probe. However, this is not the case, as will now be
demonstrated.





where L is the length of the flexure, P is the point force imparted on the end of the flexure,
E is the Young’s modulus of the material and I is the second moment of area. The second
moment of area is a function of the geometry of the flexure. For this rectangular cross section,





where b is the width of the flexure and h is the thickness [156].
The maximum deflection at a distance L can be used to determine the deflection of any point
along the flexure. The maximum deflection value is equal to Q1, Q2 or Q3, as calculated from
either equation 4.3, 4.4 or 4.5, which determine the deflection of the elbows as a function of stylus
tip motion. The maximum deflection, WPL(L), can be expressed as
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which when substituted into equation 4.9, results in the following expression for the value of the






The deflection and, therefore, curvature and strain, of each point along each flexure can be
calculated as a result of movement of the stylus tip, by using equation 4.12. It is possible,
therefore, to calculate the resulting voltage produced by any piezoelectric material deposited on
the flexure, through knowledge of the material’s piezoelectric properties.
However, careful consideration will lead to the conclusion that the situation of a point load
deflecting the device does not fully describe the situation present when modelling the vibrating
micro-probe. When the probe is reacting to a displacement at the stylus tip, it can be considered
that the flexures are experiencing a deflection at the elbows. This interpretation is used in a
previously developed model by Sun et. al. [136]. However, because of the nature of piezoelectric
materials when operating as actuators, it is more appropriate to consider a different flexure-
bending model.
When the motion of the stylus tip is considered to be reactive to motion of the flexures, the
equations governing the bending of a beam subject to a uniformly distributed load may be more
applicable. This situation is described in figure 4.14, where q is an uniformly distributed load,
in Newtons per metre [156].
In figure 4.14, the deflection of the flexure at any point at a distance x, can be calculated as




6L2 − 4Lx+ x2)
24EI
, (4.13)
where, as before, E is the Young’s modulus and I is the second moment of area. As the second
moment of area is a function of the geometry of the flexure, which is irrespective of the bending
regime, I is still calculated as shown in equation 4.10.
As before, Q1, Q2 or Q3 can be used to determine the deflection of any point along the flexure.





which, when substituted into equation 4.13, results in an expression for the value of the deflection
of the flexure at any point, x, along that flexure, as a function of maximum deflection, when





6L2 − 4Lx+ x2)
3L4
. (4.15)
The deflection and, therefore, curvature and strain, of each point along each flexure can be
calculated as the result of this uniformly distributed load. This deflection is then responsible
for the movement of the stylus tip. It is possible, therefore, to calculate the required voltage
input to any piezoelectric material deposited on the flexure, through knowledge of the material’s
piezoelectric and dielectric responses, which will result in this deflection. Hence, a set of control
signals can be calculated that will operate the probe to output a predefined set of stylus tip
trajectories. The uniformly distributed load, q, in this model is used to approximate the effect
of the two separate piezoelectric actuators.
The difference between the two flexure-bending situations described is subtle, but important.
Even though the bending calculations for each situation rely on a maximum deflection that is
irrespective of the load (either point or evenly distributed), bending due to the different regimes
will result in different curvatures at each point along the flexure. Different curvatures will sub-
sequently result in different strain calculations and, therefore, different piezoelectric voltages.
The strain profile along the beams will also be different in the two flexure-bending situations.
The main distinction between the situations is that, with the flexure subject to a point load, the
resulting model describes the probe operating as a passive contact sensor (relying on the piezo-
electric effect), whereas when the flexure is subject to a uniformly distributed load, the resulting
model describes the probe operating as an active device (relying on the converse piezoelectric
effect).
CHAPTER 4. THEORETICAL MODELLING OF THE VIBRATING MICRO-PROBE 104
Following on from the determination of the deflections of the flexures, an understanding of the
resulting strain is required. This is the next step in transforming tip deflection values into input
voltage for the piezoelectric actuators.
A common equation used in the modelling of MEMS devices is Stoney’s formula, which describes
the stress of thin films on cantilevers [159, 160]. By modelling a plate system consisting of a
stress bearing thin film of uniform thickness, hf , deposited on a thick substrate, hs, a relationship





6hf (1− νs) , (4.16)
where Es is the Young’s modulus of the substrate and νs is the Poisson’s ratio of the substrate.
It should also be noted that the thickness of the substrate should be large relative to that of the
film, usually below a factor of 10 [160].
In order that Stoney’s formula can be applied to the vibrating micro-probe, an appreciation of
the curvature, κ, of the flexures is needed. Beam theory defines the curvature of a beam as the










Following this derivation of the curvature of the flexure, the stress at any point along the flexure
can be calculated using Stoney’s formula.
4.3.3 Electrical analysis of the vibrating micro-probe
The calculated strain can be converted into voltage through the use of the constitutive mechanical
and the constitutive electrical equations.
The most common constitutive equation is Hooke’s Law, which relates the stress and strain of a
material to its compliance. Hooke’s law, for the purposes of this investigation, can be written as
S = sT, (4.19)
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where S is the strain, s is the compliance of the strained material and T is the stress. Although
the compliance of the flexures has not been derived, for this simple case of unconstrained uniaxial
deformation, the inverse of the Young’s modulus can be used.
There is also a constitutive electrical equation for materials where the relationship between the
movement of charge carriers is related to the applied voltage and the permittivity. This equation,
which can be used to describe the electric behaviour of a dielectric material, is
D = εE, (4.20)
where D is the electric charge density, ε is the electric permittivity of the material and E is the
electric field strength.
Using the constitutive equations 4.19 and 4.20, concerning mechanical behaviour and electrical
behaviour of a material, the coupled piezoelectric equation can be derived as
{S} = [SE] {T}+ [dt] {E} , (4.21)
and
{D} = [d] {T}+ [εT ] {E} , (4.22)
where the coupling term, [d]or [dt], is the piezoelectric matrix (direct and converse respectively)
[161, 162]. From equations 4.21 and 4.22, the electric behaviour of a piezoelectric material can
be calculated as a function of applied strain, and conversely, the strain of a piezoelectric material
can be calculated as a function of applied electric potential. To apply the coupled equation,
knowledge of the electrical behaviour of the dielectric material, and its electrical permittivity
must be obtained. Once known, the pertinent coupled piezoelectric equation can be applied in
a simpler form [163]
Vz
tpzt
= g31Sx + g32Sy + g33Sz, (4.23)
where Vz is the voltage potential due to movement in the z direction, and the g coefficients are
related to the piezoelectric coefficients in the piezoelectric matrix through the permittivity of
the piezoelectric material and the permittivity of free space, ε0. An appreciation of the voltage
potential due to z movement, Vz, can therefore be calculated as
Vz = g33Sztpzt . (4.24)
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Table 4.5: Geometrical and physical parameters of the vibrating micro-probe
Symbol Value Description
Lb 2.0mm The length of the connecting beam
lst 2.5mm The length of the stylus
b 200 µm The width of the nickel flexures
h 10 µm The thickness of the nickel flexures
tpzt 2 µm The thickness of the piezoelectric film
Es 200GPa The Young’s modulus of the nickel substrate
νs 0.309 The Poisson’s ratio of the nickel substrate
Ef 11GPa to 20GPa The Young’s modulus of the piezoelectric film
e33 593×10
-12 Cm-1 The [3,3] coefficient from the manufactures piezoelectric matrix
εr 870 The relative electric permittivity of the piezoelectric material
In equation 4.24, strain in the z direction, Sz, can be expressed, as described in Hooke’s Law,
as stress multiplied by compliance. In this case, stress is as calculated through Stoney’s formula
and compliance is estimated as the inverse of the Young’s modulus of the material. Likewise,
the g coefficient can be expressed as the relevant piezoelectric coefficient divided by the electrical






bhE (1− νs) . (4.25)
It can be seen from equation 4.25 that the voltage potential due to z movement is not related to
the thickness of the piezoelectric material. This is because Stoney’s formula assumes that the
piezoelectric layer is significantly thinner than the substrate.
4.3.4 Results of the electrical model of the vibrating micro-probe
Following the previously derived definitions of flexure motion with respect to stylus tip movement,
and the resulting flexure strains and, therefore, voltage potentials, an appreciation can be gained
of the relationship between the desired motion of the stylus tip and a set of relative voltage signal
inputs required to replicate that desired movement. If the situation of a uniformly distributed
load is considered, the output of this model for each of the six actuators is expected to indicate
the relative signal strengths required for operation. These indicated signals can be used, along
with several initial conditions, to estimate the actual required input for operation of the vibrating
micro-probe.
To realise the previous models, several initial parameters must be defined. These are shown in
table 4.5, and are both geometrical and related to the properties of the materials used.
It can also be seen from table 4.5 that the nickel flexures are five times thicker than the piezo-
electric film, and that nickel is ten times as stiff as the piezoelectric material. Therefore, it is a
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reasonable assumption that the strain of the system is related mostly to the strain of the nickel,
as is assumed by Stoney’s formula.
All of the results described in section 4.3.2 and 4.3.3 were compiled into a single model of the
vibrating micro-probe. The input parameters for the model, as described in table 4.5, must also
be coupled with experimental data concerning the quality of the individual actuators on each
leg, and an indication of the overall strength of the piezoelectric actuators and how they compare
to each other across the vibrating micro-probe. The determination of these actuator strength
coefficients is better described in Chapter 5, section 5.3.1.12. However, to continue with the
reporting of the results of this model, it is assumed that all six actuators act similarly under any
input signal, and that an input signal of 1V at the natural frequency of the vibrating micro-probe
results in a vibration amplitude in the z direction of 1µm.
When considering the geometrical model of the vibrating micro-probe, an appreciation of the
motion of the elbows can be derived from any stylus tip motion. Therefore, in order to replicate
the ideal operation of the probe when interacting with a sidewise facing measurement surface,
the stylus tip was programmed to vibrate laterally at an amplitude of 1 µm. A set of thirty-six
vibration vectors were programmed in the xy plane, one every 10°, and the resulting values of
Q1, Q2 and Q3 were calculated. The results are shown in figure 4.15.
The motion of the elbows, as shown in figure 4.15, indicates the ideal operation of the vibrating
micro-probe in the xy plane and, therefore, indicates true isotropic behaviour for the probe. It
is therefore concluded that, as required for Research Question 2.1, a concept of isotropy for
a vibrating micro-probe can be developed with respect to the vibration characteristics of that
probe.
It should be noted that the data in figure 4.15 is an indication of the amplitude of the vibration
of the elbows and contains no indication of phase. However, the output of the software does
indicate the phase of the output signal, which alternates between 0°, in phase with the vibration
of the stylus tip, and 180°, out of phase with the stylus tip.
Similar results can be obtained for the expected voltage input to the actuators to gain the
required stylus tip motion. The input voltages for the outer and inner actuators are defined as
the output voltage potential of the piezoelectric film at L4 and
3L
4 respectively, multiplied by
the previously mentioned actuator strength coefficients. The resulting calculated input voltage
amplitudes are shown in figure 4.16.
Again, the data in figure 4.16 contains no indication of phase. However, the output of the software
does indicate the phase of the input signal for each desired vibration vector.



























Figure 4.15: Graph showing the values of Q1, Q2 and Q3 at the elbows of the triskelion, resulting
from an input stylus tip vibration amplitude of 1 µm in thirty-six vectors (one every 10°) in the





















































































































Figure 4.16: Graphs showing the calculated input voltage amplitudes that result in a desired vibration vector of the stylus tip. The radial scale is in volts.
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4.3.5 Summary of modelling the motion of the vibrating micro-probe
Several analytical models have been developed to describe the operation of the assembled vibrat-
ing micro-probe. These models describe the vibrating micro-probe in three ways: geometrically,
mechanically and electrically (with respect to the piezoelectric actuators).
By using the geometrical model, which defines the motion of the elbows, Q1, Q2 and Q3, with
respect to stylus tip motion, a definition of probe response during ideal and isotropic operation
can be obtained as required in Thesis Objective 2, specifically Research Question 2.1.
These results can be used as a comparison for the experimental test results on the isotropy of
the vibrating micro-probe.
A combined mechanical and electrical model was developed to give an indication as to the
expected input voltage signals required to operate the probe. A similar investigation can be
completed with respect to the piezoelectric sensors, however it was expected that an experimental
determination of their behaviour would be more useful.
4.4 Modelling the surface interaction forces
4.4.1 Introduction to the surface interaction model
Following the development of several new micro-CMM probes, as reviewed in Chapter 2, it has
become continually apparent that surface interaction forces become problematic when probing
at the micro-scale [69, 82]. It is, therefore, essential that any work done to advance the capability
of micro-CMM probes take into account the need to counteract the effect of surface interaction
forces. Therefore, a detailed analysis of the surface interaction forces prevalent in low force,
high accuracy contact probing at the micrometre scale has been conducted [164]. The analysis
is based on a set of analytical descriptions of the five main interaction forces thought to be most
prominent at the micrometre scale: capillary, Van der Waals, electrostatic, squeeze film and
Casimir [105].
Following the definition of these surface interaction forces, specifically towards their effect on
the interaction of a sphere-tipped stylus with a test measurement surface, an appreciation of
their effect on a vibrating sphere can be considered. This dynamic consideration will enable the
operation of the probe to be modelled while it is interacting with a test measurement surface, in
a similar fashion to its intended mode of use.
Finally, a set of conclusions can be drawn, pertaining to the expected success of the vibrating
micro-probe’s ability to counteract the surface interaction forces, as required in Thesis Object-
ive 1. To achieve this, a set of initial conditions will be set out for the operation of the vibrating
micro-probe. Then, the limitations of the surface forces model will be highlighted, allowing for
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some understanding of the realistic results expected from the experimental work. The effect of
the surface interaction forces on the operation of the probe can then be predicted, enabling a set
of detection conditions to be considered.
4.4.2 Analytical model of the surface interaction forces
An analytical model will be developed to describe the effects that the surface forces will have
on the vibration behaviour of the probe. The model shall be used to determine whether the
amplitude of the probe is sufficient to counteract the surface interaction forces.
It is assumed that the device can be directly compared to a driven oscillator subject to a damping







+ kz = F0 cos (ωt) , (4.26)
where m is the mass of the oscillator, z is the position of the stylus tip, D is the damping
coefficient, k is the spring constant of the oscillator, F0 is the driving force and ω is the angular
frequency of the oscillation. A good understanding of the vibration behaviour of the probe
can be gained from equation 4.26. To solve for z, an appreciation of D, and hence the surface
interaction forces, is required. Therefore, the individual surface interaction forces prevalent at
the micrometre scale will now be investigated. A similar investigation has been conducted for
the Virtual Probe [114].
4.4.2.1 The capillary force
Capillary forces play a dominant role in micro- and nano-scale interactions [165]. The basis of
the capillary force is the thin liquid film layers that accumulate on surfaces from condensation
and contamination. As two surfaces are brought together, the films join and surface tension
causes an adhesion effect. At the micro- and nano-scale these forces can often be the dominant
force governing interactions. Contact angle plays a large role in determining the magnitude of
capillary forces and can be affected by the material surface chemistry as well as the surface form
and texture. A schematic representation of contact between a sphere and a surface with a liquid
layer is shown in figure 4.17 where z is the distance from surface, hm is the height of meniscus
and θ is the contact angle.






where γL is the surface tension of the liquid [165].
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Figure 4.17: Schematic representation of a sphere, radius R, interacting with a liquid layer on a
surface
4.4.2.2 The electrostatic force
Electrostatic forces result from generation of an electrical potential difference or charge transfer
between two surfaces. Under most circumstances the amount of charge separated is small due to
the breakdown strength of the surrounding air. However, as gap size decreases below the mean
free path for air, the magnitude of the charge density can increase by orders of magnitude [105].
The strength of the electrostatic force also depends strongly on the material characteristics of
the interacting bodies. The electrostatic force is determined by the electrical potential difference






where ε0 is the permittivity of free space, εr is the relative permittivity of the material layer
between the sphere and the surface, and U is the potential difference between the two interacting
surfaces [166].
4.4.2.3 The Van der Waals force
Van der Waals forces arise from the polarisation of atoms and molecules as they are drawn
together. To determine the Van der Waals force, an appreciation of the Hamaker constant for
the interacting surfaces must be gained [167]. There are multiple methods of calculating the
Hamaker constant, all of which require empirical data. Additionally, Van der Waals forces can
be significantly altered by surface roughness. A schematic representation of contact between a
sphere and a surface is shown in figure 4.18.
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Figure 4.18: Schematic representation of a sphere, radius R, interacting with a rough surface.
Reduced Van der Waals forces depends on a surface parameter, r.
An approximation of the Van der Waals force that includes the effects of surface roughness is
given by








where r is a constant describing the average surface roughness of the two surfaces and H is the
Hamaker constant for the materials involved [168].
4.4.2.4 The Casimir force
A prediction of quantum electrodynamics is that the exclusion of electromagnetic modes will
cause two closely spaced conducting plates to be mutually attracted at the micro-scale [169]. Even
though this attraction is extremely weak, especially between a sphere and a plate (as opposed
to two parallel plates), when the separation distance is below several hundred nanometres, the
Casimir force tends to be stronger than the Van der Waals force and the electrostatic force. The





where ~ is Planck’s constant divided by 2pi and c is the speed of light in a vacuum [169].
When operating at the boundary between micro- and nano-scale mechanical interactions, the
inter-molecular forces (Van der Waals) and the Casimir force can both interfere with the meas-
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urements. Although these two effects are manifestations of the same phenomena [170], they are
considered separate for the purposes of this model. This is so as to differentiate between essen-
tially large-scale interactions (dependent on the material properties and the surface textures of
the spherical stylus tip and the measurement surface) and small scale interactions (dependent
on predictions of quantum electrodynamics).
4.4.2.5 The squeeze-film effect
Any micro-device not enclosed within a vacuum will experience damping due to the finite viscosity
of air [171]. The squeeze film effect due to a device operating in air is described in several papers
and reports [172, 173]. An analytical solution has been derived [174, 175, 176] for the situation
of a micro-sphere interaction with a plane surface, where the damping co-efficient due to the






























where λ is the mean free path of the film and τ is the accommodation coefficient of the film
material and the surface materials.
Following this definition, these equations can be applied to both the air layer above the meas-
urement surface, and the liquid layer encountered close to the surface, to calculate the respective
damping co-efficients. To calculate the associated surface interaction force due to the squeeze-film
effect, the velocity of vibrating micro-probe tip is required.
4.4.2.6 Combined probe-surface interaction forces model
The vibrating micro-probe was designed such that its vibration actively counteracts the influence
of any surface interaction forces it is subject to while interacting with a measurement surface.
These surface interaction forces, as described in the previous sections, are dependent on certain
physical attributes of the system. These attributes include (but are not limited to) the densities
of the two interacting materials (the probe material and the measurement surface material), the
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Table 4.6: Table of the physical attributes of the probe system used in the combined probe-surface
interaction forces model.
Physical Attribute Symbol Value
Density of tungsten 19 254 kgm-3
Density of tungsten carbide 15 000 kgm-3
Radius of stylus tip R 70 µm
Permittivity of free space ε0 8.854× 10
-12 CV-1 m-1[155]
Relative permittivity of air at 20 °C εAir 1.000 [155]
Relative permittivity of water at 20 °C εWater 80.1 [155]
Combined depth of surface imperfections r 100 nm
Contact angle of water with tungsten carbide θ 85°
Surface tension of water γ 0.072 75 Jm-2 [155]
Height of liquid contamination layer 20 nm [177]
Hamaker constant for tungsten(VI) oxide through water H 21× 10-21 J [167]
Viscosity of air at 20 °C at 1 atm η 1.837× 10-5Nsm-2 [155]
Mean free path of air at 20 °C λ 65 nm [178]
Accommodation coefficient of air and tungsten τ Estimated at 1 [179]
Hamaker constant for the two interacting materials and air, the depth of the combined surface
imperfections of the two interacting materials, and the contact angle of any liquid contamination
between the two interacting surfaces.
To simplify the model it was assumed that the materials used for interaction experiments would
be similar – tungsten in the case of the sphere tip, and tungsten carbide in the case of the
measurement surface. Table 4.6 shows the assumed values of the physical constants used to
populate the surface force and vibration model.
Previous research has suggested that van der Waals interactions between tungsten surfaces are
solely determined by the oxide layer, even though this is relatively thin [180]. Hence, to simplify
the model it was assumed that the materials used for interaction experiments would be similar
– tungsten (VI) oxide in this case – even though the two bulk materials were tungsten (stylus
tip) and tungsten carbide (measurement surface).
The contact angle of water with tungsten carbide was measured using a Kru¨ss DSA100M picolitre
dosing system. The reported angle is an average value over several tungsten carbide gauge block
surface samples. The depth of the surface imperfections is estimated as a worst-case value for a
grade K tungsten carbide gauge block surface.
The analytical model has been constructed accounting for the five main surface interaction
forces. To approximate the total force that a probe would experience, the arithmetic sum of
the individual surface forces was calculated. This force approximates the worst-case scenario in
which all of the forces are acting against the probe and it is vibrating in the vertical direction.
The strength of the individual forces and the total surface interaction force, Fs, are shown in
figure 4.19.
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Figure 4.19: Graph of the theoretical surface force strength with respect to separation distance,
z.
It can be seen that the squeeze film damping force dominates over a large range of separation
distances. Upon interaction with the capillary layer, within 20 nm of the surface, the capillary
force and the squeeze film damping force, due to the liquid contamination layer, dominate. It
is only within several nanometres of the surface that the Casimir force begins to dominate.
From the conditions described in table 4.6, the Van der Waals and the electrostatic forces are
considered negligible.
4.4.3 Dynamic consideration within the probe-surface interaction model
Through this understanding of the theoretical surface force magnitude with respect to distance,
an estimation of the minimum vibration amplitude required to counteract these surface forces
can also be calculated. The minimum required amplitude (peak-to-peak) of vibration for the





where Fs is the sum of all the constituent surface forces and k is the spring constant of the
triskelion-flexure MEMS, as calculated in section 4.2.2. This relationship is analogous to the
extension of a simple spring. Using the results of the sum of the individual forces shown in
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Figure 4.20: Graph showing an estimation of the minimum vibration amplitude required to
counteract the surface forces present with respect to distance from the measurement surface.
figure 4.19, the minimum vibration amplitude required for intended operation of the micro-probe
is shown in figure 4.20.
It can be seen from figure 4.20 that to approach within 10 nm of the measurement surface, any
vibration amplitude of over 500 nm is sufficient to allow the vibrating micro-probe to retract
from the test measurement surface without sticking. Through a simple set of experimental tests,
it was confirmed that the micro-CMM probe can attain this vibration amplitude [164]. These
results are described in AppendixB.
This understanding of the surface forces and the vibration requirements can subsequently be used
to develop a basic operational model that will indicate their effect on the vibration interaction
of the probe and the measurement surface.
In order to predict the operation of the micro-probe when interacting with a measurement
surface, a model was devised that related the rate of change of vibration amplitude to distance
from the measurement surface. The model was based on the solution of equation 4.26, the data
from table 4.6, a vibration frequency of 1.6 kHz, being close to the first natural frequency, and
a vibration amplitude of 1µm. The ratios between the changes in vibration amplitude and
the approach distances of the reference surface were calculated. When there is no interaction
between the probe and the surface, this ratio is nominally zero, and when the probe is making
contact with the surface, this ratio is nominally one. Any intermediate ratios are the result of a
non-contact interaction between the probe and the measurement surface.
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An example of suitable Matlab® code that would describe this developed model is shown in
AppendixA, using the following pseudo-code:
Probe-surface interaction model
1. Set up initial conditions for the mechanical system (spring constant, vibration amplitude,
vibration frequency, probe tip radius).
2. Calculate the ideal (undamped) motion of the probe as it approaches the measurement
surface, and its associated amplitude.
3. Set up initial conditions for the surface interaction forces:
(a) Capillary - surface tension, contact angle, etc.
(b) Electrostatic - permittivity of free space, potential difference, etc.
(c) Van der Waals - Hamaker constant for the two interacting materials, combined surface
roughness, etc.
(d) Casimir - Plank’s constant, speed of light in a vacuum, etc.
(e) Squeeze film - viscosity, mean free path, accommodation coefficients, etc.
4. Calculate the individual strengths of the surface interaction forces, and combine to determ-
ine the total force.
5. Through the knowledge of the velocity of the vibrating micro-probe (from point 2), calculate
associated damping co-efficient due to the surface interaction forces.
6. Calculate the resultant (damped) motion of the probe as it approaches the measurement
surface, and its associated amplitude.
7. Calculate the ratio between the undamped and the damped amplitudes of the vibration as
a function of displacement from the measurement surface.
The results of the implementation of this model, using the physical attributes described in
table 4.6, are shown in figure 4.21.
The model indicates interactions occurring within 100 nm of the surface. These interactions in-
crease until contact with the surface is made, at 0 nm, where the change in amplitude is domin-
ated by physical contact. Additional vibration amplitude reduction is caused by the continuing
interaction with the surface; hence the ratio of vibration change to surface approach exceeds
unity. Once the vibration amplitude is completely minimised by the approaching surface, the
calculated ratio returns to zero.
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Figure 4.21: Graph of the results of the operational model of the vibrating micro-probe when
interacting with a surface.
4.4.4 Limitations of the probe-surface interaction model
It is known that several limitations exist with the derived surface forces model. These limitations
are separated into four main areas.
Firstly, the relationship between the Casimir force and the Van der Waals force is not well
described. This could result in an incorrect description of the damping due to these forces.
However, because the Van der Waals force is expected to act so weakly in the regime where
the squeeze film effect is dominant, and also because the Casimir force is only dominant within
several nanometres of the surface, any miscalculation is expected to have little effect on the
result.
Secondly, the model is only concerned with the approach of the stylus tip to the measurement
surface. The experimental work will focus on the approach of the probe to the measurement
surface, and that the retract behaviour will only be studied for its lack of ‘snap-back’ or adhesion
to the surface. Therefore, no further effort was dedicated to modelling retraction of the stylus
tip from the measurement surface. It is, therefore, suggested that the retract behaviour will be
similar to the approach behaviour.
Also, the model does not include a rigorous determination of the squeeze film effect. The work
completed by Honig et. al. in this area [174], focused on a flow regime that is characterised by
large characteristic lengths. It is, therefore, suggested that the characteristic length scale of the
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air squeeze film interaction between the sphere tip and the measurement plane is in the region
of 65 µm, implying that the damping is relevant in the final 65µm of approach.
It can be quoted from Honig:
“as the Vinogradova solution invokes a first order boundary condition [175], it is
only valid when the mean free path is small relative to the separation. . . [however]
although the assumptions limit the validity to about twice the mean free path
[z∼ 200 nm], the plot of the theory fits our [174] data to about 100 nm.”
Therefore, even though this description is an indication of the effect of the air squeeze film
during the interaction of the spherical stylus tip with a measurement surface, the limits of using
a continuum description and a first order approximation is that the solution is only valid from
about 65 µm to 100 nm separation.
Following the completion of the air squeeze film model, a further consideration can be made for
the squeeze film effect of the liquid layer. The mean free path of liquid water is about 0.3 nm,
which suggests that this model is valid to 1 nm separation.
Finally, the derived model is dependent on many input variables whose values, although found
in literature, should be considered as estimates. Small changes to their values have large effects
on the outcome of the model, indicating its fragility when attempting to describe reality. Some
of the variables of concern, that have a significant effect on the outcome of the model are: the
thickness of the liquid layer, the contact angle of water with tungsten and the potential difference
between the two surfaces. For this reason it is not expected that the surface forces model be
a realistic indication of the expected force field strength, or that it results in a realistic ratio
prediction. However, the model does serve to indicate initial starting conditions for the future
experimental work, and it also indicates which variables are of importance when operating the
vibrating micro-probe.
4.4.5 Summary of the probe-surface interaction model
The work completed in this section with regards to the surface interaction forces and the effect
they have on the operation of the vibrating micro-probe, serves to furnish the future experimental
work with certain predictions. It also addresses the developmental requirements of Thesis
Objective 1.
These predictions are:
• the minimum vibration amplitude required for the vibrating micro-probe to operate as
intended,
• the expected results of a physical interaction experiment when calculating the interaction
ratio value,
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• the expected position from the surface where the surface interaction forces will affect the
operation of the vibrating micro-probe, and
• an indication of the maximum over-travel that the probe can experience while still operating
as intended.
There are also limitations placed on the predictions of the model, specifically with respect to
the combined strength of the surface interaction forces and their expected effect on the vibration
of the stylus tip. The main limitation stems from the lack of information on the effect of the
squeeze film effect on the motion of the stylus tip. It is, therefore, concluded that the results
presented in figure 4.21 indicate an underestimation as to the effect of the surface interaction
forces on the motion of the vibrating probe.
However, taking all this into account, the model of the surface interaction forces and their effect
on contact probing, including the dynamic considerations associated with a vibrating probe,
does provide some useful predictions. Taking all the starting conditions described in the model
into account, the surface forces interaction model predicts that the vibrating micro-probe can
detect the test measurement surface up to 100 nm prior to physical contact. Also, depending on
the amplitude of the vibration, the maximum over-travel of the probe can be defined so that
it still maintains suitable vibration amplitude to counteract the surface interaction forces while
retracting from the test measurement surface.
4.5 Conclusion of all models of the vibrating micro-probe
This chapter has described the theoretical work conducted with regards to the development of
models used to describe the behaviour of the vibrating micro-probe. Several models are described,
including analytical models of the expected surface interaction forces and finite element (FE)
models of the physical properties of the vibrating micro-probe and its constituent parts.
The mechanical aspects of the constituent parts of the vibrating micro-probe were modelled.
The design of a suitable micro-stylus was considered, based on several initial conditions such
as suitable aspect ratio, resonance frequency, the effect of the mass of the micro-stylus on the
frequency response of the triskelion device and the sensitivity of the resulting assembled vibrating
micro-probe. A further consideration for the design of the micro-stylus was the limitation of the
manufacturing technique. The resulting design for the micro-stylus consists of a 2.5mm long
shaft, tapering from 0.15mm in diameter to 0.045mm in diameter. The stylus is terminated
with a 70 µm diameter spherical tip. This stylus design fulfils the requirements of Research
Question 1.1.
An analytical model was developed to describe the operation of the probe, geometrically, mech-
anically and electrically (with respect to the piezoelectric actuators). The geometrical model
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was aimed at defining the motion of the probe, and acted as a definition of probe response dur-
ing ideal and isotropic operation. This geometrical model can subsequently be used to test the
isotropy of a real micro-probe, as required in Thesis Objective 2, and specifically, Research
Question 2.1. The mechanical and electrical models were used to design an algorithm that
indicates the estimated input voltage signals required to control the vibration of the probe.
Finally, an analysis of the surface interaction forces was conducted. This work resulted in the
prediction that the surface interaction forces interfere with the operation of the probe 100 nm
prior to physical contact with the measurement surface. This prediction enables the calculation
of a suitable vibration amplitude to counteract the surface interaction forces while interacting
with the test measurement surface, as required in Thesis Objective 1. The effect of this
interference is estimated as a measurable effect on the vibration amplitude of the probe.
At all stages in the modelling process, the limitations of the developed models are considered
and discussed.
Chapter 5
Experimental validation of the
vibrating micro-probe
5.1 Introduction to the experimental validation
In this chapter the experimental validation of the vibrating micro-probe will be described. This
experimental validation links directly to Thesis Objective 1 and Thesis Objective 2, which
are concerned with the validation of the operation of the vibrating micro-probe with respect to
the ability to counteract the surface interaction forces and to act isotropically.
Initially, a list of experiments will be presented. These experiments will be designed to answer the
research questions related to the experimental validation of the vibrating micro-probe. Following
the design of experiment section, a thorough description of the experimental setup design, and
technical specifications of all the constituent parts of the apparatus will be completed. A small
section will also be dedicated to describing some elements of good practice for experiments that
involve the development of high precision metrology systems.
The main procedures used in the experimental validation will then be presented. The procedures
will include a step-by-step description of the preparation, setup and completion of each exper-
iment. The experimental results will then be presented and discussed. A list of known error
sources will also be presented and an estimated uncertainty calculation will be made, so that the
results are comparable with results from similar investigations on other probes.
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5.2 Design of Experiments
To complete the experimental validation of the vibrating micro-probe, several experiments must
be designed and run.
• Test the ability of the vibrating micro-probe to counteract the surface interaction forces.
– This is required by Thesis Objective 1. Initially, a set of experiments will be con-
ducted to compare the true operation of the vibrating micro-probe with the theoretical
operation, as determined in Chapter 4, section 4.4.3.
• Investigate the sensitivity of the probe to changes in the operating amplitude and to changes
in operating frequency.
– These two sensitivity experiments will assist in the further determination of the ability
of the vibrating micro-probe to counteract the surface interaction forces. Several
different operating conditions will be tested, and their effect on the ability of the
vibrating micro-probe to counteract the surface interaction forces will be determined.
• Determine the probe point repeatability of the vibrating micro-probe.
– This is required by Research Question 1.2. It is also assumed that, should the
probe point repeatability of the vibrating micro-probe be below 10 nm, then this is a
good indication of the ability of the probe to counteract the surface interaction forces.
• Determine the length measuring capability of the vibrating micro-probe, also called linear-
ity error.
– This is required by Research Question 1.3. Although this result is not formally
required to determine if the vibrating micro-probe can successfully counteract the
surface interaction forces, it is a prerequisite of the operation of any micro-CMM
probe, and should therefore be determined.
• Investigate the capability of the probe to operate in a lateral direction.
– Initially, the previously described tests will be completed with the vibrating micro-
probe operating in the vertical direction. However, to determine the ability of the
vibrating micro-probe to operate in 3D, as required in Thesis Objective 1, its
operation should also be considered in the lateral direction.
• Investigate the capability of the vibration algorithm to realise isotropic operation.
– Finally, the requirements of Thesis Objective 2 will be addressed. The ability of
the vibrating micro-probe to operate isotropically will be determined by applying the
newly developed concept of isotropy determination for vibrating micro-CMM probes.
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Specifically, these experiments will address the requirements of Research Question
2.1.
Following the design of experiments suitable to validate the operation of the vibrating micro-
probe according to Thesis Objective 1 and Thesis Objective 2, the design of a suitable
experimental setup can be considered.
5.3 Experimental setups used for validation
Accurate validation of the vibrating micro-probe relies on the design, manufacture and use of
a suitable experimental test setup that is capable of performing better than, or at least similar
to, required from the probe itself. For simplicity, a single experimental setup was designed.
This simple ’base setup’ could be easily added to or augmented such that the range of different
required experiments could easily be performed.
The design of the base setup will be presented, and the constituent parts will be described in
detail. A description of the three distinct experimental setups will then be presented, highlighting
the required changes from the base setup. An appreciation of any good practice rules that were
applied during the design and build of the base setup will also be highlighted.
5.3.1 Design of the base setup
The basic design of the experimental setup is, that the vibrating micro-probe should be securely
held in space, such that any external measurement surface can interact with it in a controlled
way. Any control systems designed for the operation of the vibrating micro-probe should be
easily interfaced with the base setup. Also, any external measurement or validation systems
should have easy access to the vibrating micro-probe. A schematic diagram of the design of the
base setup is shown in figure 5.1.
The labels in figure 5.1 refer to the constituent parts of the base setup. These constituent parts
will now be described, including design rules followed (for custom-made parts) and selection cri-
teria (for commercial systems). The manipulation column has various configurations, depending
on which validation experiments are being performed. The constituent parts of the manipula-
tion column will be described now, however, the various configurations will be highlighted in a
section 5.3.2.
5.3.1.1 Kinematic stand
The vibrating micro-probe should be held stationary in space during testing. Any mount that



















































Figure 5.1: Schematic diagram of the base setup. The constituent parts are described in the sections that follow.
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Figure 5.2: Graphic showing a Type I (left) and a Type II Kelvin clamp (right) [182].
Figure 5.3: Image of the kinematic stand for the probe testing setup. Side view (left) and
isometric view (right)
between solid legs and a dismountable top plate [181]. This determination can be attained by
using kinematic coupling. Therefore, a kinematic stand was designed with a triangular top plate
and three solid legs.
To ensure the stand acts kinematically when assembled and disassembled, a Type II Kelvin
clamp system was used to mount a connecting plate onto three static legs. A Type II Kelvin
clamp was chosen over a Type I Kelvin clamp as it is easier to manufacture, is symmetrical,
and is less influenced by thermal variations [182]. A diagram showing a Type II Kelvin clamp
compared to a Type I Kelvin clamp is shown in figure 5.2.
Two images of the manufactured kinematic stand are shown in figure 5.3.
The top plate of the stand is manufactured from Dural grade aluminium [183], which has a
co-efficient of thermal expansion of 22.5× 10-6K-1. Thermal expansion of the top plate will,
however, only result in uniform lateral expansion. The position of the bottom of the plate,
where the probe will be mounted, is determined by the length of the legs. The three sphere-
tipped legs are manufactured from aluminium; a material with a co-efficient of thermal expansion
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Figure 5.4: Schematic of the physical and electrical interface between the vibrating micro-probe
and the kinematic stand (cross section).
similar to that of the manipulation column. Therefore any change in the length of the stand’s
legs due to temperature change, will be replicated in the manipulation column. This effect is
also known as ’thermal matching’.
The top plate has a hole machined in the centre to allow visual access to the vibrating micro-
probe. Hence any external optical measurements can be completed while the probe is secured in
place.
5.3.1.2 Interface between vibrating micro-probe and kinematic stand
A physical interface is required to mount the vibrating micro-probe onto the kinematic stand.
The interface should allow the probe stylus to stand proud of the kinematic stand, so that
the test measurement surface is not obstructed during testing. The interface should also allow
probes to be easily exchanged. The vibrating micro-probe requires an electrical interface to allow
any control signals or detection electronics to be connected. The electronic interface should be
combined with the physical interface into a dual interface that resembles the basic design of a
CMM probing head.
A physical interface was designed that can be connected to the kinematic stand using three bolts.
The probe is attached to the active end of the physical interface via three miniature screws onto
spring-loaded connectors. To facilitate good electrical and mechanical connection to the interface,
the triskelion-flexure MEMS chip of the vibrating micro-probe is first mounted onto a PCB. The
PCB contains three holes for physical connection to the interface. Fifteen electrical through-
connection pads allow for electrical connection between the pads on the triskelion-flexure MEMS
chip (by wire bonding) and spring-loaded electrical connection pins. The spring-pins are secured
in a custom-made PTFE mounting structure. The PTFE mount also serves to electrically isolate
the spring-pins from each other, and from the surrounding interface structure. The spring-pins
are subsequently wired to a 25 pin D-type male connector on the side of the interface. A schematic
of the design of the interface (cross section) is shown in figure 5.4.
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Figure 5.5: Image of the probe connection interface (left) and the connection PCB (right)
The final interface is manufactured from Dural grade aluminium. The probe connection PCB
is manufactured externally by Integrated Electronics Ltd, Wraysbury, UK [184], according to
a design developed specifically for this application. The spring-pin electrical connections are
a commercial product from Harwin, supplied by RS Components Ltd [185]. An image of the
physical interface (probe connection end) and of the probe connection PCB can be seen in
figure 5.5.
5.3.1.3 Control and sensing hardware
The NPL vibrating micro-probe is operated through the activation of six piezoelectric actuators,
two on each leg of the triskelion flexure array. The requirements of the control hardware is
therefore to produce six actuation signals simultaneously, over a range of operational voltages
and frequencies. The actuation signals should also be controllable through a programmable
interface.
To realise the full operation of the vibrating micro-probe, each flexure is instrumented with
two piezoelectric sensors. These sensors are used to realise the self-sensing capability of the
probe during operation. Ideally, a similar hardware solution should be used for the collection of
these sensor signals, capable of measuring multiple channels simultaneously over a wide range of
voltages and frequencies.
A commercial product exists that will provide both of these functions; a National Instruments
multifunction data acquisition system based on FPGA (field programmable gate array) techno-
logy. The system used is the R Series Multifunction RIO with Virtex-5 LX30 FPGA [186]. The
system is capable of eight analogue inputs with independent sampling rates up to 200 kHz (16-
bit resolution) and eight analogue outputs with independent update rates up to 1MHz (16-bit
CHAPTER 5. EXPERIMENTAL VALIDATION OF THE VIBRATING MICRO-PROBE 130
Table 5.1: The numerical designations of the output (left) and input (right) signals, with asso-
ciated information on their intended use
Output Info Input Info
1 Leg 1 – inner actuator 1 Leg 1 – inner sensor
2 Leg 1 – outer actuator 2 Leg 1 – outer sensor
3 Leg 2 – inner actuator 3 Leg 2 – inner sensor
4 Leg 2 – outer actuator 4 Leg 2 – outer sensor
5 Leg 3 – inner actuator 5 Leg 3 – inner sensor
6 Leg 3 – outer actuator 6 Leg 3 – outer sensor
7 Spare 7 Vibrometer
8 Spare 8 Spare
resolution). Both input and output signals are limited to ±10V. The system can be programmed
and controlled through National Instruments’ LabView software.
A National Instrument’s ‘breakout box’ is used to make electrical connections between the FPGA
card and the signal processing electronics, and subsequently the probe. Connections between the
FPGA card and the breakout box are made using a high-performance shielded cable supplied
by National Instruments. Connections between the breakout box and the signal processing
electronics are made using unshielded twisted pairs. The numerical designations of the output
and input signals, including information on their connection to the experimental apparatus, is
shown in table 5.1.
5.3.1.4 Control and sensing software
A software package will be required to program and control the FPGA hardware. This software
will calculate the correct vibration signals to operate the vibrating micro-probe and then control
the signal generation capabilities of the control hardware to deliver those signals. Likewise, a
similar software solution will be required to receive, store and process the sensor signals. The
sensing software will accept a large number of signals simultaneously over a range of voltages
and frequencies. Subsequently, it will process those signals and store them in suitable formats
such that post processing and detailed analysis can be completed.
With the chosen hardware solution being from National Instruments, it was advantageous that
the software used for this project should be National Instrument’s data acquisition and in-
strument control software, LabVIEW. The specific version used for this project was LabVIEW
Version 10.0 [187]. Additionally, the FPGA Interface toolbox and the Express signal analysis
toolbox were used. The FPGA card was programmed to output six sinusoidal signals and to
accept seven input signals for processing. The numerical designations of the output and input
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signals, including information on their connection to the experimental apparatus, is shown in
table 5.1. Given the technical specifications of the FPGA system, the voltage range of the out-
put is ±10V, with a maximum frequency output of about 20 kHz, with similar viable ranges for
sensing.
The signals from the vibrating micro-probe sensors, input to the FPGA card, are sampled at
50 kHz. The data is stored in packets of 5000 points, and these data packets are subsequently
analysed. Through Fourier analysis (FFT) a frequency is calculated for the output of each sensor,
along with a signal amplitude and a phase, calculated with respect to the input signal. Once
these calculations have been completed, the data is written to a text file. The data output rate
is approximately 10Hz. This process runs continuously until either a pre-set condition is met,
or the program is forcibly stopped. A basic pseudo-code implementation of this software, and
an example set of raw data output, is shown in AppendixE.
5.3.1.5 Signal processing electronics
A set of signal processing electronics are an essential component of the experimental setup. The
vibrating micro-probe will be activated through drive signals designed to control its vibration.
The probe will also be producing sensor signals that will indicate the current dynamic behaviour
of the probe, and will be used to detect changes indicative of surface interaction or contact. A set
of electronic circuits are required condition the drive signals, and to properly filter and amplify
the sensor signals.
Low-pass filters were installed between the control hardware and the piezoelectric actuators
and sensors to ensure minimal high frequency noise interference with the probe operation and
detection. These circuits were designed to be suitable for all probes regardless of their elec-
trical properties. Therefore, the cut-off frequency was set at a maximum expected operational
frequency of the probe of 2 kHz. The design of the simple low-pass filter is shown in figure 5.6.
The op-amp used for the low pass filter was powered using a simple ±12V power supply. Several
tantalum capacitors were also installed, in parallel with the power lines, to reduce the effect of
external noise. To transfer all electrical signals to and from the probe via the 25-pin D-type
connector, a set of shielded cables were produced, which contained shielded twisted pairs [188].
5.3.1.6 Precision manipulation stage
A high precision manipulation stage is required to move the test measurement surface during
testing. This stage should be accurate and repeatable to an extent similar to, or ideally better
than, the expected capability of the probe.











Figure 5.6: Circuit diagram of a simple low-pass filter, suitable for use with the vibrating micro-
CMM probe
A commercially-available, piezoelectric stage was selected; a Physik Instrumente one-axis com-
pact nanopositioner, P-611.ZS [189]. This stage is capable of closed-loop operation by virtue of
an inbuilt linear sensor, and its motion can be controlled by LabView through a USB connection.
The stage has a 100 µm travel range while in closed-loop mode, and, according to the specification,
should be capable of achieving a repeatability of better than 10 nm. Over the full 100 µm travel, it
is specified to have a linearity error of no more than 0.1% (this equates to 100 nm positional error
over 100 µm). The capability of the stage was tested using a white-light interferometer, which
measured various step positions within the central travel range of the precision manipulation
stage. The step positions measured by the white-light interferometer were compared to the
positions reported by the internal sensors on the precision manipulation stage. These results are
shown in figure 5.7.
It can be seen from figure 5.7 that over 80% of the measured data points fit within the ±0.1%
error bars, which are guaranteed by the manufacturer. It is assumed that the stray points, which
are all clustered at the start position of the test, are due to noise in the experimental setup.
Therefore it is assumed that the precision manipulation stage can operate as specified.
5.3.1.7 Test measurement surface
A suitable test measurement surface should be mounted on the precision motion stage to act
as a test measurement surface during the contact experiments. This surface should be well
characterised in terms of topography and material properties. An ideal surface, that is readily
available, is the gauging surface of a gauge block. A grade K gauge block, 2.5mm nominal length,
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Figure 5.7: Verification of the precision manipulation stage. The measured points indicate the
residuals of the measurements taken on the white-light interferometer from the positions reported
on the internal sensors of the precision manipulation stage. The red lines indicate an error of
±0.1%.
made of tungsten carbide, is used as the test measurement surface. A grade K gauge block has
a flatness specification of 50 nm over the entire surface of the gauging face (local deviations
will, therefore, be smaller than this) [190]. The interaction model for the vibrating micro-
probe, developed in Chapter 4, section 4.4.2.6, included the physical and material properties of a
tungsten carbide gauging surface, however other gauge block materials including stainless steel
and ceramic would also be possible.
5.3.1.8 Vibration measurement system
A reliable, external vibration measurement system should be used to validate the ability of
the probe to both vibrate and self-sense. This external vibration detection system should be
non-contact, so that it does not interfere with the operation of the probe. The system can be
positioned above the probe, with access afforded it through the hole in the top plate of the
kinematic stand.
The system chosen to act as an external vibration measurement system is a commercial laser
Doppler vibrometer (LDV) model CLV 2534-2 from PolyTec [191]. This LDV is a single point
system, which operates according to the principles of laser Doppler vibrometry [192, 193, 194].
Laser Doppler vibrometry is a technique for the measurement of the velocity of a physical vibra-
tion from the determination of the Doppler shift of a reflected laser beam. The control system
includes a digital integration card that enables the conversion of the velocity signals, which are
the usual measurand detected by an LDV, to displacement signals. The output of the integrator
card is scaled to ± 10 V, and is therefore suitable for input to the control and sensing hardware.
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When operating with the displacement encoder, the system is specified with a ±2.5% linearity
error.
This system also contains an analogue colour TV output, which allows visual appreciation of
the surface being measured. This is particularly useful when using the LDV equipped with
a microscope objective, when determining the position of best focus is very difficult to do by
eye. The system includes the Vib-A-510 in-line illumination tool [191] and a 10× microscope
objective.
It should be noted that the CLV 2534-2 is equipped with a Class 2 laser, 633 nm (HeNe), with a
power less than 1mW. Although this laser is not eye safe (due to the focussing optics included
in the experimental setup), the focal length of the 10× magnification microscope objective is
approximately 37mm, and when focused on the probe, the objective fits fully into the hole in
the top plate of the kinematic stand. Therefore, the free space travel of the laser beam is fully
enclosed, and it is deemed safe for use without safety goggles.
5.3.1.9 Various coarse manipulation stages
The experimental setup was designed to ensure that the constituent parts could be positioned
correctly. However, various aspects of the setup need to be adjusted or moved during testing.
This was achieved by using a range of coarse manual manipulation stages (both linear and
rotational).
There are several parts of the experimental setup that require coarse manipulation. Vertical
(z -axis) manipulation of the LDV head is required to bring the laser spot into sharp focus on the
vibrating micro-probe. Lateral (xy-axis) manipulation of the LDV head is also required, so that
the laser spot can be manipulated about the top of the vibrating micro-probe. This will allow
manufacturing and assembly errors to be compensated for (as the vibrating micro-probe may
not always sit exactly central within the experimental setup), and will also allow the vibration
of each individual leg to be measured (at the elbow position).
Coarse manipulation of the test measurement surface is required in at least four degrees of
freedom in a Cartesian frame of reference. These are z, x, y and rotation about the z -axis. This
will be realised as three degrees of freedom in a cylindrical frame of reference, z, rotation about
the z -axis and a radial linear axis.
Along with the various course manipulation stages needed to complete the experimental setup, a
wide range of fixtures and fittings are required to construct the setup. Several optical breadboards
are used to serve as a structural base onto which all of the constituent parts are fixed.
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Figure 5.8: Graph showing the vertical transmissibility of the PFP51507 passive vibration isol-
ation table
5.3.1.10 Environmental isolation
Any external vibration that could act on the experimental setup may interfere with the opera-
tion, or external measurement, of the vibrating micro-probe. It is, therefore, important that the
setup is isolated from any external environmental vibration that may interfere with the comple-
tion of the experiment. Any isolation system should be large enough to incorporate the entire
experimental setup.
A suitable vibration isolation system was identified. This system was an air-sprung passive
isolation table, commercially available from Thorlabs (product reference PFP51507). This optical
table was chosen for several reasons, including its vibration damping capability, its size and its
cost. A graphical description of its damping capabilities, as provided by the manufacturer, is
shown in figure 5.8.
It can be seen that transmissibility of vibration in the vertical direction is less than 1% for
frequencies above 50Hz. Therefore, given that the optimal vibration frequency for the testing
and operation of the vibrating micro-probe is over 1 kHz, the transmission of frequencies likely
to interfere with its operation will be very low. However, the transmission of frequencies below
10Hz, especially at the resonant frequency of the table itself at 3.5Hz, is high. Therefore, steps
should be taken, other than mechanical isolation, to ensure these effects do not affect the data
processing. These steps include electrical filtering and software-based band-pass filters to remove
any stray, or unwanted, signals. The LDV control system is also fitted with a software based
band-pass filter to remove unwanted vibration frequencies during measurement.
The experiments should also be isolated from any external acoustic effects, air turbulence and
air disturbances. This was achieved by placing the experimental setup in a physical enclosure.
5.3.1.11 Environmental control system
Isolation from external vibration and external acoustic effects is a realistic requirement of op-
eration of a probe for micro-CMMs. Likewise, control of the external environment, specifically
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MP-Ni-4-X Before Oct 2008 April 2011 Tested - Surface interaction forces
MP-Ni-6-B
Oct 2010
April 2011 Tested - Surface interaction forces
MP-Ni-6-D April 2011 Tested - Surface interaction forces
MP-Ni-6-F April 2011 Used during temperature testing
MP-Ni-6-I Feb 2013 Tested - Linearity and repeatability
MP-Ni-9-9P Oct 2012 Feb 2013 Tested - Linearity and repeatability
temperature and humidity, is also a realistic requirement for high precision dimensional metro-
logy.
The experimental setup was therefore operated in a controlled laboratory. The laboratory at
NPL where the experiments were completed is specified to a temperature of 20 °C± 0.1 °C, with
a temperature gradient of better than 0.1 °C per hour, and a humidity of between 40%RH and
65%RH. These specifications have been tested many times as part of NPL’s UKAS accreditation
and have been found to be realistic. However, a logging system was put in place for the duration
of the tests to confirm these specifications.
It is expected that a single validation test will run over less than thirty minutes and, therefore, the
thermal mass of the setup is likely to shield the experiment from major temperature excursions
(for at least the duration of one test).
5.3.1.12 Vibrating micro-probes available for testing
Extensive background research has been completed with respect to the NPL vibrating micro-
probe. This included the manufacture of the triskelion-flexure MEMS [131] and of the sphere-
tipped micro-stylus [137], and the assembly of these constituent parts into a complete device
[145]. This background work has resulted in various vibrating micro-probes being manufactured,
which are available for validation.
A full list of the vibrating micro-probes available for validation is shown in table 5.2. This table
includes the name of the probe, the approximate date it was manufactured and assembled, and
any other notes that are of use. A full table of all manufactured probes is shown in AppendixC.
As part of the initial characterisation of these probes, a set of “Fact Sheets” were produced,
allowing easy access to the pertinent data required to operate the probe during testing. The Fact
Sheet for MP-Ni-9-4P is shown in figure 5.9. Several other Fact Sheets are shown in AppendixD.
The manufacturing process and activation of the piezoelectric material is variable, even across
a single triskelion-flexure MEMS device. In an attempt to address this variation, a “strength
coefficient” is determined for each actuator. These coefficients compare the capability of each
actuator on the probe to produce a vibration at a given input voltage to the actuator which
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produces the largest vibration at the voltage. If linearity of actuator strength is assumed, the
strength coefficients allow input signals to be correctly scaled. The actuator strength coefficients
are determined using only the base experimental setup. The actuator strength coefficients are
calculated using the reported actuator data.
5.3.2 Details of the distinct experimental setups
A schematic diagram of the base experimental setup is shown in figure 5.1. The various constitu-
ent parts of the experimental setup have been described, along with explanations of any design
choices made and any pertinent technical specifications. However, the base setup alone is not
sufficient to complete the experiments described in section 5.2. Therefore, the required three dis-
tinct experimental setups will be described, which use the base setup and different arrangements
of the various constituent parts.
5.3.2.1 Experimental setup for the testing in the vertical direction (z -axis)
To test in the vertical direction, the manipulation column must allow for vertical movement of the
test measurement surface. Therefore, the test measurement surface, the precision manipulation
stage, and a coarse vertical manipulation stage (a precision manual lab-jack) are secured below
the vibrating micro-probe, such that the surface normal of the test measurement surface is
parallel to the stylus. This will result in an ideal interaction between the probe and the test
measurement surface when the probe vibrates vertically.
A schematic diagram of the manipulation column used with the base setup for testing in the
vertical direction is shown in figure 5.10. An image of the experimental setup is shown in fig-
ure 5.11.
5.3.2.2 Experimental setup for the testing in the lateral direction (xy-axis)
To test in the lateral direction, the manipulation column must allow for lateral movement of
the test measurement surface. Therefore, the test measurement surface and the precision ma-
nipulation stage are mounted onto the coarse vertical manipulation stage using an angle plate.
Once secured below the vibrating micro-probe, the test measurement surface will be able to
move laterally with respect to the direction of the stylus. This will result in an ideal interaction
between the probe and the test measurement surface when the probe vibrates horizontally. By
mounting the linear motion stages on top of the rotation stage, the system is converted into a
cylindrical frame of reference, enabling all interaction experiments to be defined as a height, a
rotation angle and a radial motion.
A schematic diagram of the manipulation column used with the base setup for testing in the lat-
eral direction is shown in figure 5.12. An image of the experimental setup is shown in figure 5.13.
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Voltage for 
1 µm / V 
Amplitude 
at 5 V 
Amplitude 
at 10 V 
Leg 1  ? AI Y 2.201 0.05 X 0.09 0.16 
Leg 1  ? AO Y 2.202 2.00 0.490 X X 
Leg 2  ? AI Y 2.202 0.04 X 0.10 0.20 
Leg 2  ? AO Y 2.201 7.25 0.130 X X 
Leg 3  ? AI Y 2.201 0.04 X 0.09 0.17 
Leg 3 - AO Y 2.201 7.00 0.134 X X 
 
 




Sensor designation Working Amplitude jump / V Phase peak / degrees 
Leg 1  ? SI Y < 0.05 0.2 
Leg 1  ? SO Y 0.1 2.5 
Leg 2  ? SI N X X 
Leg 2  ? SO Y < 0.05 0.2 
Leg 3  ? SI Y < 0.05 0.2 
Leg 3 - SO Y < 0.05 0.2 
 
Figure 5.9: The Fact Sheet for vibrating micro-probe MP-Ni-9-9P.
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Figure 5.10: A schematic diagram of the manipulation column used with the base setup for
testing in the vertical direction
During these tests, the LDV should be able to move lateral over the vibrating micro-probe to
allow for measurement of the vibration of each of the legs of the triskelion-flexure MEMS device.
This movement will be achieved through a lateral coarse manipulation stage on the base of the
LDV stand. This lateral coarse manipulation stage can be seen in figure 5.11.
5.3.2.3 Experimental setup for the testing of isotropy
A new concept of isotropy has been developed for 3D vibrating micro-CMM probes, as described
in Chapter 4, section 4.3.4. The isotropy of the vibrating micro-probe will therefore be defined
according to the vibration characteristic, as controlled by the previously described vibration
algorithm. To validate these vibration characteristics, the vibration of each leg should be meas-
ured.
The experimental setup suited for testing the vibration isotropy of a vibrating probe is simply
the base setup. Similar to the vibration measurement requirements of the lateral experiments,
the lateral coarse manipulation of the LDV head will be essential, as the individual vibration
characteristics of each leg will have to be measured to fully define the isotropy of the probe.
5.3.3 Good practice for dimensional measurement
There are several design choices that have been made during the development of the experimental
setup that were made on the basis of maintaining good practice for dimensional measurement.
One important aspect of validating the capability of the experimental setup is to ensure that
good practice is adhered to. It will then likely follow that the individual capabilities of the
constituent parts are a good estimate of the total capability of the setup.
Several aspects of the assembly and operation of the experimental setup have been decided



















































Figure 5.11: Photograph of the experimental setup used for testing the micro-probe in the z -direction.
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Figure 5.12: A schematic diagram of the manipulation column used with the base setup for
testing in the vertical direction
Figure 5.13: Photograph of the experimental setup used for testing the microprobe in the lateral
direction – the kinematic stand has been removed for clarity
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addressing Research Question 1.2 and Research Question 1.3. Several good practice rules
will now be considered, including strategies for their mitigation. These points will also be
considered towards the end of the chapter when the uncertainty of the measurements performed
will be addressed.
5.3.3.1 Abbe´ considerations
Abbe´ error, similar to other angular errors, describes a situation relating to the magnification of
angular error over distance. A more detailed explanation can be found elsewhere [29, 30, 182],
but for simplicity, it should be noted that Abbe´ error is minimised if the measurand and the
measurement axis are co-axial.
There are several distances that are measured as part of the experimental setup. During assembly
of the system, these distances, and the scales that were intended to measure them, were all
considered with respect to the Abbe´ principle. These scales included: the measurement beam
of the LDV, which was focused onto the centre of the vibrating micro-probe so as to be in-line
with the probe stylus during vertical testing, and the internal measurement scale of the precision
manipulation stage, whose position is unknown, and was therefore assumed to be in the centre
of the device.
5.3.3.2 Metrology loop
A metrology loop can be defined as the path, through all constituent parts of the experimental
setup, which defines the positioning reference [3]. During design of an experimental setup, the
metrology loop should be clearly identified, allowing constraints on materials, dimensions and
fixings used to ensure the maximum mechanical and thermal stability.
During the design of the experimental setup, especially the initial base setup, the mechanical
stability and material makeup of the metrology loop was considered. To address the mechanical
considerations, the kinematic stand was left unconstrained, and the legs were secured to a rigid
optical table. A Type II Kelvin clamp was also used to allow for thermal expansion effects.
To address another thermal consideration, the legs of the kinematic stand were made from
aluminium, which was a best estimate as to the material make-up of the manipulation column.
As no absolute measurements are taken using the LDV, the design of the LDV stand was not
given much consideration, apart from mechanical stability and ease of manipulation.
5.3.3.3 Stability considerations
Following the setup of an experiment for any probe testing, it is essential to ensure that the
system is stable prior to data collection. To achieve this, the experiment it prepared and left
for at least one hour to settle mechanically and thermally. The experiment is then initiated
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remotely, so that there is little further external influence. After the period of mechanical and
thermal stabilisation, but prior to testing, the microprobe is activated and its behaviour recorded,
to ensure stable vibration. Validation experiments are only completed if the vibration is stable.
5.4 Experimental procedures
The experiments required to validate the operation of the vibrating micro-probe have been
defined in section 5.2. The experimental apparatus, including several specific setups which can
be used to complete the validation experiments, have also been described.
The detailed procedures used to complete the validation experiments will now be defined. These
procedures will relate specifically to the two validation objectives; Thesis Objective 1, per-
taining to the validation of the ability of the vibrating micro-probe to counteract the surface
interaction forces, and Thesis Objective 2, pertaining to the testing of the isotropy of the
vibrating micro-probe.
5.4.1 Procedure for experiments to validate ability to counteract the
surface interaction forces
A set of experiments will be conducted to determine whether the probe is capable of counteracting
the surface interaction forces that are prevalent when operating at the micro-scale. The vibrating
micro-probe will therefore be tested while approaching, interacting with and retracting from a
test measurement surface. As these experiments will result in direct contact between the probe
tip and the test measurement surface, they will also be referred to as ’contact experiments’.
The real operation of the vibrating micro-probe during these contact experiments will be com-
pared to the theoretical operation. Several sensitivity experiments will also be completed with
respect to vibration amplitude and frequency. Finally, the repeatability and linearity error of
the vibrating micro-probe will be determined. Initially, these experiments will be completed in
the vertical direction. However the experiments will also be repeated in the lateral direction to
determine the ability of the vibrating micro-probe to counteract the surface interaction forces in
3D.
The procedures for these contact experiments will be split into three main sections: setup, pre-
test, and test procedure.
5.4.1.1 Testing of the probe in the vertical (z ) direction
Setup It is a prerequisite of these initial steps that the correct experimental setup has been
selected and assembled. In this case, the vertical testing experimental setup should be
built, as described in section 5.3.2.1.
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• A vibrating micro-probe should be selected and mounted into the physical and electrical
interface ready for testing.
– Considering the safety of the vibrating micro-probe, the interface step is completed
while the top plate of the kinematic stand is disassembled from its legs. While the
kinematic stand is disassembled, the vibrating micro-probe can be unboxed, manu-
ally manipulated and attached to the interface in a safe environment, free from the
obstruction of surrounding experimental apparatus, and in good working light.
– After interfacing is complete, the kinematic stand can be reassembled. It is essential
that, before reassembly takes place, the manipulation column is fully retracted so that
there is no chance of the probe hitting the test measurement surface and breaking.
– Reassembly results in the probe being held directly below the LDV, and directly above
the fully retracted manipulation column.
• The LDV is focused on the centre of the back of the central island of the probe.
– The design of the probe ensures that the central island and connecting arms are stiff
enough, compared to the flexures, that they all move as one monolithic structure.
Therefore, the LDV should detect a similar vibration amplitude anywhere in the
central area of the probe.
– However, the centre of the central island is positioned collinear with the direction
of interaction. Measurements of vibration amplitude change at this position are,
therefore, adherent to the Abbe´ principle.
• The test measurement surface is brought into position ready for testing.
– The precision manipulation stage is first set to the mid-point of its full stroke.
– The entire manipulation column is then coarsely moved up to a position whereby
the test measurement surface is in direct contact with the sphere tip of the probe.
This contact point is determined qualitatively through observation of the focus of
the optical video system of the LDV on the back of the probe. Any change in focus
is determined to be the result of physical interaction of the probe tip with the test
measurement surface.
– This contact point is minimised (by eye) though coarse manipulation, after which the
precision manipulation stage is set to its zero position.
– After this mix of manual and precision manipulations of the test measurement sur-
face, it is determined that the surface should be within 100 µm of the probe tip and,
therefore, within the range of full stroke travel of the precision manipulation stage.
• At this point, the setup steps for the experiment are complete.
CHAPTER 5. EXPERIMENTAL VALIDATION OF THE VIBRATING MICRO-PROBE 145
Pre-test The entire system should be left to stabilise mechanically and thermally for at least one
hour. It is suggested that all work is now conducted remotely to minimise any disturbing
effects caused by movement in the lab.
• The experimental co-ordinate system is defined.
– Currently, the manipulation stages are at their starting points for any subsequent
tests.
– The experimental co-ordinate system is defined as a linear (one dimensional) system,
with the lowest position of the precision manipulation stage as the origin.
• An estimate of the position of the probe tip is obtained.
– This step ensures that the over-travel of the probe during testing is minimum, and
also that the tests do not run over unnecessarily long time frames.
– The probe should be activated at a frequency and amplitude suitable for operation
and testing.
– The precision manipulation stage should then be programmed to move the test meas-
urement surface towards the probe in steps of size at least one fifth the amplitude of
the vibration of the probe.
– This pre-test step should be run until the probe vibration, as measured by the LDV,
has reduced in amplitude by a value of one or two steps of the precision manipulation
stage. At this point, a reasonable estimate of the origin can be determined, to within
one step size of the precision manipulation stage.
Test Following the determination of the origin point of the test co-ordinate system, an exper-
iment can be run to test the capability of the probe to counteract the surface interaction
forces while operating in the vertical direction.
• The test measurement surface is manipulated such that it approaches the probe normal to
the direction of vibration.
– The movement of the test measurement surface is controlled to approach the probe
in the smallest repeatable steps that can be produced by the precision manipulation
stage.
– The movement of the test measurement surface is also controlled so that the over-
travel after passing the origin is less than the amplitude of vibration of the test probe
[195].
• The experiment should be repeated several times so that an accurate calculation of the
repeatability and linearity can be made.
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Following the completion of the experiment, the saved data is collected and analysed. The data
processing steps are detailed later in this chapter.
5.4.1.2 Testing of the probe in the lateral (xy) directions
The lateral capability of the vibrating micro-probe is dependent on the ability of the vibration
algorithm to control the probe’s vibration. To have the probe interact with a lateral-facing
surface, whose surface normal is perpendicular to the stylus of the probe, the probe must vibrate
laterally, or parallel to that surface normal.
The experimental procedure for the testing of the vibrating micro-probe in the lateral direc-
tion will now be presented. Any details from the previously described vertical tests, especially
regarding safety and good practice, should still be observed.
Setup It is a prerequisite of these initial steps that the correct experimental setup has been
selected and assembled. In this case, the vertical testing experimental setup should be
built, as described in section 5.3.2.2.
• A vibrating micro-probe should be selected for testing.
– The selected vibrating micro-probe should have been previously characterised to be
suitable for non-resonant vibration (i.e. lateral vibration under the control of the
vibration algorithm), and also should have all the actuator strength coefficients de-
termined.
• The selected vibrating micro-probe is mounted into the physical and electrical interface.
– Particular care should be taken when reassembling the kinematic stand so that the
side-facing test measurement surface, and the associated manipulation column, do not
contact or damage the probe
• The LDV is focused on the back of the vibrating micro-probe.
– The LDV should be focussed on the back of the probe at a position that exhibits the
maximum vibration amplitude during activation.
– Unlike in the vertical tests, the centre of the central island is no longer a suitable
position for vibration measurement, because lateral vibration of the probe will result
in little or no movement of the centre of the central island.
– The measurement position should be selected by consulting the vibration algorithm.
As a rule-of-thumb, the optimal position for measurement by the LDV is the point
that is furthest from the centre of the central island in the direction of the surface
normal with which the probe is interacting.
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– Due to both the off centre measurement of the vibration of the probe, and to the off
vertical direction of the surface normal during testing, the measurements taken by the
LDV are not adherent to the Abbe´ principle.
• The test measurement surface is brought into position ready for testing.
– The precision manipulation stage is set to the mid-point of its full stroke.
– The rotational stage is manually rotated to the correct angle for testing.
– The test measurement surface is moved vertically (coarse) ensuring first that the radial
manipulation stage is retracted so that the test measurement surface is far removed
from the centre of the experimental setup.
– The radial manipulation stage is moved to a position whereby the test measurement
surface is in direct contact with the sphere tip of the probe. Contact between the
sphere tip and the test measurement surface is observed directly to confirm con-
tact. If this contact position is determined as before, using focus change of the LDV
measurement point, there is little scope for determining the quality of the contact,
especially whether contact is between the sphere tip and the gauging surface, rather
than the sphere tip and the chamfer on the edge of the gauge block. The possibility
of contact with the chamfer is high due to the geometrical design of a gauge block, in
which the chamfer that is about 1mm deep.
– To directly observe contact, the optical video system of the LDV is focused on the
stylus tip, around the central island. Direct viewing of the sphere is possible by virtue
of the numerical aperture of the 10× magnification objective.
– This contact point is minimised though coarse manipulation, after which the precision
manipulation stage is set to its start position.
– After this mix of manual and precision manipulations of the test measurement sur-
face, it is determined that the surface should be within 100 µm of the probe tip and,
therefore, within the range of full stroke travel of the precision manipulation stage.
– The LDV should be returned to its original position, on the central section of the
probe, at the position of maximum vibration amplitude.
• At this point, the setup steps for the experiment are complete.
Pre-test The entire system should be left to stabilise mechanically and thermally for at least one
hour. It is suggested that all work is now conducted remotely to minimise any disturbing
effects caused by movement in the lab.
• The experimental co-ordinate system is defined.
• An estimate of the position of the probe tip is obtained.
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– This step is completed as previously described.
– However, the calculation of the precision manipulation stage step size and, therefore,
the expected reduced amplitude of the vibration measured by the LDV should be
altered to include the off axis measurement of the amplitude of the vibration. This
is expected to be close to a one-to-one relationship, as the length of the connecting
arm, Lb, and the length of the stylus, lst, are similar.
Test Following the determination of the origin point of the test co-ordinate system, an exper-
iment can be run to test the capability of the probe to counteract the surface interaction
forces while operating in a lateral direction. This is completed as previously described.
5.4.2 Experiments to test the ability of the probe to act isotropically
A set of experiments will be conducted to determine the isotropy of the vibrating micro-probe.
The definition of isotropy used for the probe can be summarised as follows: the vibrating micro-
probe shall be considered to act isotropically if it is able to vibrate at the same amplitude and
frequency in any chosen vibration vector.
Any tests of the isotropy of the vibrating micro-probe will directly validate the capability of the
vibration algorithm to control the probe. Therefore the results of these tests will serve to assist
in the further development of the vibration algorithm.
Setup It is a prerequisite of these initial steps that the correct experimental setup has been
selected and assembled. In this case, the isotropy testing experimental setup should be
built, as described in section 5.3.2.3.
• A vibrating micro-probe is selected and mounted for testing. This probe should have
similar requirements to those for the lateral contact experiments.
• The LDV is focused on the back of the vibrating micro-probe.
– Unlike the previous interaction tests, there is no single position on the central section
of the probe that will provide full information on the vibration of the probe. Instead,
each junction between the connecting arms of the central section and the three flexures
should be investigated.
– These measurements will be directly comparable to the interim results contained
within the vibration algorithm calculations that refer to the positions of the end
of each flexure, which are described in figure 4.15.
– Therefore, each complete experiment will be a combination of three sub-experiments
which contain measurements from three different positions about the top of the central
section of the probe.
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• As this experimental setup does not include the manipulation column, the setup steps for
the experiment are complete.
Pre-test The entire system should be left to stabilise mechanically and thermally for at least one
hour. It is suggested that all work is now conducted remotely to minimise any disturbing
effects caused by movement in the lab.
• The isotropy experiments will be completed within no formal co-ordinate system.
– The measurements taken will be comparable through the amplitude and phase of the
vibration in comparison to a reference signal that is input to the probe.
– The measured amplitudes and phases will be compared directly to the expected results
calculated by the vibration algorithm, and through this comparison, isotropy will be
characterised.
– Due to the nature of the measurement, that the vibration of the junctions between the
central body and the flexures are measured, and that these vibrations are calculated
at one stage within the vibration algorithm, it is surmised that these measurements
taken by the LDV are adherent to the Abbe´ principle.
Test The isotropy of the vibrating micro-probe is determined through the combination of meas-
urements taken over several vibration vectors. Each measurement taken at a single vibra-
tion vector is the combination of three sub-experiments.
• Sub-experiment 1 is run, to measure the vibration of position 1 (nominally, the elbow of
Leg 1) while the vibrating micro-probe is activated in one vibration vector.
– The probe is activated by a set of actuation signals that are controlled by the vibration
algorithm.
– The LDV measures the motion of the vibrating micro-probe at the first position.
– The motion is recorded for several minutes, after which the experiment is stopped and
the vibrating micro-probe is deactivated.
• The LDV is moved such that it is focussed on position 2 on the vibrating micro-probe
(nominally, the elbow of Leg 2).
– To assist with maintaining this stability, the movement of the LDV between junctions
it made quickly and carefully, to ensure as little disturbance as possible is made to
the system.
– The experimental setup is also left to rest for several minutes to ensure mechanical
and thermal stability is maintained.
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• This procedure is repeated for all three measurement positions, at the elbows of the three
legs of the triskelion MEMS device.
– The individual sub-experiments should be repeated several times so that an accurate
comparison between the real capability of the probe and the calculated behaviour can
be made.
• Following the completion of the sub-experiments, the saved data is collected and compiled
to make up one set of results for one vibration direction of the vibrating micro-probe.
• The entire test, comprised of the three constituent sub-experiments, is repeated for all
vibration vectors that are to be tested.
– Particular attention should be taken when positioning the LDV at the junctions
between the flexures and the central body, to ensure that the same positions are
interrogated across all experiments.
Following compilation of data from several vibration vectors, analysis is completed that will
describe the capability of the probe to act as expected and, therefore, conclude on the current
isotropy of the probe.
5.5 Presentation and discussion of the experimental res-
ults
The individual experiments, designed to address the requirements of Thesis Objective 1 and
Thesis Objective 2, have been described in detail. During any of the described experiment,
a great deal of data is automatically saved by the control software. Once processed, the experi-
mental data can be discussed, compared and contrasted, and concluded upon.
The state of the raw data as it is collected from the experiments will be presented. Following this
presentation, a set of calculations will be discussed that will process the results in a meaningful
and useful fashion, such that it is comparable between experiments and to the model of the in-
teraction. With reference to these calculations, a set of workflows will be presented that describe
the steps taken to process data from the three experiments. Subsequently, the experimental
results will be presented and discussed.
5.5.1 Raw data analysis
To demonstrate the state of the data as it is collected from the control software, a set of raw
data will be presented in full. The data is saved automatically in comma-separated .txt format.
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The data file is transferred to a separate PC and is processed using Matlab and Microsoft Excel.
The data is separated into the following groups:
• three detected LDV signals (amplitude in micrometres, frequency in hertz and phase in
degrees),
• eighteen detected signals from the sensors (amplitude, frequency and phase from each of
the inner and outer sensors for each of the three legs),
• position of the precision manipulation stage,
• time from the PC clock in hours, minutes and seconds, and
• an error indicator.
Following the completion of each experiment, the raw data can be analysed and interpreted.
These initial interpretations will be described in the following two sections, with respect to the
contact experiments and the isotropy tests.
5.5.1.1 Interpretation of raw data from contact experiments
A trial experiment was run using vibrating micro-probe MP-Ni-6-D, vibrating at a frequency of
1.509 kHz and an amplitude of 1.0 µm. The experiment ran for approximately thirteen minutes,
during which time the precision manipulation stage travelled from 50 µm to 52.7µm in 40 nm
steps (approach and recede), six times. This resulted in six interactions between the vibrating
micro-probe and the test measurement surface. Approximately 17 000 lines of data were collected,
and an appreciation of several lines of raw data is shown in AppendixE.
The three LDV signals indicate the detected physical reaction of the probe over the extent of the
experiment, and can be plotted either in the time domain or, in the case of a contact experiment,
the absolute distance domain (with respect to the origin of the precision motion stage, which is
also the experimental co-ordinate system). The LDV signals for the demonstration experiment
are shown in both the time domain and the distance domain in figures 5.14, 5.15 and 5.16.
The contact point between the probe and the test measurement surface can be seen as a feature
on all six graphs shown in figures 5.14, 5.15 and 5.16. In figure 5.14 the interaction between the
probe and the test measurement surface is visible as a reduction in amplitude at the contact
point. In figure 5.15 the interaction between the probe and the test measurement surface is
visible as a gradual change in phase on approach to the surface and a large change in phase at
the contact point. In figure 5.16 the interaction between the probe and the test measurement
surface is visible as an irregular set of measurements at the contact point.
A more detailed appreciation of the interaction of the probe and the test measurement surface,
when in close proximity to the contact point, can be gained from a focused view of the data
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Figure 5.14: Raw data from the LDV taken during a trial contact experiment. Amplitude data
is displayed in the time (top) and the absolute distance domain (bottom).
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Figure 5.15: Raw data from the LDV taken during a trial contact experiment. Phase data is
displayed in the time (top) and the absolute distance domain (bottom).
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Figure 5.16: Raw data from the LDV taken during a trial contact experiment. Frequency data
is displayed in the time (top) and the absolute distance domain (bottom).
CHAPTER 5. EXPERIMENTAL VALIDATION OF THE VIBRATING MICRO-PROBE 155
between 51.7 µm and 52.7 µm in the distance domain. Although the data considered in the time
domain is a good indication of the progression of the experiment, it is of little interest with
respect to the processing of the data, which requires correlation to a physical property, such as
displacement. The time domain data will, therefore, no longer be considered. A set of three
graphs of the experimental data, plotted in the distance domain, are shown in figure 5.17 and
are zoomed to between 51.7 µm and 52.7µm in the distance domain.
When considering the amplitude data presented in figure 5.17, the interaction between the probe
and the test measurement surface is again visible as a reduction in amplitude at the contact
point. However, through the more focused view, it is clearer that these reductions in amplitude
occur in ever more increasing steps, which tend to a value similar to that of the nominal step
size of the precision manipulation stage. It was previously suggested in Chapter 4, section 4.4.3,
that the ideal indicator of the progress of the experiment shall be a representation of the ratio
of the change in measured amplitude with respect to the nominally constant approach steps of
the test measurement surface.
The details of the effect of the interaction on the phase response of the probe and the detected
frequency are more qualitative and require little further processing. Several processes used to
clarify the data, reduce the number of data points, and to smooth the data will be described in
section 5.5.2.
The data presented in figure 5.17 also shows some experimental drift, as the data approaching,
at, and after contact seems to be unrepeatable. This experimental drift will be considered in
section 5.5.3.6.
5.5.1.2 Interpretation of raw data from isotropy experiments
Data collected from the isotropy experiments consists of the amplitude and phase of the probe as
measured by the LDV at the three investigated sites on the probe. Even though only one result is
needed per experiment to represent the average motion of the investigated point at a given input
signal, several seconds of data is collected resulting in several hundred data points. Even though
the data from the isotropy experiments requires little, or no, processing prior to interpretation,
several processes are used to simplify the data to reduce the number of data points to one average
result. These are described in section 5.5.2, along with the ratio calculation procedure.
5.5.2 Data processing workflows
Several workflows can be developed that describe how the raw experimental data, as previously
shown in figures 5.14, 5.15, 5.16 and 5.17, can be processed into reportable experimental results,
such as the ratio value of surface approach to vibration reduction.
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Figure 5.17: Raw data from the LDV taken during the trial contact experiment, displayed in the
absolute distance domain, zoomed to the last 1 µm.
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Workflow 1 describes how data is reduced from several hundred thousand raw data points to
several thousand average points, from which the required ratio can be calculated.
Workflow 1 - Ratio determination
1. Tabulate all data – LDV signals, vibrating micro-probe signals, and precision
manipulation stage position.
2. Calculate the change (∆) in manipulation stage position for each data point.
3. At every step of the precision manipulation stage (where ∆(position) is approximately
equal to the programmed step of the precision manipulation stage), calculate the average
position (position) and average vibration amplitude (vibration) at that position, either
from the LDV or direct from the sensors.
4. Subsequently, at every step of the precision manipulation stage, calculate the ratio
∆(vibration)/∆(position).
5. When the ratio exceeds unity set calculated surface position to 0 nm.
(a) If the ratio does not reach unity, the calculated surface position is set to 0 nm at the
maximal ratio value.
This workflow can be applied to any raw data for a contact experiment, where data is recorded
from the LDV or the vibrating micro-probe. If phase data is used instead of amplitude data,
steps 4 and 5 can be omitted.
Following the completion of the initial data processing, several further steps can be taken to
complete a more detailed analysis. Workflow 2 shows a simple procedure that can be used to
calculate the average ratio from an experiment that includes several interactions.
Workflow 2 - Combination of data
1. Using the previously mentioned ‘calculated surface position’, select data from -1 µm to
the maximum position (usually ∼0.1 µm) for each data point of the probe while
approaching the surface.
2. Align each point according to the distance from the surface
3. Calculate average position and ratio for each aligned data group, including the
experimental error.
4. Present in graphical form.
5. Repeat for the retract data.
Again, this workflow can be applied to any raw data for a contact experiment, where data is
recorded from the LDV or the vibrating micro-probe.
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5.5.3 Results of tests of the contact experiments in the vertical direc-
tion
A set of tests were completed that describe the capability of the probe to act in the vertical,
or z, direction. After the experiments were run, the data was collected and processed. The
experiments are run according to the previously defined Design of Experiments, as described in
section 5.2.
5.5.3.1 Counteraction of the surface interaction forces
A set of tests were run to characterise the probe in its ideal operating conditions. These optimal
conditions relate to amplitude and sensitivity and are apparent at the first resonance frequency
when the probe is acting vertically. The demonstration of the ability of the probe to counteract
the surface interaction forces was completed using vibrating micro-probe MP-Ni-6-D, vibrating
at a frequency of 1.509 kHz and an amplitude of 1.0 µm, as presented in section 5.5.1.
A contact experiment was completed where contact was repeated three times over fifteen minutes,
with the surface retracting to 10µm from the approximate contact position after each interaction.
The surface was controlled to approach the probe in 30 nm steps, making one step approximately
every two seconds. The data is recorded at a frequency of 10Hz. The resulting raw amplitude
data was processed to calculate an average for each step. This raw amplitude data from the
LDV, which is averaged for each step, is shown in figure 5.18. The position of the surface is
initially estimated due to a lack of detailed information that the raw data provides.
The results shown in figure 5.18 indicate the measurements taken by the LDV, which are a
direct measurement of the mechanical vibration of the probe. The true operation of the probe
is dependent on the ability of the sensors to detect signals that are indicative of interaction
with a measurement surface. It is essential that the signals from the sensors during probing are
comparable to the mechanical behaviour detected by the LDV.
As several of the probe sensors are affected by over-etching, resulting in incomplete or damaged
connections, several of the tested device’s sensors are not suitable for electrical sensing. However,
measurements have been taken to validate the capability of the system to operate as intended,
without direct optical measurement. The signals from the operational piezoelectric sensors were
passed through a low-pass filter and were then analysed and directly compared to the output of
the LDV. These results are shown in figure 5.19.
The raw data shown in figure 5.19 shows the advantages of the ratio calculation, which gives a
better appreciation of the progress of the interaction and gives a quantitative indication of the
position of the measurement surface. The ratios between the changes in vibration amplitude and
the approach distances of the reference surface were, therefore, calculated. When there is no
interaction between the probe and the surface, this ratio is nominally zero, and when the probe
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Figure 5.18: Graph of the raw vibration amplitude on approach and receding from the test
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Figure 5.19: A comparison of the output of the LDV and the sensor amplitude during a probing
interaction (approach only). The error bars indicate the experimental standard deviation of the
mean.
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Figure 5.20: Graph of the calculated ratio values for the micro-CMM probe while interacting
with a test surface. The error bars indicate the experimental standard deviation of the mean
from six repeated measurement surface interactions.
is making contact with the surface this ratio is nominally one. Any intermediate ratios are the
result of a non-contact interaction between the probe and the reference surface. The results of
an interaction between the probe and a measurement surface are shown in figure 5.20. The ratios
are calculated by using the measurement taken by the LDV, as the signals output by the sensors
are not yet calibrated with respect to amplitude.
The results in figure 5.20 show a surface interaction experiment occurring in the z direction, with
the precision manipulation stage moving in 30 nm steps. The position of the reference surface
was defined as the position whereby the ratio first passed unity. In reality, as can be seen that
errors in the experimental data result in ratios being below unity, even during direct contact
with the surface. To mitigate these experimental errors, the position of the surface is aligned
with the first maximal point of the approach data. Experimental data is averaged over nine data
points, with data collected over three or more sets. Therefore, all data points are the mean of
over twenty-seven data points.
The feature in figure 5.20 at approximately 150 nm from the surface is an indication of some
interaction with the test measurement surface that is not included in the interaction model,
which is shown in figure 4.21. It should be noted that this feature is not an indication of snap-
in, but is instead assumed to be either some contamination on the test measurement surface,
or an electrostatic interaction causing a premature reduction in the amplitude of the vibrating
micro-probe. The repeatability of the feature when retracting from the test measurement surface
indicates that contamination is more likely. Therefore, the experimental setup was dismantled, all
parts, especially the test measurement surface, were cleaned and reassembled, and the interaction
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Figure 5.21: Graph of the calculated ratio values for the micro-CMM probe while interacting with
a test surface during a second contacting experiment. The error bars indicate the experimental
standard deviation of the mean from five repeated measurement surface interactions.
experiment was re-run. The results of this second interaction experiment between the probe and
a measurement surface are shown in figure 5.21.
It can be seen from the results shown in figure 5.21 that the approach and retract behaviour of
this probe, over several measurement runs, are similar. This is an early indication of the ability
of the vibrating micro-probe to successfully counteract the surface interaction forces.
A direct comparison can be made with the previously described operational model. For ease of
comparison only measured interaction data on approach are presented. The experimental data
has been scaled so that the contact point is set to unity. This comparison is shown in figure 5.22.
The comparison of the theoretical and experimental data indicates some limitations of the model,
but also indicates some explanations of the physical relationship. One similarity between the
two data sets is the location of the onset of the non-contact interaction. The model and the
experimental data both indicate that a non-contact interaction will occur within 100 nm of the
surface. This number is highly dependent on the initial starting conditions of the model, which
estimated the nature of the surface materials, the surface texture and other a priori knowledge.
Both sets of data also indicate that, post contact, the interaction forces continue to act on the
probe, causing ratios above unity to be observed. One major discrepancy between the two data
sets is the relative magnitudes of the interactions. The experimental data indicate a far stronger
surface interaction than was initially modelled. This discrepancy could be due to several factors,
as discussed in Chapter 4, section 4.4.4.
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Figure 5.22: Comparison of theoretical data, as shown in figure 4.21 and the experimental data,
as shown in figure 5.21.
The capabilities of several other vibrating micro-probes with respect to the ratio determination
of surface interaction are shown in figure 5.23. For ease of comparison, the interaction is only
shown on approach. This comparison indicates that the feature seen in figure 5.20 is not a true
indication of the reaction of the vibrating micro-probe with the test measurement surface.
It can be seen from figure 5.19 that the amplitude of the signals recorded from the sensors of the
vibrating micro-probe during interaction with a test measurement surface show some correlation
with the physical changes recorded by the LDV. However, these sensor signals are relatively
small and suffer from some amount of noise. Therefore, the data was re-processed to investigate
the phase of the measured data (both from the LDV and the from the sensors) with respect to
input drive signals. The result of this comparison is shown in figure 5.24, and also demonstrates
the different scale on which these phase signals are detected. The sensor phase data from the
contact experiment shown in figure 5.21 can also be calculated (on approach and retract) and is
shown in figure 5.25.
These measurements show clearly that phase detection is also a suitable way to detect the
surface interaction forces. The scale of figure 5.25 does not fully illustrate that the sensitivity
of the phase measurements is superior to that of the amplitude measurements; the phase signal
begins indicating surface interaction forces 100 nm before the amplitude data. Also, the phase
data clearly confirms the assumption made to define full surface contact. A small difference can
be seen between the approach and retract phase characteristics. This does indicate that, even






















Figure 5.23: Graph of the calculated ratio values for several vibrating micro-probes while in-
teracting with a test surface during a contacting experiment. For ease of comparison, only the





















































Displacement from surface / µm 
Phase - Vibrometer
Phase - Sensor
Figure 5.24: Comparison of the phase signals of the laser Doppler LDV and the piezoelectric
sensors. The error bars indicate the experimental standard deviation of the mean. It should be
noted that these two signals are plotted on radically different scales.
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Figure 5.25: Phase of the output signal relative to the drive signal plotted against displacement
from surface. The error bars indicate the experimental standard deviation of the mean.
though the probe may negate the effect of snap-in and snap-back, there are some differences in
the behaviour of the probe on retract from approach.
It is also important to note that the use of phase data during the data processing negates the
need to rely on the length measuring capability of the LDV.
To definitively conclude on the ability of the vibrating micro-probe to counteract the surface
interaction forces, the effect of non-ideal operation must be demonstrated. The sensitivity of the
operation of the vibrating micro-probe with respect to the vibration amplitude and frequency
will be investigated. Following this investigation, the ability of the vibrating micro-probe to
counteract the surface interaction forces can be concluded
5.5.3.2 Probe sensitivity tests with respect to amplitude
The operation of the probe was investigated using different vibration amplitudes. This entailed
completing the previously-described interaction test three times while operating the probe at
three different amplitudes. Vibrating micro-probe MP-Ni-6-D was used, which has a resonant
frequency of approximately 1.5 kHz. The vibration amplitudes used to investigate the sensitivity
of the vibrating micro-probe were 0.42 µm, 0.83µm and 1.68 µm. The raw vibration amplitude
data (normalised to remove slight variations in amplitude) is shown in figure 5.26 and the data
resulting from a ratio calculation (of the associated amplitude data from the LDV) is shown in
figure 5.27.



















































































Figure 5.26: Amplitude results of a sensitivity analysis of probe operation (indicated in arbitrary
units, “arb. unit”) with respect to vibration amplitude, on approach (top) and while retracting
(bottom)

















































Figure 5.27: Ratio results of a sensitivity analysis of probe operation with respect to vibration
amplitude, on approach (top) and while retracting (bottom)
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It can be seen from figure 5.26 and figure 5.27 that a change in vibration amplitude results in
the capability of the probe to counteract the surface interaction forces to be reduced. When
vibrating with an amplitude of 0.42µm, the micro-probe is unable to counteract the surface
interaction forces, neither on approach, or retracting from the surface. Therefore, the previously
suggested condition for a minimum vibration amplitude, Amin, of 0.5µm, is seen to be valid.
5.5.3.3 Probe sensitivity tests with respect to frequency
The operation of the probe was investigated using different vibration frequencies. This entailed
completing the previously-described interaction test three times while operating the probe at
three different frequencies. Vibrating micro-probe MP-Ni-6-D was used, which has a resonant
frequency of approximately 1.5 kHz. The test frequencies used to investigate the frequency
response of the micro-probe were 1.42 kHz, 1.34 kHz and 1.25 kHz. These frequencies represent
steps of approximately 80Hz, 160Hz and 250Hz removed from resonance respectively.
The input drive signals were augmented so that the amplitude of vibration was similar in each
test (approximately 0.7 µm). The raw vibration amplitude data (normalised to remove slight
variations in amplitude) is shown in figure 5.28 and the data resulting from a ratio calculation
(of the associated amplitude data from the LDV) is shown in figure 5.29.
It can be seen from figure 5.28 and figure 5.29 that a change in frequency results in the capability
of the probe to counteract the surface interaction forces to be reduced. However, it is suggested
that any frequency within 80Hz of resonance, if operating with suitable amplitude, is sufficient
to operate correctly.
5.5.3.4 Determination of the length measuring error
During contact with a measurement surface, the vibrating micro-probe must be able to determine
tip deflection accurately, as is required by Research Question 1.3. To validate this capability,
a set of contact experiments were run to investigate the behaviour of the probe after contacting
the test measurement surface (while over-travelling).
It can be seen from previous data, e.g. the data presented in figure 5.17, that the vibrating
micro-probe is considerably more sensitive to surface interaction than the minimum possible
step of the precision manipulation stage, i.e. 30 nm. Therefore, a new method of control of the
precision manipulation stage should be developed.
A set of surface contact experiments were run; however, each repeated contact run was preceded
by a relatively large change (over 100 nm) in the set point of the precision manipulation stage.
This change was aimed at achieving a more continuous set of data, which, over several repeated
contact runs results in different data intervals.

































































Figure 5.28: Amplitude results of a sensitivity analysis of probe operation with respect to vibra-
tion frequency, on approach (top) and while retracting (bottom)

















































Figure 5.29: Ratio results of a sensitivity analysis of probe operation with respect to vibration
frequency, on approach (top) and while retracting (bottom)
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Table 5.3: Results from the determination of the length measuring capability for probe MP-Ni-
9-9P and MP-Ni-6-1
Probe Repeats Fitting coefficient / µmper degree Linearity error / nm
MP-Ni-6-I 11 0.004 26 8
MP-Ni-9-9P 7 -0.010 25 25
The over-travel data from a contact experiment using probe MP-Ni-6-I is shown in figure 5.30.
During the experiment, eleven contact interactions were completed, using the previously de-
scribed method for collecting more continuous approach and retract data. To determine the
relationship between the behaviour of the probe during over-travel, the measured phase of the
output vibration was compared to the over-travel distance, as measured by the internal sensor
in the precision manipulation stage.
It can be seen from figure 5.30 that there is a linear relationship between the over-travel distance
and the output phase of the vibration of the micro-probe. The fitting coefficient was calculated
to be 0.004 26µmper degree. The estimated error resulting from this linear fit is 8 nm, which is
calculated as the standard deviation of the individual deviations of the measured data to the
linear fit.
A similar set of tests were run using the data collected during the repeatability testing of probe
9-9P, and the fitting coefficient was calculated to be -0.010 25µmper degree. The estimated error
resulting from this linear fit is 25 nm. This data is shown in figure 5.31.
It can be seen that there is not a linear relationship between the over-travel distance and the
output phase of the vibration of micro-probe MP-Ni-9-9P. This is evident from the high fitting
error of 25 nm. The linear fit will continue to be used to allow for easier comparison between
results.
It can be concluded that this method can determine the linear fitting coefficient of the micro-
probe during contact, but that some extra effort is required to ensure good data is collected.
A summary of the data relating to the determination of the length measuring capability of the
vibrating micro-probe is shown in table 5.3.
5.5.3.5 Determination of the repeatability of the micro-probe
Following the determination of the length measuring capability of the vibrating micro-probe,
consideration must be taken in determining the probing point repeatability, as required by Re-
search Question 1.2.
It is possible to determine the probing point repeatability of the vibrating micro-probe by using
the previously presented linearity data, as shown in figure 5.30 and figure 5.31. The position of
the probing point is defined as the calculated position of the test measurement surface during
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Figure 5.30: Post-contact data from probe MP-Ni-6-I over eleven repeated interactions. The
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Figure 5.31: Post-contact data from probe MP-Ni-9-9P over seven repeated interactions. The
trend-line represents a least-squares best fit linear relationship.
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Table 5.4: Results from the determination of the repeatability error for probe MP-Ni-9-9P and
MP-Ni-6-1
Probe Repeats Repeatability error / nm
MP-Ni-6-I 11 2
MP-Ni-9-9P 7 9
Table 5.5: Determination of the repeatability error for probe MP-Ni-9-9P across several distinct
experiments
Repeats Repeatability error / nm Fitting coefficient / µmper degree Linearity error / nm
5 23 -0.005 74 50
11 25 -0.008 72 35
7 9 -0.010 25 25
an interaction. Therefore, the individual interactions used for the determination of the linearity
coefficients were re-processed to determine their individual probing point locations. The standard
error of these individual probing points is calculated, and is reported as an indication of the
probing point repeatability error. The results of the determination of the repeatability errors for
probe MP-Ni-9-9P and MP-Ni-6-I are shown in table 5.4.
Although these indications are dependent on the arbitrary definition of the true surface position,
which is defined according to the rules stated in Workflow 1, they are a true indication of the
probing point repeatability of the vibrating micro-probe. The arbitrary definition of the true
surface position will be mitigated once the probe is installed on a micro-CMM through the use
of a calibrated test length, or material measure of size.
To investigate the influence of error due to experimental setup, a second and third set of inter-
action experiments were run using vibrating micro-probe MP-Ni-9-9P. These experiments were
completed after disassembling and reassembling the experimental setup. The probing point pos-
itions were calculated using the original fitting co-efficient of -0.010 25 µmper degree. The results
of these experiments are shown in table 5.5.
It can be seen from table 5.5 that there is some error associated with the determination of a
fitting co-efficient that represents the true length measurement capability of the vibrating micro-
probe. Although this error is below 30 nm for the experiments shown in table 5.5, it is suggested
that there is some repeatability error associated with the mounting of the vibrating micro-probe
in the experimental setup that causes small changes in its ability to measure length accurately.
5.5.3.6 Experimental drift
It can be seen from figure 5.18, and in many of the subsequent figures, that a change in the data
trend occurs in both the LDV phase data and the sensor phase data at 150 nm from the surface.
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It is suggested that this change indicates the beginning of the interaction between the surface
interaction forces and the vibrating micro-probe. At 150 nm from the surface, it is most likely
that this interaction is the squeeze film interaction.
Further investigation of the six individual vibration amplitude measurements that make up the
average points shown in figure 5.19 over time are shown in figure 5.32. These six amplitude
measurements relate to the six repeated measurement taken during the contact experiment.
It can be seen from the change in the amplitude of the probe measured at the expected interaction
point with the capillary layer, at 40 nm from the surface that the strength of the capillary
interaction changes over time. The increase of the measured vibration amplitude over time
suggests that the effective strength of the capillary force is decreasing over time with repeated
probing. A similar effect is also described in [82], but with a static probe, resulting in the
opposite effect of increasing the effective strength of the capillary force. It is suggested that
the use of a vibrating probe reduces the effective strength of the capillary force with repeated
probing, either by reducing the thickness of the liquid layer through redistribution, repulsion or
through increasing the action of evaporation from the surface.
An alternative conclusion that is possible from this data is that the experimental setup is moving
by 30 nm, linearly and in one direction, over the fifteen minute duration of the experiment. This
drift is unlikely because of the steps taken to ensure stability of the experimental setup. The
conclusion regarding the change in effective strength of the capillary force is further supported
by investigating the data collected at other positions during the test, which should all shift by
30 nm if within range of the surface interaction forces (i.e. within 100 nm to 200 nm). The data
showing the individual points grouped by calculated position from the interaction experiment is
shown in figure 5.33.
It can be seen that from 150 nm away from the surface, the interaction between the probe and the
surface interaction forces is evident from the slowly reducing amplitude of the probe vibration.
The effect of the reducing interaction force is not seen in the data relating to the amplitude of
the probe measured at the interaction points at 150 nm, 120 nm and 80 nm from the surface,
which are most likely due to the interaction of the probe with the effect of the air squeeze film
near the surface. Therefore, as these data points are not affected by the 30 nm drift seen in the
data collected closer to the measurement surface, it is concluded that this drift is from a change
in the capillary action and not drift in the experimental setup.
5.5.3.7 Summary of contact results in the vertical direction
Several experiments have been completed to directly address the need to confirm that the vibrat-
ing micro-probe can counteract the surface interaction forces, can act repeatably and linearly.
These results will be revisited in Chapter 7, with respect to the specific Research Questions.
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Figure 5.32: Plot of the change in vibration amplitude, as measured by the Doppler laser LDV,
at the estimated interaction point with the capillary layer, over time. The error bars indicate
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interaction at z = 320 nm
interaction at z = 280 nm
interaction at z = 200 nm
interaction at z = 150 nm
interaction at z = 120 nm
interaction at z = 80 nm
interaction at z = 30 nm
interaction at z = 0 nm
interaction at z = -40 nm
Figure 5.33: Graph of individual points grouped by calculated position from the interaction
experiment against elapsed time.
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However, one extra point should be highlighted. Referring to the extensive research completed in
this section, it can also be concluded that there is a strong indication that the vibrating micro-
probe could operate in a non-contact mode, through the repeatable detection of the surface
interaction forces before direct contact with the test measurement surface is made.
5.5.4 Results of isotropy tests of the vibrating micro-probe
A set of experiments were conducted to determine if the newly developed concept of isotropy
for 3D vibrating micro-CMM probes could be applied to the vibrating micro-probe. In doing
so, the capability of the probe to act isotropically would also be tested, especially the ability of
the vibration algorithm to control the vibration of the probe. This is a prerequisite for lateral
operation of the vibrating micro-probe, and was therefore investigated prior to the lateral testing.
A graph of the ideal amplitude results, as calculated by the vibration algorithm, is shown in
figure 4.15. Data was collected from the micro-probe, as has been previously described, to de-
termine the extent of the isotropy of the system. It is expected that the system will need to
operate away from the resonance peak, so that the primary mode of vibration (i.e. vertical vi-
bration) is not dominant. A set of tests were conducted at the frequencies corresponding to the
approaching half maximum amplitude and the approaching quarter maximum amplitude. For
micro-probe MP-Ni-6-D, with a resonant frequency of 1.506 kHz, these frequencies are 1.500 kHz
and 1.493 kHz respectively. These tests were completed with input signals corresponding to vi-
bration vectors every 30° to reduce the length of the experiments. Graphs displaying the raw
amplitude results of these tests are shown in figure 5.34. A direct comparison can be made to the
ideal isotropic behaviour of the vibrating micro-probe, whereby the ratio between ideal operation
and real operation is calculated for each leg. These comparison results are shown in figure 5.35.
It can be seen that the observed anisotropic behaviour of the system is currently inconsistent
with the ideal situation derived from the operational model. This anisotropy is evident through
the coupling of all of the legs to the vertical vibration mode. However, the test completed at
the frequency corresponding to the approaching quarter maximum amplitude displays a slight
decoupling of the vibration of leg 1 and leg 2 with respect to leg 3 at 0°, 180°, 210°, 300° and 330°.
It should also be noted that the absolute amplitude of the resulting vibration of the vibrating
micro-probe at this operational frequency is reduced by almost 50% compared to operation closer
to resonance.
These results demonstrate that tests should continue at lower frequencies to ensure further de-
coupling of the three legs from vertical vibration mode. It has been previously demonstrated
that vibration frequencies within 80Hz of resonance still result in ideal operation of the vibrat-
ing micro-probe. However, in order to maintain a suitable vibration amplitude, input signal
amplitudes should be increased so that resulting vibration amplitudes remain large enough to
counteract the surface interaction forces. This is not currently possible using the developed vi-














































Figure 5.34: Results of the initial tests of the isotropy of the micro-probe. Vibration frequencies
were 1.500 kHz (top) and 1.493 kHz (bottom) for a probe with a resonant frequency of 1.506 kHz.
The radial axis is an indication of the vibration amplitude, and the circumferal axis is intended
vibration vector.











































Figure 5.35: Results of the initial tests of the isotropy of the micro-probe. Vibration frequencies
were 1.500 kHz (top) and 1.493 kHz (bottom) for a probe with a resonant frequency of 1.506 kHz.
The radial axis is the relative amplitude with respect to the ideal isotropic response, and the
circumferal axis is intended vibration vector.
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bration algorithm, as the operational voltages used to demonstrate these isotropy results were
close to exceeding the maximum 10V.
Finally, it should be noted that the completion of one single isotropy experiment, at one oper-
ational frequency, takes several days. This is due to the limitation of the experimental setup,
which is only automated in one dimension. Therefore, the continuation of this work into the
investigation of the isotropy of the vibrating micro-probe relies on the further development of
the experimental setup. This will be discussed further in Chapter 7.
5.5.5 Results of tests of the vibrating micro-probe operating in the
lateral direction
Experiments testing the lateral interactions of the probe must be completed in order to continue
the characterisation of the probe in 3D. Due to the current anisotropic operation of the probe, at
least one other mode of operation was considered for lateral probing. This mode entails vibrating
the micro-probe in the vertical direction, i.e. perpendicular to the test measurement surface
normal. This operation mode is analogous to the UMAP probe from Mitutoyo, as described
in Chapter 2, section 2.3.4.2. The operation of the probe in the lateral direction will also be
tested, as intended for ideal use, and the previous isotropy results will used to identify the most
appropriate vibration vector.
5.5.5.1 Lateral operation while vibrating vertically
An experiment was completed with the probe vibrating vertically while interacting with a
laterally-facing surface. The precision manipulation stage and test measurement surface were
mounted horizontally so that the test surface normal was perpendicular to the stylus and the
direction of vibration. The precision manipulation stage was programmed to approached the
probe in 50 nm steps. A comparison of the phase measurement (approach and retract) to the
amplitude measurement (taken at the centre of the central island) is shown in figure 5.36.
It can be seen from figure 5.36 that the non-contact interaction is detected within 150 nm of
the surface. However, the ratio calculation indicates that at contact, the vibration of the probe
reduces by four times the test surface approach step. Not enough information is collected from
the system to ascertain if this sudden decrease in amplitude is as a result of snap-in, or if the
surface interaction forces are successfully detected and counteracted, and only complete surface
contact results in complete amplitude damping. Also, the retraction of the probe indicates that
the system is suffering from snap-back. Further investigation of this operating mode will not
been completed, as this is not representative of the desired probe-surface interaction.







































Displacement from surface / µm 
Approach
Recede
Figure 5.36: Probe vibration perpendicular to the surface normal; the comparison of the two
measured signals: the ratio calculated from the amplitude measurement (top) and phase of the
output signal relative to the drive signal (bottom), plotted against displacement from surface
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5.5.5.2 Lateral operation of the vibrating micro-probe
Lateral probe-surface interaction experiments were completed with the probe vibrating parallel to
the test surface normal. This is the desired probe-surface interaction mode and is representative
of the expected operation of the probe.
Considering the previous determination of the isotropy of the probe, it was estimated that if
micro-probe MP-Ni-6-D were used, at a vibration frequency of 1.493 kHz, and a vibration vector
of 150°, then this would produce the most ideal lateral vibration available at this time. At this
vibration vector, it is also estimated that positioning the LDV above leg 2 (aligned at 120°)
then a good appreciation of the vibration amplitude of the stylus tip can be estimated. The
test measurement surface is aligned such that it is interacting with the probe parallel to the
estimated angle of vibration. The resulting contact interaction is shown in figure 5.37.
It can be seen from figure 5.37 that the non-contact interaction is detected within several hundred
nanometres of the surface. It is suggested that due to the lateral interaction of the probe’s micro-
stylus with the test measurement surface, the interacting area has now considerably increased,
which could also result in a considerable increase in the effect of the surface interaction forces.
However, it is clear from the data that snap-back is recorded 1.8 µm from the surface while the
probe is retracting. There are several situations that could suggest why the interaction exhibits
a snap-back during the retract steps.
One possibility is that the probe is not vibrating parallel to the surface normal. This will result
in a reduction in the effective amplitude of the vibration, and hence can be seen as a reduction
in the effective force available to counteract the surface interaction forces.
A second possibility is an operational feature of using vibrating micro-CMM probes. The lateral
experiment, as described by figure 5.37, is representative of the mode of operation of the probe
such that the vibration vector is parallel to the measurement surface normal. However, due to
the coarse approach of the probe to the surface, steps of almost 200 nm, the probe vibration is
completely diminished through physical interaction with the surface after only two steps after
contact with the measurement surface. Hence, while the probe is retracting, there is no scope
for counteraction of the surface forces, due to there being no appreciable vibration. Therefore,
these experiments are not a valid depiction of the operation of the vibrating micro-probe, and
cannot be easily compared to similar vertical measurements taken with approach steps of only
30 nm.
Also, as with the previously described isotropy experiments, completion of a lateral contact
experiment can take several hours, increasing the risk of experimental error. Therefore, as with
the isotropy experiments, the continuation of this work relies on further development of the
experimental setup. This will be discussed further in Chapter 7.
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Figure 5.37: Probe vibration parallel to the surface normal; the comparison of the two measured
signals: the ratio calculated from the amplitude measurement (top) and phase of the output
signal relative to the drive signal (bottom), plotted against displacement from surface
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5.6 Uncertainty analysis and final declaration of results
Several experiments have been completed, aimed at determining the repeatability and length
measuring error of the vibrating micro-probe. Through the combination of these results, includ-
ing an appreciation of the uncertainties involved in taking these measurements, it is possible to
report a single probing error result for the tested probes. Therefore, an estimate the uncertainty
associated with the experimental results should be calculated.
Initially, a description of known error sources will be given, along with estimates as to their error
contribution. These estimates will then be combined with the experimentally determined errors
to determine an estimate of the total error associated with the tested vibrating micro-probes.
5.6.1 Error sources due to local environment
During the design of the experimental setup, several known error sources were considered. Several
design choices were made to counteract environmental effects, such as temperature changes and
external vibration.
Any temperature effects associated with the experimental setup can be estimated. The setup
was designed such that temperature changes in any common paths were compensated for by the
use of similar materials. The effect of temperature changes on the experiment was addressed by
using aluminium legs in the kinematic stand to compliment the aluminium construction of the
manipulation column. Therefore, only the effect of the tungsten carbide in the stylus and the
gauge block that defined the test measurement surface, and the stainless steel balls at the end
of the legs of the kinematic stand, need be considered.
The effect of humidity on the operation of the vibrating micro-probe must also be considered.
It has been determined experimentally that a slow change of 1%RH will affect the amplitude
of the vibrating micro-probe by -10 nm. If the humidity change is fast, the resulting change in
vibration amplitude could be -20 nm. These results are presented in Chapter 6, section 6.5.1.2.
5.6.2 Error due to instability in the operation of the vibrating micro-
probe
The underlying stability of the probe will play a role in the probing error. The error due to
probe stability was determined by activating the probe in free space and observing any drift in
the physical vibration output. Over a period of thirty minutes, the stability error was determined
to be 9 nm.
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5.6.3 Linearity errors of the measurement systems
Other error sources in the setup include the linearity error on the measurements taken by the
precision manipulation stage and the LDV. These are specified by the manufacturers as 0.1% and
2.5% respectively. The linearity error of the precision manipulation stage affects the positional
aspects of the experiment, and the linearity error of the LDV affects the probe signal. However,
as only the phase signal from the LDV was used during the determination of the probing error
of the vibrating micro-probe, its linearity errors can be neglected.
5.6.4 Other errors
There is at least one other error of note; the Abbe´ error associated with the alignment of the
precision manipulation stage. The position of the internal measurement scale is unknown, but
is assumed to be at the centre of the top plate. The perpendicularity of the probe stylus to
the movement of the test measurement surface was optimised by using the video optical system
on the LDV. It is estimated that this can be achieved to several arc seconds. It is known that
there is a small misalignment of the system, which is evident when considering the raw ratio
results, as presented in figure 5.21. It is estimated that the error due to the misalignment of the
measurement scale in the precision manipulation stage is in the order of 10 nm.
5.6.5 Estimate of expanded probing error
From the determined systematic errors, a Type B standard uncertainty can be estimated. All
contributions are assumed to have a rectangular distribution. These results are shown in table 5.6.
The total probing error associated with the tested vibrating micro-probes can be calculated by
combining the experimentally determined errors, and the Type B errors. These results are shown
in table 5.7. A coverage factor k = 2.00 is applied to the calculated standard errors, providing a
confidence level of approximately 95%.
It can be seen from table 5.7 that the repeatability errors of the two tested vibrating micro-probes
in the vertical direction are below 10 nm, as required by Research Question 1.2. It can also
be seen that, in certain cases, the linearity errors are quite far removed from 20 nm required by
Research Question 1.3; although some individual results suggest that this objective is not
inconceivable.
Several contributing factors could lead to these large linearity errors, and suggestions for future
work in this area will be discussed in Chapter 7.
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Table 5.6: The individual errors (systematic) from the experimental setup
Error source Notes Value / nm (u) / nm
Thermal expansion 8 mm of WC against Dural, over 0.05K 6 4
Thermal expansion 5 mm of SS against Dural, over 0.05 K 2 2
Humidity An estimated humidity change of 0.5%RH 5 3
Stability Stability of the probe over 30 minutes 9 6
Linearity error
(manipulation)
Estimated over a measured distance of 2 µm 2 2
Abbe´ error Misalignment of measurement scales 10 6
Type B standard uncertainty, uB 11 nm
Table 5.7: Combined standard error associated with the repeatability and linearity measurements
in the vertical direction
MP-Ni-6-I MP-Ni-9-9P
Linearity error / nm 8 25
Repeatability error / nm 2 9
Systematic error (Type B) / nm 11 11
Combined standard error 14 29
Expanded error (k = 2.00) 28 nm 58 nm
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5.7 Conclusions of the validation of the vibrating micro-
probe
The experimental validation of the vibrating micro-probe has been presented.
Prior to the presentation of the results, the experimental setup design was described, along
with the technical specifications of all the constituent parts of the apparatus. Step-by-step
experimental procedures were also presented.
The ability of the vibrating micro-probe to counteract the surface interaction forces was tested.
A set of experiments were conducted to compare the true operation of the vibrating micro-probe
with the theoretical operation. Results from several contact experiments initially suggested that
the vibrating micro-probe was capable of counteracting the surface interaction forces. The initial
results also suggested that the vibrating micro-probe could conceivably operate in non-contact
mode, triggering a surface contact signal immediately prior to physical surface contact. To defin-
itively conclude on the ability of the vibrating micro-probe to counteract the surface interaction
forces, the effect of non-ideal operation was investigated in the form of several sensitivity tests.
The sensitivity of the probe to changes in the operating amplitude and to changes in operating
frequency was tested. It was concluded from these tests that the previously determined minimum
operational amplitude, Amin, of 0.5 µm, was a realistic requirement. Also, it was concluded that
the vibrating micro-probe could operate as intended while vibrating at a frequency within 80Hz
below the resonant frequency. Following these sensitivity tests, several of which demonstrated
unsuccessful counteraction of the surface interaction forces, it was concluded that the vibrating
micro-probe could operate as intended, as required by Thesis Objective 1.
As required by Research Question 1.2 and Research Question 1.3, the probe point re-
peatability and length measuring capability of the vibrating micro-probe were tested. The error
associated with the linear fitting of the relationship between detected phase of the probe sensors
and over-travel distance was determined. The resulting linearity errors were recorded as being
below 25 nm for two tested probes. Following this linearity determination, the associated prob-
ing point repeatability values were determined. The resulting probing point repeatability errors
for two tested probes were below 10 nm. Further tests suggested that unrepeatability in the
mounting of the vibrating micro-probes could result in up to 25 nm repeatability error, and up
to 50 nm linearity error.
Some consideration was also afforded to the apparent experimental drift recorded during valida-
tion. Though careful investigation of the changing effects of the surface interaction forces, it was
determined that the capillary layer is constantly changing over time, especially when being con-
tacted by a vibrating micro-CMM probe. These experiments also served confirm the mechanical
stability of the experimental setup, which was observed to be considerably lower than 30 nm over
a 15minute experiment.
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To address the requirements of Thesis Objective 2, specifically Research Question 2.1, a set
of experiments were run to investigate the capability of the vibration algorithm to realise isotropic
operation of the vibrating micro-probe. Anisotropic behaviour of the system was observed, which
is inconsistent with the ideal situation derived from the vibration control algorithm. Slight
decoupling of the vibration of the individual legs from resonance behaviour was observed at
vibration frequencies more than 10Hz below the resonance frequency. Several other mitigating
factors combine to result in the conclusion that isotropic operation of the vibrating micro-probe is
not yet possible using the current vibration control algorithm or the current experimental setup.
This conclusion will be addressed further in Chapter 7. Regardless of the anisotropic behaviour of
the probe, several lateral experiments were conducted. Although the results indicated successful
detection, and therefore counteraction of the surface interaction forces, the limited capability of
the vibration control algorithm and the experimental setup resulted in few further conclusions.
A description of the known error sources within the experimental setup was presented. These
systematic errors were combined with the experimentally determined linearity and repeatability
errors to estimate the combined standard errors of the two tested probes.
Chapter 6
Strategies for use
6.1 Introduction to strategies for the use of the vibrating
micro-probe
The use of micro-CMMs is of great interest to the precision manufacturing industry because
of their capability to perform length measurements in three dimensions to high accuracy with
low uncertainties [3]. The verification of the performance of classical CMMs is well understood,
with specification standards and calibrated artefacts available for users and manufacturers to
ensure conformity. These specification standards include the ISO 10360 Geometric Product
Specification (GPS) standards for the acceptance and reverification of CMMs [11, 138, 196, 197],
and also the ASME B89.4 suite of standards, defining methods for performance evaluation of
CMMs [198].
Thesis Objective 3 aims at determining if the NPL vibrating micro-probe can adhere to
existing specification standards regarding the use of micro-CMM probes. To achieve this aim, a
detailed description of the vibrating micro-probe’s adherence to existing specification standards
will be completed. Several concept operational strategies for the vibrating micro-probe will also
be introduced, with specific focus on environmental and logistical issues.
6.2 Introduction to ISO 10360-5:2010
A common metric used to describe classical CMMs is the maximum permissible error, or EL,MPE,
which is calculated according to ISO 10360-2:2009 - Geometrical product specifications (GPS) —
Acceptance and reverification tests for coordinate measuring machines (CMM) - Part 2: CMMs
used for measuring linear dimensions [199]. Also there are a set of metrological characteristics
of the probing system which are defined according to ISO 10360-5:2010 - Geometrical product
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specifications (GPS) — Acceptance and reverification tests for coordinate measuring machines
(CMM) - Part 5: CMMs using single and multiple stylus contacting probing systems [138].
However, significant parts of these standards are not applicable to micro-CMMs due to their
size and design. The details of this problem are clearly defined elsewhere [200]. The lack of
specification standards does not mean, however, that the performance of micro-CMMs is not
understood or tested. It is essential that the accuracy of micro-CMMs can be estimated and
their traceability confirmed before they are widely accepted and used by precision manufacturing
engineers. Therefore, the manufacturers of these micro-CMMs, and various NMIs, advanced
users and interested parties, must confirm the capabilities of micro-CMMs using the available
specification standards as a guide.
This chapter will highlight how the specification standard ISO 10360-5 can be applied to the
NPL vibrating micro-CMM probe. ISO 10360-5 is of immediate interest to anyone wishing to
develop a new probing system, as it defines the verification and acceptance tests for CMMs using
single (and multiple) contact probing systems.
It should be noted that the applicability of ISO 10360-2 falls out of the scope of this project,
as it only defines the acceptance and reverification tests for CMMs used for measuring linear
dimensions once their probes have been fully tested. However, the contents of ISO 10360-2
are essential to ensure the full verification of a contacting micro-CMM and, therefore, work is
being completed separately to this probe development project to help define how the standard
acceptance tests for measuring linear dimensions can be completed on a micro-CMM [200].
A final important aspect of probe use is the application of accepted metrological good prac-
tice. Although the contents of the specification standards should allow a user to complete the
reverification tests to a suitable degree of accuracy, knowledge of metrological good practice is
key to ensure efficient testing, and to gaining the most accurate results. Some of the aspects
of good practice use of CMMs is reported in NPL Good Practice Guides 41, 42 and 43 (CMM
Measurement Strategies, CMM Verification and CMM probing respectively) [201, 9, 83].
Specification standard ISO10360-5 has extensive information pertaining to the acceptance testing
and reverification of contacting CMM probes. For clarity, ISO 10360-1:2001 - Geometric Product
Specification (GPS) – Acceptance and reverification tests for coordinate measuring machines
(CMMs) – Part 1: Vocabulary [11], defines acceptance tests and reverification tests as follows:
• Acceptance test – a set of operations agreed upon by the CMM manufacturer and the
user to verify that the performance of a CMM is as stated by the manufacturer. This test
is performed when the CMM is installed or after any major modification.
• Reverification test – a test to verify that the performance of a CMM is as stated by
the user and executed according to the same procedures as those of the acceptance test.
This test is performed periodically as required by the user (usually every year), or as a
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check when the circumstances of the CMM change (i.e. environmental excursions, electrical
faults or any significant down time).
Also, it is important to note that a third test, the interim check, is also available for the user of
a CMM.
• Interim check – a test specified by the user and executed between reverifications to
maintain the level of confidence is the measurements taken on the CMM. This test can be
performed by the user at any time.
A short analysis of the contents of ISO 10360-5 will define which areas are of immediate interest
for the development of the vibrating micro-probe, and hence where conformity must be confirmed.
Firstly, the scope of ISO 10360-5 is clearly defined as specifying the acceptance and periodic
reverification tests of CMM performance with contacting probing systems. Also, ISO 10360-
5 is only applicable to CMMs using contacting probing systems, in a discrete point probing
mode, using spherical (or hemispherical) stylus tips. Therefore it is apparent that the vibrating
micro-probe, when installed onto a micro-CMM, should conform to ISO 10360-5.
ISO 10360-5 then defines several normative references to other GPS specification standards
and also to the BIPM document, JCGM 200:2012(E/F) - International vocabulary of metro-
logy—Basic and general concepts and associated terms (VIM) [8]. Following these references,
two sections are dedicated to definitions and symbols respectively. Of the fourteen definitions
in ISO10360-5 section 3, there are four that will be immediately applicable to the vibrating
micro-probe, and will be described in detail later. The remaining terms and definitions relate to
multi-stylus parameters, or parameters relating to single styli incorporated onto indexing probe
heads and will, therefore, not be considered. For reference, and including the section designation
from the specification standard, the four immediately applicable definitions are:
• 3.4 – effective stylus diameter,
• 3.9 – single-stylus form error, PFTU,
• 3.10 – single-stylus size error, PSTU, and
• 3.14 – maximum permissible single-stylus form error, PFTU,MPE.
The main (technical) sections of ISO 10360-5 are entitled “Section 5 – Requirements for met-
rological characteristics”, “Section 6 – Acceptance and reverification tests” and “Section 7 –
Compliance”. Section 5 clearly describes the main requirements that must be considered for
probe verification, and section 6 describes the probe verification tests in detail, including for
all single and multi-stylus configurations and angles. Section 7 defines the rules by which the
test results should be judged, defining what results can be concluded to be compliant to the
specification standard.
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The final sections summarise and conclude, suggesting when the various tests should be applied,
how the results should be documented and also several notes on how to check the probing system
prior to completing a test according to ISO10360-2.
In this chapter, the sections of ISO 10360-5 that are specifically associated with single stylus
probes will be described and analysed with respect to the vibrating micro-probe. The assumption
that that the novel operation of the vibrating micro-probe is not compliant to ISO 10360-5 will
be considered and suitable strategies will be suggested that will allow the probe to be acceptance
tested and reverified to a similar degree, once installed on a suitable micro-CMM.
Following the completion of the verification tests, described in Chapter 5, it was concluded that
the vibrating micro-probe could conceivably operate in one of two modes of operation: contact
and non-contact. The compliance of the probe to ISO 10360-5 will be considered with respect
to both of these modes of operation.
6.3 Terms, definitions, and requirements for metrological
characteristics when using the probe in contact mode
6.3.1 Metrological characteristics for contact mode
Initial considerations will be taken with respect to the probe operating in contact mode, where
the sphere tip is actually a virtual contacting sphere (VSC) tip. In this operating regime, the
vibrating micro-probe is considered to be operating as a vibrating contact probe, where physical
contact with the surface is made. The three main metrological characteristics of the probe, as
described in section 3 of ISO 10360-5, will be addressed. These are: effective VCS tip diameter,
form error and size error. The content of section 5 of ISO 10360-5 relating to the operation of
the probe, will also be addressed.
6.3.2 Section 3.4 – effective stylus tip diameter
This is the first item in Section 3 of ISO 10360-5 – Terms and definitions - that is applicable to
the vibrating micro-probe operating in contact mode. The effective stylus diameter is defined as
the diameter used for the tip correction vector when compensating for measured feature sizes,
etc. It is noted in ISO 10360-5 that this may be a parameter that is established by completing a
probing system qualification test and that this test usually involves probing a reference sphere.
As with classical CMMs, most micro-CMMs using contact probes often use a calibrated reference
sphere to determine the effective stylus tip diameter. The main exception is the optomechanical
probes described in [86, 88] that tend to have their effective stylus tip diameter calibrated by the
manufacturer, and recalibrated annually [87]. The more regular qualification test involves probing
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the surface of a calibrated reference sphere over several evenly spaced points (usually pole, several
points on the equator and several points at 45° inclination) and calculating a resulting Gaussian
best fit sphere corresponding to the average diameter of the probe sphere tip.
When considering the VCS tip, the effective VCS tip diameter is directly related to both the
physical diameter of the sphere tip and the vibration amplitude of the vector vibration being
controlled at any given time. As the probe cannot operate in a static mode, the separate
calibration of the effective physical stylus tip diameter is not possible, or useful. Therefore,
measurement of the vibration amplitude, as described in Chapter 5, will not be useful either.
Instead, a direct measurement on the effective VCS tip diameter should be completed using
similar methods to those for classical CMM probes. It is therefore suggested that the effective
VCS tip diameter be determined through the measurement of a reference sphere.
It is suggested that the effective stylus tip diameter of classical micro-CMM probes, currently
considered by CMM manufacturers and users, and indeed by ISO, as a single number describing
the best fit Gaussian diameter, is not suitable for micro-CMM stylus tip qualification because
the form deviations of the stylus tips could be a large percentage of the overall uncertainty of
the machine [140].
Some level of control can be exerted over the effective VCS tip diameter. This comes about from
the definition of the effective VCS tip diameter as a combination of the physical diameter of the
stylus tip and the vibration amplitude during operation. The physical stylus tip size and form
error experienced by high precision classical, static, contacting sensors, however, may not affect
the operation of the NPL vibrating micro-probe. An iterative qualification procedure could be
devised that allows for local geometry deviations to be compensated for by the amplitude of the
vibration. This would require a large number of points to be taken over the surface of a calibrated
reference sphere. The reference sphere should be of a suitable size for the VCS tip used, and
calibrated to a suitable uncertainty. It is estimated that a 0.3mm diameter reference sphere,
whose local diameter is calibrated to an uncertainty of 10 nm, should be considered. Following
this iterative process, the control algorithm could allow the effective VCS tip diameter to be a
constant.
It has been reported that high quality CMM stylus tips can have a full 3D roundness error of
around 40 nm [140]. If the control algorithm of the vibrating micro-probe were able to control
the vibration of the probe to a fraction of this, any roundness errors inherent to the sphere tip
could be compensated for. This level of control is already available in the vertical direction, as
is evident for the stability and repeatability results previously presented.
6.3.3 Section 3.9 – single-stylus form error, PFTU
This is defined as the error of indication within which the range of probe tip radii can be
determined by a least squares fit of points on a test sphere. For the VCS tip, this could be seen
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to be analogous to the repeatability to which the vibration can be established and maintained
in any given vector. If the effective VCS tip diameter is a constant, because the vibration
amplitude of the probe in any given vector is controlled, the repeatability of that controlled
vibration amplitude is an indication of PFTU,VCS. For an isotropic probe, with nanometre level
repeatability on vibration amplitude in all vectors, PFTU,VCS could reach just a few nanometres.
Any anisotropy in the vibration of the probe will impact directly on this value.
6.3.4 Section 3.10 – single stylus size error, PSTU
This is defined as the error of indication of the difference between the diameter of a least squares
fit of points measured on a test sphere and its calibrated diameter. For the VCS tip, this could be
seen to be analogous to the accuracy to which the vibration can be controlled in any given vector.
If the effective VCS tip diameter is a constant, because the vibration amplitude of the probe
in any given vector is controlled, the repeatability of that controlled vibration amplitude is an
indication of PSTU,VCS. For an isotropic probe, with nanometre level repeatability on vibration
amplitude in all vectors, PSTU,VCS could reach just a few nanometres. Again, any anisotropy in
the vibration of the probe will impact directly on this value.
In combination, the parameters PFTU and PSTU are an indication of the capability of the probe
to act as an isotropic, perfect spherically-tipped probe. For the vibrating micro-probe, these
two parameters, PFTU,VCS and PSTU,VCS, are an indication of the isotropy of the probe, i.e.
how repeatable the vibration is in any given vector, and how accurately the vibration in any
given vector can compensate for local geometrical errors in the physical sphere tip to result in a
spherical VCS.
6.3.5 Section 3.14 – Maximum permissible stylus form error, PFTU,MPE
This is defined as the extreme value of PFTU permitted by the manufacturer’s specifications or
by any regulations that are in place. It is noted that the PFTU,MPE can be specified by a stylus
system description. Also, PFTU,MPE is comparable to EP,MPE in ISO 10360-2, which is a common
descriptor used when describing a CMM.
A maximum permissible stylus form error for the VCS tip, PFTU,MPE,VCS can be estimated based
on its contribution to a desired EP,MPE. Also, as it is closely related to the repeatability and
isotropy of the vibrating micro-probe, it can be suggested that
PFTU,MPE,VCS < 20 nm.
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6.3.6 Section 5.1 – single stylus probing error
There are many requirements within Section 5 of ISO 10360-5 – requirements for metrological
characteristics – that apply to the vibrating micro-probe when operating in a contact mode, but
most of them have no specific changes due to the VCS tip. Of the several that are important,
there are some noteworthy sections.
The requirement of single stylus probing error states that the single stylus form error must be
less than the maximum permissible single stylus form error, or
PFTU < PFTU,MPE .
It is noted that PFTU,MPE can be defined by either the manufacturer (in the case of acceptance
testing) or by the user (in the case of reverification testing).
However obvious the statement is when considering the definitions in the previous four sections,
the definition of PFTU,MPE is important because it defines the specification of repeatability of
the vibration of the probe. Also, the definition clearly defines that PFTU,MPE is not necessarily
a constant, and can change according to the requirements of the user. In most situations, it is
assumed that PFTU,MPE, when defined by the manufacturer, will be larger than when defined by
the user.
6.3.7 Section 5.2 – single-stylus probing configuration
It is stated that PFTU,MPE refers to one specific probe configuration, which is defined by the
manufacturer (in the case of acceptance testing) or by the user (in the case of reverification
testing), but within very specific limits.
With regards to the vibrating micro-probe, and, in fact, most micro-CMM probes, this section is
almost entirely redundant. This is because the user has little, or no, control over the configuration
of the probing system. The technology related to the precision probes employed by micro-CMMs
is so restrictive due to the complexity of the technology and delicacy of the parts that the user
is limited to the materials, lengths, diameters and directions decided by the manufacturer.
This limitation of stylus choice also has implications for the measurement of workpieces after
successful qualification and verification. It is suggested in ISO 10360-5 that a specific stylus
configuration should be chosen for the measurement task at hand. This suggestion can rarely be
realised by micro-CMMs.
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6.3.8 Section 5.5 – Styli
In a similar note to section 5.2, this section states that the styli used in the acceptance tests
(to be described later) shall be those approved by the manufacturer. The manufacturer will
state approved materials, shaft diameters, lengths and stylus tip quality. This is not applicable
to the vibrating micro-probe, or indeed most micro-CMM probes, because the styli are not
interchangeable. A further requirement of this section is that the stylus lengths used during
probe acceptance testing be within 6mm, or 10%, whichever is larger, of those defined by ISO.
These lengths are 20mm, 30mm, 50mm and 100mm. Therefore, this requirement is impossible
for all but the longest of micro-CMM probes.
6.3.9 Other requirements
There are two further requirements described within section 5 of ISO 10360-5 that are applicable
to the verification of the vibrating micro-probe while operating in contact mode. These sections
relate to the environmental conditions within which the operation of the CMM is acceptable
(section 5.6), and also to the operating conditions and procedures to be followed when completing
the probe acceptance or probe reverification tests (section 5.7). These sections are of vital
importance to the use of the vibrating micro-probe and will, therefore, be afforded their own
section in this chapter.
6.3.10 Summary of the metrological characteristics for contact mode
Several sections of ISO 10360-5 have been considered for their applicability to the vibrating micro-
probe. The requirement of Thesis Objective 3 and specifically Research Question 3.2 is
to ensure that the probe is compliant with these specification standards, several interpretations
have been suggested. The main sections considered were the effective VCS tip diameter, and the
size, form and probing errors of the probe. Wherever possible and practicable, parameter values
have been suggested.
It should be noted that there is a published set of guidelines available for micro-CMMs, VDI/VDE
2617 Part12.1 (2011) Accuracy of coordinate measuring machines Characteristics and their test-
ing: Acceptance and reverification test for tactile CMM measuring micro-geometries [24], which
is published by the Association of German Engineers. This guideline completes a similar analysis
to that contained within this chapter, with respect to the applicability of the ISO 10360 series of
specification standards to classical micro-CMM probes and micro-CMMs. The guideline includes
a brief description of some pertinent technologies, and includes suggestions for completing ac-
ceptance tests on micro-CMMs (both probing acceptance tests and machine acceptance tests). In
contrast, this chapter focusses directly on the applicability of existing international specification
standards to the operation of the new concept of 3D vibrating micro-CMM probes.
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6.4 Terms, definitions, and requirements for metrological
characteristics when using the probe in non-contact
mode
6.4.1 Metrological characteristics for non-contact mode
At the end of Chapter 5 it was concluded that the vibrating micro-probe was capable of operating
in a non-contact mode, where the probe would operate using a virtual non-contact sphere (VNCS)
tip. It is important, therefore, to complete some analysis on the possible test procedures for
the vibrating micro-probe using a VNCS tip. This analysis will not be exhaustive, because the
operation of the probe in contact mode has not yet been fully realised. However, simply extending
the tests to the probe working in non-contact mode may not be sufficient, although the analogies
are important and should be highlighted. The three main metrological characteristics that will
be addressed are; effective VNCS tip diameter, form error and size error. The requirements from
section 5 will not be considered.
6.4.2 Section 3.4 – effective stylus tip diameter
The effective VNCS tip diameter is related to the physical diameter of the sphere tip, the
vibration amplitude of the vector vibration and the size of the surface interaction force field
during any probing operation.
Following on from the concluding remarks on the determination of the effective VCS tip diameter,
an additional step can be included to determine the size of the surface interaction force field. It
has been confirmed that the surface interaction forces rely heavily on the operational parameters
of the probe, and the material parameters of the combined probe and measurement surface sys-
tem. Therefore, if the determination of the size of the surface interaction force field is completed
using the same reference sphere as for the effective VCS tip qualification, the probe will only be
qualified to measure features manufactured from the same material to the same surface finish.
For any other measurement tasks, the determination of the size of the surface interaction force
field should be completed with a reference artefact of similar material and surface properties to
the desired measurement surface.
It should be noted that this reference artefact may not need to be a calibrated reference sphere
or even a sphere at all. This is because the effect of the surface interaction forces is irrespective
of direction, i.e. by their nature they are isotropic. This is a useful note, because the main
reasons behind wanting to extend the capability of the vibrating micro-probe to non-contact
probing is because the use of novel materials in precision engineering applications, although not
commonplace, is becoming more apparent. Therefore, the fabrication and subsequent calibration
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of a reference sphere manufactured from a novel material, such as HIPE or aerogel [117], polymer
or a coated precision optic, is likely to be difficult.
As the effective VNCS tip diameter is analogous to the effective VCS tip diameter plus the size
of the surface interaction force field, a determination of the size of the surface interaction force
field can be made on a flat surface, and the resulting distance added to the previously determined
effective VCS tip diameter. This definition will also have an effect on the determination of the
probe point repeatability error that was previously determined for contact probing. The probing
point repeatability error requires a reliable determination of the contact point with the surface,
which will not be available when using the probe in non-contact mode. Therefore, it is not
unlikely that the probe point repeatability error could be as much as doubled if using the probe
in a non-contact mode.
6.4.3 Section 3.9 – single-stylus form error, PFTU
For the VNCS tip, this parameter is an indication of the repeatability of a combination of the
vibration stability and the detection of the surface interaction forces.
This parameter can be determined during the acceptance or reverification test, using the existing
test sphere. However, because the contents of ISO 10360-5 assume that the probes will react
similarly to all materials, there is little indication of whether PFTU,VNCS should be calculated for
all relevant materials. A comparison can be drawn to optical sensors, which do react differently
when faced with different material surface properties or colours [202]. The problem of material
properties is also raised in ISO/CD 10360-8.2 - Geometrical Product Specifications (GPS) —
Acceptance and reverification tests for coordinate measuring machines (CMM) — Part 8: CMMs
with optical distance sensors [203], which states that the materials used in any calibrated test
lengths should be suitable for the chosen optical sensor as
“different materials have different optical characteristics such as reflectivity, optical
penetration depth (volume scattering), colour, scattering characteristics, etc., which
means that the values of the probing errors and the value may differ”.
As the vibrating micro-probe’s reaction to the surface interaction forces will be similar in re-
peatability and accuracy regardless of strength due to different materials, it is suggested that it
is not necessary to determine PFTU,VNCS using reference spheres of various materials.
6.4.4 Section 3.10 – single stylus size error, PSTU
For the VNCS tip, this is an indication of the accuracy of the vibration coupled with the accuracy
of the detection of the surface interaction forces. Similar to PSTU,VCS, the determination of
PSTU,VNCS can be completed using a standard test sphere.
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6.4.5 Summary of the metrological characteristics for non-contact mode
Several sections of ISO 10360-5 have been considered for their applicability to the NPL vibrating
microprobe operating in non-contact mode. This work is purposely lacking in detail as little can
be surmised without suitable comparisons being made to the probe operating in contact mode.
It is expected that operating the probe in non-contact mode will decrease the measurement
accuracy of the associated micro-CMM when compared to using the probe in contact mode.
However, the virtue of using the VNCS tip is that the lack of surface contact enables delicate
and novel materials to be probed without fear of causing any surface damage, and in these
situations, increased measurement uncertainty may be acceptable [117].
6.5 Environmental conditions and operating conditions
The specifications of the environmental conditions and operating conditions for CMMs are con-
tained within Section 5 of ISO 10360-5. These two conditions will be discussed separately from
the other requirements due to the marked effect they could have on the operation of the vibrating
micro-probe, regardless of operation mode.
6.5.1 Section 5.6 - Environmental conditions
Section 5.6 of ISO 10360-5 states that the environmental requirements for completing the accept-
ance and reverification tests, and indeed for normal operation of the CMM, should be as required
by the manufacturer. Section 5.6 also states that it is the responsibility of the user to ensure
the environmental conditions are met, and that if the environmental conditions are outside the
specified limits, then none of the maximum permissible errors or limits can be required to be veri-
fied. These limited requirements are actually well conceived for the purpose of this specification
standard in that they do not interfere with the manufacturer’s specifications. However, they do
ensure that the manufacturer is required to report these specifications. When the operation of
micro-CMMs and their probing systems is concerned, the environmental specifications are very
stringent.
The national specification from the American Society of Mechanical Engineers, ASME B89.4.1-
1997 - Performance evaluation of CMMs [198] is more detailed in its description of the en-
vironmental conditions than ISO 10360-5. ASME B89.4.1-1997 also includes several tests to
determine whether the environmental conditions are suitable. These environmental tests are
especially important to micro-CMMs, which are able to take measurements to an uncertainty
often comparable to the resolution of classical CMMs, and hence environmental factors could
have a significant effect on their operation. ASME B89.4.1 highlights thermal testing, vibration
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testing, electrical testing and utility air testing, but other environmental effects that may affect
the operation of micro-CMMs could be relative humidity and local air turbulence.
The environmental conditions in which the NPL vibrating micro-probe operates, both in contact
and non-contact mode, are critical for its accuracy and repeatability. There are four main en-
vironmental considerations which must be highlighted: temperature stability, relative humidity,
local mechanical vibration and air turbulence. The following sections will describe these envir-
onmental conditions, focusing on the effect they have of the ideal operation of the probe. Several
suggestions will be made to define the ideal environmental conditions for operation of the probe.
There is also a secondary consideration of MEMS photosensitivity, which will be addressed.
6.5.1.1 Temperature stability
Temperature stability is an important consideration for all dimensional measurement, so much so
that specification standard ISO 1:2002 - Geometrical Product Specifications (GPS) — Standard
reference temperature for geometrical product specification and verification defines the standard
reference temperature for geometrical product specification and verification as being fixed at
20 °C [204]. Therefore, any length measurement not taken at 20 °C should be corrected through
the use of the co-efficient of thermal expansion of the materials involved.
Temperature stability becomes even more important when considering the operation of micro-
CMMs, whose error statements put their maximum permissible error on length measurement
in the order of 250 nm. For example, on an aluminium test length, 10mm long (co-efficient of
thermal expansion for aluminium is 20× 10-6K-1 [155]), a temperature rise of 0.5K would result
in a 100 nm increase in the length of that sample, which would be a significant contribution to the
error of the measurement result. A change in temperature will not only affect the measurement
sample, but also the entire measurement system of CMM and probe. This has a significant
effect on measurements taken using micro-CMMs, hence several strategies have been devised to
counteract, or quantify the resulting errors.
The effect of temperature change on the vibrating micro-probe can be demonstrated through
a set of simple experiments. These involved activating the probe in a stable environment and
then altering the temperature while the probe is active. The results of this test, using vibrating
micro-probe MP-Ni-6-F, can be seen in figure 6.1.
It can be seen from figure 6.1 that there is a linear relationship between temperature and the
vibration amplitude of the probe. The results in figure 6.1 show a temperature rise of 0.6K
resulting in an increase in vibration amplitude of 0.9 µm. Therefore, it can be estimated that
a temperature rise of 0.1K results in a change in amplitude of 150 nm. After the temperature
has risen, over the course of one hour, the temperature returns to normal and the probe requires
over 1.5 hours to stabilise.



















































Time / hours:minutes 
Figure 6.1: Plot of the laboratory temperature (grey dashed line) against measured vibration
amplitude (solid black line) over two and a half hours and a temperature excursion of 0.6 °C
A similar trend is seen in the phase data, where the same temperature rise results in a 9° phase
change over one hour. It can be estimated, from the linearity coefficients previously calculated
in Chapter 5, that a temperature change of 0.1K could result in a further 15 nm error in the
length measuring capability of the vibrating micro-probe. This is a good reason to use the phase
information as a detection mechanism, rather than direct amplitude measurements, or inferred
amplitude measurements from absolute sensor voltage outputs.
It is essential to ensure the system has reached thermal equilibrium before measurement takes
place. This is especially important if the user has been in the same environment as the CMM
and, therefore, acted as a heat source, or if the user has been in thermal contact with the CMM
or the measurement sample. This effect is counteracted by allowing the measurement system to
thermally stabilise. Stabilisation could take several hours depending on the size (and, therefore,
thermal mass) of the CMM, the surrounding environment and the material properties of the
measurement sample.
Another solution to remove residual thermal drift is to measure all the features on the artefact
twice, with the second sequence being measured in reverse order. Then, any effect of any thermal
changes can be quantified [205]. Otherwise, it is essential to ensure that the measurement
procedure is efficient such that the elapsed time is short and, therefore, any thermal effects can
be ignored.
It is concluded that the vibrating micro-probe should operate in a thermally stable environment.
The following specifications are suggested: 20 °C± 0.1 °C, with no thermal gradients larger than
0.05 °C per hour.
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6.5.1.2 Relative humidity
Humidity levels are not usually specified for CMM operation outside of obvious extreme limits.
It is usual for the humidity ranges to be wide, for example, 40%RH± 20%RH, and that the op-
erational humidity is usually related to the safe running of the CMM, rather than its detrimental
effect on the measurements.
However, the operation of the vibrating micro-probe is greatly affected by humidity changes.
There are two main routes by which changes in humidity affect the probe and its operation:
changes in humidity which result in changes to the material properties of the piezoelectric ac-
tuators and sensors of the probe, and changes in humidity may also result in changes in the
strength of the capillary forces which act on the probe during operation.
The effect of humidity on piezoelectric material is well documented [206] and can be observed
by completing a similar experiment to that described for the determination of the effect of
temperature. The probe is activated and then the relative humidity of the environment is
altered. The results of this experiment, using vibrating micro-probe MP-Ni-4-X, are shown in
figure 6.2.
It can be seen from figure 6.2 that the surrounding humidity in the laboratory effects the op-
eration of the vibrating micro-probe. Using the previously calculated fitting coefficients, it can
be concluded that a slow change of 1%RH will affect the length measuring capability of the
vibrating micro-probe by -10 nm. If the humidity change is fast, the resulting length measuring
error could be -20 nm.
It is, therefore, concluded that the vibrating micro-probe should operate in an environment with
the following suggested humidity specifications: 50%RH± 5%RH, with no relative humidity
gradients larger than 3%RH per hour.
Also, it is suggested that a polymer encapsulation barrier, deposited onto the flexures, can be used
to significantly reduce the effect of humidity changes on the piezoelectric actuators and sensors.
As the deposited layer is only several nanometres thick, it is assumed that the mechanical effects
of the operation of the vibrating micro-probe will be negligible. It should be noted that this step
has already been implemented in several of the Version 9 probes (any probe designated ’P’ has
been encapsulated in PTFE).
6.5.1.3 Photosensitivity
It has been determined that the triskelion-flexure MEMS device is, as with many MEMS, pho-
tosensitive [207]. This effect has not been quantified, and as long as the ambient light intensity
remains constant throughout testing, it is assumed that the effect is only systematic and is,
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Figure 6.2: Change in humidity in the laboratory (left) and resulting change in measured sensor phase (right). On the left graph (scan of a physical plot) each
graduation on the horizontal axis indicates 2 hours. Each graduation on the vertical axis indicates 1%RH.
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6.5.1.4 Local mechanical vibration
The isolation of a CMM from local mechanical vibration is very common, and often relies on the
physical mass of the machine coupled with several damping devices. These vibration isolation
systems could be either solid isolation pads, more usual for very large and heavy machines,
or active air supply damping. The latter is more common in classical CMMs, and is essential
for high-precision CMMs. Active continuous air supply systems, which are distinct from active
vibration isolation systems, hold the whole CMM on a cushion of compressed air. They act to
reduce the effect of external mechanical vibration on the operation of the CMM. These continuous
air supply systems damp any low frequency mechanical vibration and act as a levelling system
to compensate for the moving mass of the CMM. Typical continuous air supply systems have
damping capabilities that filter high frequency mechanical noise.
External mechanical vibration could seriously affect the operation of the microprobe by coupling
to the device at its resonance frequency. However, because normal mechanical vibration tend
to be below 100Hz, and most isolation technologies are efficient at damping vibration of about
10Hz and above, it is unlikely that the operation of the probe will be directly affected by external
vibration. Therefore, existing isolation techniques already implemented in micro-CMMs will be
adequate.
6.5.2 Section 5.7 - Operating conditions
The conditions for operation during probing error testing are specified in section 5.7 of ISO
10360-5. The main highlighted conditions relate to start-up and warm-up cycles, and cleaning
procedures for the stylus tip, tests sphere and reference sphere. These conditions are all pertinent
to the operation of the vibrating micro-probe, and consideration should be taken to ensure that
all of these points (except for the stylus system configuration and assembly) have been considered.
6.5.2.1 Start-up and warm-up procedures
In ISO 10360-5 part 5.7, the reference to start up and warm up cycles is in reference to those of
the CMM itself, i.e. drive and motor start up, zeroing operations, stabilising time, etc. Similar
procedures are, however, needed for the vibrating microprobe.
It is assumed that the start-up procedure is related to the physical start-up of the system, from
‘not active’ to ‘ready for operation’. The warm-up procedure is then related to the stabilisation
of the machine; mechanically, thermally and dynamically, before measurement can take place. It
is expected that the start-up procedure could take only several minutes, whereas the warm-up
cycle could take several hours.
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As part of the start-up procedure for the vibrating micro-probe, the actuator strength coefficients
will need to be input into the operation software, and some testing programmes can be run,
confirming the current status of the probe (such as electrical connections).
Due to the dynamic nature of the vibrating micro-probe, it is essential to ensure thermal equi-
librium before operation, which means the warm-up procedures of any CMM being used should
be adhered to first. Once the vibrating micro-probe has been installed and initialised (following
the start-up procedure), it should be left installed on the machine for at least one hour to ensure
thermal equilibrium between the probe and the CMM. During the warm-up procedure, the sta-
bility of the probe should be confirmed by operating it in several vibration vector directions and
recording the repeatability of the output signals. It is also suggested that the probe is activated
for about one minute prior to starting measurement so that the stability of operation can be
determined.
The probe should also not be left activated beyond the time required for measurement. Although
a robust life-time analysis of the microprobe has not been completed, several test probes were
found to be damaged following extensive use (most notably MP-Ni-6-D). This damage was ap-
parent either as physical, usually due to fatigue of the stylus-triskelion device glue joint resulting
in the loss of the stylus, or as electrical, resulting in damaged and not working actuators or
sensors.
These procedures have been suggested based on experience from using the probe in a laboratory
environment. Their content is expected to be a suitable first step in the development of full
start-up and warm-up procedures for operation of the probe on a commercial micro-CMM.
6.5.2.2 Cleaning procedures for the stylus tip, tests sphere and reference sphere
It is a requirement of ISO 10360-5 that cleaning procedures are put in place by the manufacturer
for the stylus tips of the probing system. This requirement is a serious issue, not only for the
operation of the NPL vibrating micro-probe, but also for the operation of all micro-CMM probes.
Currently, it is usually suggested that the measuring operation is maintained contaminant free
so as to reduce the risk of probe tip contamination. Therefore, test sphere, reference sphere and
measurement surface cleaning is of considerable importance.
Due to the delicacy and size of the stylus tips of micro-CMM probes, there are very few mature
solutions available for direct cleaning. Several solutions may be useful to consider; delicate
manual cleaning under a microscope, dipping the tip in a solvent, or several solvents, or immersing
the tip in an ultrasonic bath, or a combination of all of these. All of these solutions are used
currently by micro-CMM users, but their effectiveness is limited and completing the cleaning
task using these methods is time consuming. Most of the development work being undertaken
in the area of probe tip cleaning is being completed by the users of the machines rather than the
instrument manufacturers. One recently successful attempt at addressing the cleaning of stylus
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tips considers the application of CO2 snow jet cleaning [208, 209]. The application of this to the
vibrating micro-probe may be possible, if the cleaning force of the CO2 snow jet is low enough
to not damage either the probe tip or the flexures, but still be able to clean the surface of the
probe tip.
6.5.3 Summary of environmental and operating conditions
Sections 5.6 and 5.7 of ISO 10360-5 have been reviewed with respect to the NPL vibrating micro-
probe. These sections were discussed separately from the other requirements due to the marked
effect they could have on the operation of the vibrating micro-probe, regardless of operation
mode.
It can be concluded that the vibrating micro-probe should operate in a stable environment;
20 °C± 0.1 °C, with no thermal gradients larger than 0.05 °C per hour and 50%RH± 5%RH,
with no relative humidity gradients larger than 3%RH per hour. Also, the micro-probe should
be isolated from external mechanical vibration through the use of common vibration isolation
techniques.
Several start-up and warm-up procedures have also been suggested, based on the experience
gained during the validation of the vibrating micro-probe.
Finally, the issue of micro-probe tip cleaning has been highlighted, although no specific research
has been completed with regards to this issue within this project..
6.6 Logistical issues
As well as the previously discussed issues with regards to the application of relevant specification
standards, and suitable environmental and operation conditions, there are also logistical issues
that arise for the use of a vibrating micro-probe. These are issues associated with the storage,
handling and transport. Several of these issues can be associated with any micro-CMM probe
due to their delicate nature, however, several issues have specific relevance to the vibrating
micro-probe.
6.6.1 Storage
Given previously discussed environmental conditions for the ideal use of the vibrating micro-
probe that have been described, it is logical to ensure that any unused probes are stored in the
same, or similar, conditions. This will ensure that the constituent materials, especially the glue
used in assembly process and the piezoelectric materials, do not degrade. Of course, there is a
limit to how long a vibrating micro-probe can remain unused and in storage before it will no
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longer operate. As has been previously stated, a full lifetime analysis has yet to be completed
on the vibrating micro-probes, but it is estimated that, if storage conditions are similar to the
environmental conditions for operation, an unused probe could be stored safely for at least one
year.
6.6.2 Handling and mounting
Manual handling operations are unavoidable when dealing with micro-CMMs. These are either
related to mounting the workpieces, or changing probes. For classical CMMs, automated systems
exist for probe mounting but this is not the case for probes used with micro-CMMs. Probe
changes for micro-CMM probes often involve several delicate handling steps, and also mechanical
fixing to the CMM.
When developing the vibrating micro-probe and considering the validation tests that had to be
completed, careful consideration for the mounting on the experimental setup was taken. To this
end, several test solutions were considered for probe mounting to the test setup, which concluded
with the system described in figure 5.4. One of the first designs is shown in figure 6.3.
The probe mount shown in figure 6.3 is manufactured from aluminium. It has a recessed section
where a triskelion-flexure MEMS chip can be placed, with the contact pads facing upwards. The
chip can then be clamped in place using a flexible printed circuit board (PCB), which is screwed
into the mount. The PCB has thirteen conductive pads, nominally aligned with the connection
pads on the chip. Electrical contact is made with elastomeric connectors, which act as both
electrical connectors between the probe and the control electronics, and, due to their elastic
nature, help transfer the clamping force from the PCB to the chip.
This probe mount has many disadvantages compared to the actual probe head design used for
the validation tests. Firstly, the process of fully mounting the vibrating micro-probe is very time
consuming. Also, the manual handling operations are directly on the triskelion-flexure MEMS,
usually with tweezers, meaning there is a risk of damage. The probe is also mounted upside
down, meaning that assembled probes will be more difficult to test through mechanical contact
with the stylus tip.
All of these issues, and several more, are addressed by the probe mounting system designed
and manufactured for the validation experiments, as shown in figure 5.5. There is, however, one
advantage of the original, over the final, interface; that the triskelion-flexure MEMS chip remains
unconstrained before, during, and after testing in the original system. This is not possible in the
final mount, as the triskelion-flexure MEMS is physically attached to the connection PCB. This
is completed using three small amounts of cyanoacrylate at positions indicated in figure 6.4.
Once the triskelion-flexure MEMS device is mounted on the connecting PCB, it is possible to


























Figure 6.3: An early probe mounting apparatus, schematic diagram (top) and image (bottom)
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Figure 6.4: The probe mounted on a connection PCB using three small drops of cyanoacrylate
glue
Figure 6.5: Storage boxes designed and manufactured for the vibrating micro-probe
with extreme care) and also safely store the probe. The probes are stored in plastic boxes, such
as those shown in figure 6.5.
The vibrating micro-probe is more compliant in comparison to other existing micro-CMM probe
systems. The probing system is able to accept displacements of up to two millimetres without
over-straining the flexures. This is due to the dynamic nature of the probe, that it was designed
to vibrate at amplitudes exceeding several micrometres, and that the resulting flexures have
relatively low spring constants. This is a feature that is not exhibited in many classical micro-
CMM probes, whose delicate flexures can easily break during mishandling or forceful probing.
Common micro-CMM programming errors will not be so destructive to the vibrating micro-
probe.
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6.6.3 Transport
Similar to the previously mentioned handling considerations, certain precautions should be taken
when transporting the vibrating microprobes. Through the use of the storage boxes shown in
figure 6.5, the assembled probes have been successfully transported, undamaged, from Germany
to the UK by courier. The storage boxes were enclosed within a second, larger, foam lined flight
case, which was again packed in a cardboard box filled with polystyrene. The resulting package,
measuring 1m by 0.5m by 0.4m, carried five probes (and could conceivable carry up to twenty
probes), undamaged via international courier for less than £100.
6.6.4 Summary of logistical issues surrounding the vibrating micro-
probe
Several logistical issues relating to the vibrating micro-probe have been highlighted. Several
viable solutions have been developed and tested for storage, handling, mounting and transport
of the vibrating micro-probe. However, one major issue remains. The issue of probe-tip cleaning
is very urgently in need of addressing, such that all micro-CMM probes, including the NPL
vibrating micro-probe, can operate efficiently.
6.7 Operational strategies
It is a requirement of Thesis Question 3.1 that several strategies should be developed for the
operation of the vibrating micro-probe. While validating the operation of the probe, several
strategies were developed to ensure efficient testing. These strategies will be reported here with
respect to the intended operation of the vibrating micro-probe on a micro-CMM. Likewise, similar
strategies should be developed for using the probe with a VNCS tip. The operation strategies
used for the VNCS tip will be dependent on more experience being gained during more extensive
validation of the ability of the probe to operate in a non-contact mode. However, an introduction
to possible strategies will be given here.
6.7.1 Operational strategies - VCS
6.7.1.1 Travel speed - VCS
The travel speed of a CMM probe determines how fast the probe moves with respect to the
measurement surface, or vice versa. This should not be confused with probing speed, which is
the speed at which the probe approaches the measurement surface while taking a measurement.
During the validation tests, there was no distinction between the travel speed and the probing
speed, because there was not enough travel length to warrant variable speeds. It is suggested
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that the travel speed of the CMM when using the vibrating micro-probe is slower than that of
a CMM using a classical micro-CMM probe. This is because any changes in air pressure due to
acceleration of the probe could result in false triggering. This point considered, however, unlike
classical CMMs, it has become more common for micro-CMM probes to remain stationary while
the product table moves [18, 31, 35]. This has several advantages, including that it is possible
for the probe to now remain at the Abbe point in the machine, and also, more useful for the
operation of the vibrating micro-probe, the probe head is stationary and, therefore, not subject
to acceleration forces or air pressure changes.
If the vibrating micro-probe is installed on a CMM whose probe head remains stationary while
the measurement table moves, the travel speed need not be restricted. If installed on a CMM
with a moving probe head, the vibrating micro-probe will require lower travel speeds than other
micro-CMMs using more classical microprobes.
A major consideration of the operation of the probe while travelling is the provision for collision
protection. Any micro-CMM probe should remain activated during operation of the micro-
CMM, so that any unexpected collisions can be recorded, and any safety procedures (such as an
emergency stop) can be activated. Therefore, is it suggested that the vibrating probe remain
active at all times while the micro-CMM is in motion. Then, similar collision detection, and any
existing safety procedures, can remain in place.
6.7.1.2 Probing speed - VCS
Conversely, the probing speed of a CMM using a vibrating micro-probe will have to be considered
carefully. During the validation tests, the test measurement surface was controlled to approach
the probe tip at approximately 50 nm s-1. This is significantly slower than the normal operating
speed of micro-CMMs, which is usually closer to 100 µms-1. The testing speeds were slower
than intended for operation when installed on a CMM, so that extra data could be collected
successfully to fully understand the operation of the probe (approximately ten data points per
position, as controlled by the precision manipulation stage). This very slow speed will not be
required when the vibrating micro-probe is installed on a micro-CMM. Therefore, a true probing
speed of the vibrating micro-probe should be estimated.
Currently, the data output rate of the control software is limited to several tens of hertz. This
limitation is due to extra calculations being completed by the software to allow the validation
experiments to be completed. It is expected that this data output rate can be increased to, at
most, 100Hz. Given that the typical amplitude of vibration is 1 µm, and that a suitable desired
over-travel length would be 500 nm, a suitable probing speed would be 10µms-1. This probing
speed is an order of magnitude less than current existing micro-CMM probing systems.
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6.7.1.3 VCS surface detection – pre contact
A useful feature of the vibrating micro-probe is its ability to detect the surface interaction forces
before physical contact is made with the measurement surface. This feature should allow for the
operation of the vibrating micro-probe in a non-contact mode, using the VNCS tip. With regards
to contact probing, the ability of the probe to detect these surface interaction forces will allow
the system to calculate a warning signal prior to contact. This capability could impact on the
previously mentioned probing speed, resulting in possibly two probing speeds being implemented;
the pre-probing speed, when the system is moving slow enough to accurately detect the surface
interaction forces, but too fast to accurately detect surface contact, and the actual probing speed,
where the system has detected the presence of the surface interaction forces and has, therefore,
reduced speed ready for surface contact.
Following pre-contact surface detection, the system moves the probe towards the measurement
surface at the probing speed, and surface contact is them made.
6.7.1.4 Sampling rate - VCS
The sensitivity of surface detection is dependent on the sampling rate of the probing system.
The higher the sampling rate, the more measurements can be taken during probing, both pre-
contact and post-contact, and more average measurements can be taken for the determination
of the position of the surface. However, the sampling rate of the vibrating micro-probe is heavily
dependent on computer power and efficiency of the operational software to calculate the output
signals, which depend on averaging calculations over several thousand sampled points, and the
completion of several FFT calculations. Currently, the output data rate is 10Hz. Any increase
in this data output rate will result in faster operation of the probe, faster travel speeds, and is
ideal for commercial viability of the system.
6.7.1.5 VCS surface detection – post contact
The ability of the probe, coupled with a micro-CMM, to determine the true position of a meas-
urement surface is the principle error source associated with the system. The determination of
this error source is the main purpose of the probing error tests described in ISO 10360-5. It is,
therefore, essential that any probing strategies used are replicated during the probing error tests
and during measurement. An initial indication of the probing errors of the vibrating micro-probe
are calculated in Chapter 5
The post contact surface detection operational strategy is identical to that used for the determ-
ination of the probing point repeatability error, as described in Chapter 5, section 5.5.3.5.
In the specifications of a CMM probe, the resulting force that the probe imparts on the surface
at the measurement point is usually referred to as the probing force. There is a problem with
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this definition, because the force imparted on the surface post-contact is often far greater than
the probing force. The actual post-contact force, due to over-travel, causes significant damage to
the measurement surface. The operational probing strategy for the vibrating micro-probe should
be designed to combat this, resulting in little, or no, surface damage, and resulting in a probing
force that is comparable to the actual total force imparted on the surface.
To achieve this, the over-travel of the probe will be limited to half of the amplitude of the
operating vibration. Through necessity, the amplitude of this reduced vibration must not be
below 500 nm if the probe is to successfully counteract the surface interaction forces.
Following this definition, it is now possible to calculate an appreciation of the probing force
expected while operating the vibrating micro-probe. A simple description of the probing force
can be gained by considering the impulse of the vibrating micro-probe when interacting with




F dt = ∆p . (6.1)
The maximum probing force imparted by the vibrating micro-probe will result from all the kinetic
energy of the system transferring to the measurement surface in a period of time considerably





where Fprobing is the estimated probing force, meff is the effective mass of the vibrating micro-
probe system, v is the velocity of the probe and ∆t is the time period in which the interaction
takes place.
A maximum probing force of approximately 0.02mN is expected when the probe interacts with
the measurement surface at maximum velocity, and the interaction occurs over one tenth of the
total vibration period. It is more realistic to assume that the over-travel distance will be in the
order of 100 nm, which results in an estimate of the real probing force during true operation of
the vibrating micro-probe of 0.01mN or 10 µN. A similar value has been previously calculated as
the probing force for a vibrating surface profilometer probe [210, 211]. It is therefore concluded
that this is a reasonable estimate of the contact probing force of the NPL vibrating micro-probe.
6.7.2 Operational strategies - VNCS
A similar set of operational strategies can be developed for the vibrating micro-probe working
in a non-contact mode, with the obvious exception of post-contact surface detection. These
operational strategies are a best guess, due to lack of experience with working with the VNCS
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tip. More in-depth and complete operational strategies can only be developed when further
validation experiments have been completed for the probe operating in non-contact mode.
6.7.2.1 Travel speed - VNCS
It is suggested that the travel speed of the vibrating micro-probe working in non-contact mode
be similar to that of the probe working in contact mode. This is because in both regimes the
pre-detection of the surface interaction forces is used to indicate pre-contact. Similar to the
contact mode operation, the probe will remain active at all times, so that any safety systems
and collision protection can be implemented. These systems are likely to operate exclusively in
contact-mode, as any collisions will negate the operation of the probe in non-contact mode!
6.7.2.2 VNCS Probing speed and surface detection – pre-contact
Probing speed, however, is now significantly different from that of contact-mode operation. Dur-
ing non-contact operation, the VNCS tip will not contact the measurement surface, but will
instead interact with the surface interaction forces. The effect of the surface interaction forces
can be detected by the probe over a shorter distance to the post-contact detection range; about
100 nm rather than several hundred nanometres. It is, therefore, suggested that the non-contact
probing speed should be at least several times slower than that of the probe when operating in
contact mode. This is to ensure that the shorter detection distance is not overshot, resulting in
unwanted surface contact. It is, therefore, estimated that the probing speed for the probe when
operating in non-contact mode will be 1 µms-1 (if a data output rate of 100Hz is used).
A further strategy to ensure satisfactory triggering from the surface interaction forces would
be to determine each surface point from several approaches. Then the surface position, after
compensating for the effective VNCS tip radius, can be determined by averaging the individually
determined surface positions.
6.7.2.3 Sampling rate - VNCS
Due to the inevitable reduction in probing speed during operation in non-contact mode, a similar
sampling rate to that used in contact mode will result in more data points for determination
of the surface position. Also, this number will greatly increase as it has been suggested that
pre-contact surface detection should be the result of repeated interactions between the VNCS
tip and the measurement surface interaction forces.
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6.7.3 Summary of operational strategies
Several operational strategies have been suggested with respect to the vibrating micro-probe
operating in a contact mode, as required by Research Question 3.1. These strategies were
based on knowledge and experience gained during the testing stages of the probe. Several initial
parameters have been suggested, including probing speed and sampling rate for the sensing soft-
ware. Also, a possible strategy for surface detection has been suggested, based on the procedure
from the previously completed validation experiments.
When considering the operational strategy for completing measurements in contact mode, an
appreciation of the resulting probing force was calculated to be approximately 10 µN. This es-
timation relies on several assumptions, and also on the mechanical models described in Chapter 4,
section 4.4.3. This estimate of the probing force is required by Research Question 2.2.
The definition of the operational strategies is an essential pre-requisite for full testing of the
vibrating micro-probe on a micro-CMM.
Several operational strategies were also suggested with respect to the probe operating in a non-
contact mode. These strategies are not well developed, however, several initial parameters have
been suggested, along with a suggested surface detection strategy. It is expected that the oper-
ation of the probe in non-contact mode will increase the probing point repeatability error by at
least a factor of two.
6.8 Conclusions on strategies for use of the NPL vibrating
micro-CMM probe
It is a requirement of Thesis Objective 3 to ensure that the developed probe could be used
in an industrial metrology environment and could adhere to existing specification standards. A
review of the operation and the metrological characteristics of the vibration micro-probe was
completed, and these were compared to all pertinent sections within ISO 10360-5:2010 [138].
This review directly addresses Research Question 3.2. It can be concluded that for every
requirement of ISO 10360-5, which focuses on classical, macro-scale probing systems and CMMs,
there is an equivalent characteristic of the vibrating micro-CMM probe. Many of the limitations
put in place by the ISO 10360 series exclude the vibrating micro-CMM probe due to geometry
or mechanical limitations, but this is a problem associated with all micro-CMM probes.
The definitions of the environmental conditions in which the vibrating micro-probe should op-
erate were given particular care, as suggested by ASME B89.4.1-1997 [198]. Several operational
requirements were suggested with respect to temperature and humidity for any environment
in which the probe will operate. Several logistical issues were also highlighted, especially the
problems associated with cleaning micro-CMM probe tips.
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Finally, a set of strategies were developed for the probe when operating in a contacting-mode,
such that it would perform in a similar manner to existing micro-CMM probes. These strategies
defined several important parameters, such as probing speed, and suggested definitions for sur-
face detection strategies. Following these definitions, it can be concluded that, once installed
onto a micro-CMM, the probe will be able to operate in a similar manner to existing micro-
CMM probes, and any measurements taken using this system will be immediately comparable
to measurements taken with a classical micro-CMM probe. This conclusion directly addresses
Research Question 3.1.
Several of these requirements and strategies were also defined for the probe when operating
in a non-contact mode. However, it is expected that these non-contact strategies will require




The Thesis Aim was clearly defined in Chapter 1 as:
“to develop and operate a contacting probe such that it enables existing micro-CMMs to reliably
measure sub-100 μm features in three dimensions to an uncertainty below 100 nm”.
To address this Thesis Aim, which can be considered to be an overall Aim for the area of
micro-CMM probe development, three Thesis Objectives were developed specifically for this
work. These Thesis Objectives were developed through identification of specific knowledge
gaps in this research area. The concluding remarks with regards to these Thesis Objectives,
along with the seven Research Questions, identified as suitable metrics of success, will be
reported here.
7.1 Conclusions on the Thesis objectives and research ques-
tions
Thesis Objective 1: To develop methods to operate the NPL vibrating micro-CMM
probe such that it can counteract the surface interaction forces in 3D, and to test
those methods.
• Research Question 1.1: Can a stylus be designed that has a stylus tip diameter
below 100 µm, an aspect ratio similar to existing micro-manufactured features,
and is suitable for use with a vibrating micro-CMM probe?
A stylus was designed with a spherical-tip diameter of 70 µm and an effective working aspect
ratio of 16 (the full aspect ratio is 22). When the stylus was analysed for its dynamic properties,
its resonance frequency was estimated at 16 kHz. When assembled with the FE model of the
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triskelion-flexure MEMS device, it was estimated that the resulting resonance frequency of an
assembled vibrating micro-probe would be around 0.9 kHz. It was concluded that it was unlikely
that these frequencies would couple, and that if any vibration were to be excited in the stylus
through probe actuation, the amplitude would be inconsequential.
This stylus was successfully manufactured through electro-discharge machining and was success-
fully assembled onto the triskelion-flexure MEMS device to form a working micro-CMM probe
[137, 145, 146]. It is, therefore, concluded that it is possible to design and manufacture a stylus
that is suitable for use with the NPL vibrating micro-probe. This work is described primarily in
Chapter 4, section 4.3.2.
• Research Question 1.2: Can a vibrating micro-probe be operated with a probe
point repeatability of 10 nm?
A set of models were developed to describe the operation of the vibrating micro-probe, including
an analytical model of the expected surface interaction forces and a finite element (FE) model
of the physical properties of the vibrating micro-probe and its constituent parts. From these
models, the ideal operation of the probe could be modelled, allowing for the development of a
vibration algorithm from which the assembled vibrating micro-probes could be controlled and
tested experimentally.
Two probes were used to test a procedure for determining the probing point repeatability of the
vibrating micro-probe. The results for the two tested probes, MP-Ni-9-9P and MP-Ni-6-I, were
9 nm and 2 nm respectively. When investigating the repeatability of device MP-Ni-9-9P over
various experiments and timeframes, the probing point repeatability error ranged from 9nm to
25 nm. This stemmed from changes in the fitting coefficients.
During the completion of the probing point repeatability tests, a new method of operating the
precision manipulation stage was devised in order to achieve a more continuous interaction with
the surface. This method aimed to increase the resolution of the experimental results above that
of the precision manipulation stage.
It can be concluded that the micro-probe is able to perform to the required specification of a
probing point repeatability of 10 nm, an often performs better. However, the experimental setup
is not adequate to fully determine the true result. This work is described primarily in Chapter 5,
section 5.5.3.5.
• Research Question 1.3: Can a vibrating micro-probe be operated with a length
measuring error over the maximum deflection length of 20 nm?
Two probes were used to test a procedure for determining the ability of the probe to accurately
determine probe tip deflection, also known as linearity. The linearity of the probes was determ-
ined using over-travel (or post-contact) data. The results for the two tested probes, MP-Ni-9-9P
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and MP-Ni-6-I, were 25 nm and 8 nm respectively. When investigating the repeatability of device
MP-Ni-9-9P over various experiments and timeframes, the linearity error ranged from 25 nm to
50 nm.
The results indicated that the post-contact behaviour may not be truly linear, and instead a
polynomial approximation may be more realistic. Also, the variability of measurements from
experiment to experiment, with fitting coefficients varying by up to 50%, indicates that the
operation and handling procedures for the vibrating micro-probe need to be stringently adhered
to, and investigated further.
It is concluded that the vibrating micro-probe is able to operate with a length measurement error
of the maximum deflection length of 8 nm to 50 nm. Further investigation into the post-contact
behaviour of the probe is required. This work is described primarily in Chapter 5, section 5.5.3.4.
It should be noted that, by combining the repeatability and linearity errors of the tested vibrating
micro-probes with the systematic errors of the experimental setup, an expanded probe error
(k =2) of MP-Ni-9-9P and MP-Ni-6-I can be estimated at 28 nm and 58 nm respectively. This
work is described primarily in Chapter 5, section 5.6.5.
Thesis Objective 2: To develop the concept of isotropy when applied to a 3D vi-
brating micro-CMM probe
• Research Question 2.1: Can a new concept of isotropy be developed that related
to a vibrating micro-probe, and can this concept be used to test the NPL
vibrating micro-CMM probe?
It is suggested that the isotropy of a vibrating micro-CMM probe is related to the vibration char-
acteristics. Therefore, isotropy for the NPL vibrating micro-probe was defined as its determined
ability to vibrate with the same amplitude and frequency in all probing directions. The abil-
ity of the micro-probe to act isotropically is determined by the vibration algorithm, which was
developed from a mechanical and geometrical model of the probe. Therefore, any test of the
isotropy of the probe is also a test of the ability of the vibration algorithm to control the probe.
This work is primarily described in Chapter 4, section 4.4.3.
A set of tests were run to determine whether the operation of the probe was similar to that
determined by the modelled motion of the probe, as controlled by the vibration algorithm. The
tests involved measuring the vibration amplitude of the individual legs of the device during
operation. It is concluded that the current vibration algorithm may have the ability to operate
the probe isotropically, as some result in the tests indicate the motion of the legs begins to be
uncoupled from the first mode of vibration when the vibration frequency corresponds to the full
width quarter maximum. However, it should be noted that more consideration must be taken
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to ensure that the vibration amplitude does not fall below the required 500 nm. These results
are described primarily in Chapter 5, section 5.5.4.
• Research Question 2.2: Can any indication of the probing force of a vibrating
micro-probe be determined?
The probing force of any micro-CMM probe is of great interest given the current trend for
precision manufacturing using novel materials. Therefore, a low probing force is expected from
any newly developed micro-probe, especially as these probes aim to have sub-100 µm stylus tips.
The theoretical probing force of the vibrating micro-probe, given the ideal vibration frequency
and amplitude, was estimated at around 10 µN. This work is primarily described in Chapter 6,
section 6.7.1.5.
However, it can be concluded, from all of the tests completed during the experimental stage of
this work, that the probe’s ability to counteract the surface interaction forces also enables it
to operate in a non-contact mode. During the operation of this tactile, non-contact vibrating
micro-probe the probing force would be near 0N.
Thesis Objective 3: To ensure that the developed probe can be used in an industrial
metrology environment and can adhere to existing specification standards
• Research Question 3.1: Can a set of operational strategies be developed for a
vibrating micro-probe that proves its ease of use?
During the development and testing stages of this work, a great deal of experience was gained in
the operation of a vibrating micro-CMM probe. This experience related to experimental setup,
operating conditions and useful operating strategies. Several operating strategies were developed
specifically towards travel speed during use, probing speed, surface detection algorithms (both
pre- and post-contact) and sampling rates for operational software. It was concluded that the
NPL vibrating micro-probe was able to operate in a similar manner to other micro-CMM probes
currently available commercially.
• Research Question 3.2: Can a vibrating micro-CMM probe be adherent to
existing specification standards?
As well as determining suitable operational strategies for the probe, its adherence to relevant
specification standards in the area of co-ordinate metrology was also considered. The operation
of the vibrating micro-probe was considered with respect to the relevant sections of ISO 10360,
ASPE B89 and VDI/VDE 2617. It was concluded that all sections of these standards that related
to the operation and testing of a CMM probe were transferable to a vibrating micro-CMM probe,
as long as any size and geometry limitations were compensated for. Due to this conclusion, it
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is expected that the use of this probe in an industrial metrology environment will be easier to
justify through its adherence to existing specification standards, and through its ability to be
directly comparable to existing CMM and micro-CMM probing systems.
7.2 Future work
Throughout the completion of this thesis, it has become apparent that several issues related
to the operation and validation of the NPL vibrating micro-CMM probe require further study.
These issues had little effect on the successful completion of the thesis, but are pertinent when
considering the Thesis Aim, and the global Aim of developments in the micro-CMM area.
7.2.1 Real probing force
During the completion of this work, some indication of the theoretical probing force expected
when using the probe was developed. This estimate was also revised when it became apparent
that the micro-CMM probe was able to operate in a non-contact mode (theoretically near zero
probing force). However, an indication of the actual probing force would be useful to confirm
the theoretical number. This measurement of probing force could be completed in a similar way
to classical low-force measurements [151, 152], but will require some careful consideration into
the dynamic nature of the operation of the micro-probe.
7.2.2 Probe specific electronics
It became apparent, while completing the experimental validation of the test probes, that the
electrical characteristics of each probe are unique. Although a simple low-pass filter was designed
to consider the minimum requirements for operation of all the probes, it is expected that more
complex band-pass filters, with a certain amount of amplification, specifically tailored to each
probe, would result in a better operation of the probe. A possible design for a band-pass filter,
with amplification, is shown in AppendixF, along with the operational specifications.
7.2.3 Continuous precision manipulation
One issue relating to the experimental setup, that was noted especially when determining the
probing point repeatability and the linearity coefficients, was that the smallest repeatable step
that could be realised by the precision manipulation stage was 30 nm. This was one of the limiting
factors of the determination of these characteristics, and methods had to be developed to ensure
more continuous data was collected. Therefore, it is suggested that a more suitable precision
manipulation stage would be one capable of continuous motion at a set, low speed. Also, the
use of an external measurement system to determine the position of the measurement surface
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would be useful to reduce the uncertainty contribution of the measurement capability of the
precision manipulation stage. Therefore, the implementation of a differential laser interferometer
to determine test measurement surface motion is also suggested.
7.2.4 Physical isotropy tests
Currently, the isotropy, or anisotropy, of the probe is determined though the interrogation of
the individual flexures in comparison to the model of the vibration control algorithm. The
results presented indicate that, although the system is not yet performing as expected, that the
vibration control algorithm is succeeding in de-coupling the motion of the individual legs and
is beginning to promote isotropy. However, the completion of these tests is time consuming,
resulting in many other possible implementations of the control algorithm not being fully tested.
It is, therefore, suggested that further testing of the isotropy of the probe be completed on
a dedicated 3D manipulation stage, such that isotropy can be confirmed through operational
means, rather than physical measurements of the motion of the probe. It is therefore suggested
that probe be installed on a micro-CMM
7.2.5 Installation of the probe on a micro-CMM
It is essential that any further testing of the NPL vibrating micro-CMM probe happen when
installed on a micro-CMM. Through the use of the described operational strategies, the device
could be installed and operated such that the true probing error can be determined. Also, further
testing of the isotropy and vibration control algorithm will be easier once the probe is installed
on a CMM, which can act as a 3D precision manipulation system. Work has begun to install the
NPL vibrating micro-probe onto the Isara 400, in collaboration with IBS Precision Engineering,
Eindhoven, NL.
7.2.6 Validation of the probe in non-contact mode
It became apparent during the testing and validation stages that the ability of the vibrating
micro-probe to counteract the surface interaction forces also enabled it to detect, and possibly
trigger from those same forces. Therefore, a set of tests should be completed to validate the
probe when operating in non-contact mode. These tests will be similar to those completed to
validate the probe in contact mode; however, some changes to the procedure and data processing
will be required. These changes will form part of the detailed operational strategies for operation
of the micro-probe in non-contact mode.
The ability of the vibrating micro-probe to operate in a non-contact mode will have far reaching
implications, especially as the use of new materials become prevalent in precision manufacturing,
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e.g. organic materials, aerogels, novel coatings on optics or medical implants, structured surfaces
on 3D objects, etc.
7.2.7 Design changes to the micro-probe
Throughout the testing stages, several environmental factors proved to be detrimental to the
operation of the probe. Two of these factors, humidity and photosensitivity, can be compensated
through design changes to the probe. Initially, a barrier layer of PTFE was incorporated into the
design of the probe to counteract humidity changes. The ability of this PTFE layer should be
confirmed, and other methods for protecting the probe should be considered. One such method
may be complete encapsulation of the device.
A similar issue arose during testing where the ambient light intensity affected the absolute set
point of the probe. Any changes in light intensity on the surrounding environment caused a
systematic error in the average phase reading of the probe when vibrating in free-space. To
ensure this did not affect any of the measurements, it was ensured that the ambient light level
remained similar during all tests, and the data processing steps negated any small changes
that might have occurred. However, during full operation of the probe when installed on a
micro-CMM, the ambient light intensity may change significantly as the probe moves around the
measurement volume and interacts with a work-piece. Therefore, a method should be developed
to ensure this does not adversely affect the operation of the probe. An opaque barrier layer,
which could also act as a barrier to humidity changes, should be considered. Also, complete
encapsulation of the device in an opaque material may be necessary. This capsule should also
act as the commercial packaging for the probe, to also allow safe handling.
7.3 General conclusions
Following the completion of this work, and considering the current conclusions drawn with respect
to the Thesis Objectives and specific Research Questions posed, a more general conclusion
can be drawn directed at the Thesis Aim.
It is concluded, therefore, that there is scope to confirm that a contacting probe can be designed
and operated such that it enables existing micro-CMMs to reliably probe sub-100µm features
in three dimensions to an uncertainty below 100 nm. The NPL vibrating micro-probe, while
operating in contact mode, will be able to address this need well, and has the added capability
of being able to operate in a non-contact mode.
Appendix A
Surface interaction code
An example of suitable Matlab® code that would describe the developed surface forces interac-








%% SET UP CONSTANTS FOR PROBE 
k1=15;   % Spring constant of the device in N/m 
A0=  0.0000002; % Initial amplitude of the vibration in m 
%Aend=0.0000005; % End amplitude of the vibration in m 
%Ares=0.0000005; % Resolution of amplitude investigations in m 
F0=1500;  % Initial frequency of the vibration in Hz 
R=0.000035;  % Probe radius in m 
m=k1/(F0)^2;  % Apparent mass of the device in kg 
 
%% SET UP CONSTANTS FOR SURFACE FORCES 
        % Capillary 
    r=0.00000002; % Liquid layer 'radius' in m 
    gamma=0.07275; % Surface tension of liquid in N/m 
    angle=(85*pi)/180; % Contact angle of the liquid with the probe in degrees 
    zstar=4.32675e-10; % Rupture distance in m 
     
        % Electrostatic 
    E0=8.85e-10; % Permitivity of free space in F/m 
    U=0.001;  % Potential difference in V 
     
        % Van der Waals 
    H=2.1e-20;  % Hamaker constant in J 
    sr=0.00000001; % Combined surface roughness in m 
     
        % Casimir 
    hbar=1.05e-34; % Plank's constant over 2*PI in (m^2*kg)/s 
    c=299792458; % Speed of light in a vacuum in m/s 
     
        % Gravity 
    g=9.81;  % Acceleration due to gravity in m/s^2  
     
%% SET UP PARAMETERS FOR ITTERATIONS 
res=0.00000001; % Resolution of calculations in m 




%% SET UP VIBRATIONS 
t=0.000001;  % Time interval in s 
n=1000;   % Number of steps in the vibration 
s=[1:n]; 
T=s'*t;   % Time array in s 
W0=F0*pi*2;  % Frequency in degrees/s 
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!
  V0=A0*sin(T*W0); % V0 = original vibration 
%plot(V0); 
  
    for k=1:kmax; 
    V1=V0+(Z1-(k*res)); % V1 = original vibrations with step 
    Vel1=A0*t*cos(W0*T); 
        if min(V1)<0; 
          V2=((V0/A0)*(Z1-(k*res)))+((Z1-(k*res))); 
          Vel2=(Z1-(k*res))*t*cos(W0*T); 
        else 
            V2=V1; 
            Vel2=Vel1; 
        end; 
    V2x(:,k)=V1; 
        if min(V2)<0; 
            V2=0; 
        end;     
    V3(:,k)=V2; % V3 = matrix of all steps 
    Vel(:,k)=Vel2; 
     
    end; 
  
    for k=2:kmax; 
        D=(Z1-((k-1)*res))-A0; 
        Dist(k-1,:)=D;      %:=i 








    for k=1:kmax;  
        for j=1:n; 
            if V3(j,k)>r 
                Fc1(j,k)=0; 
            else 
                Fc1(j,k)=(4*pi*gamma*cos(angle))./(1+((V3(j,k))./(((3*r)/2)-(V3(j,k))))); 
            end; 
        end; 
      Fc=Fc1; 
    end; 
  
disp('capilary force calculated'); 
%plot(Fc); 
 
%% ELECTROSTATIC  
    for k=1:kmax; 
        Fe(:,k)=(E0*(U^2)*pi*(R^2))./((V3(:,k).*(V3(:,k)))); 
    end; 
  
disp('electrostatic force calculated'); 
%plot(Fe); 
  
%% VAN DER WAALS 
for k=1:kmax; 
    Fvdw(:,k)=(V3(:,k)./((V3(:,k)).*(sr/2))).*((H*R)./(6.*(V3(:,k)).*(V3(:,k)))); 
end; 
  




    for k=1:kmax; 
        Fcas(:,k)=(hbar.*(pi^3).*R.*c)./(360.*(V3(:,k).*V3(:,k).*V3(:,k))); 
    end; 
  




    for k=1:kmax; 
       Fgrav(:,k)=m.*g; 
    end; 
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!
disp('gravitational force calculated'); 
%plot(Fgrav); 
  
%% TOTAL F 
    for k=1:kmax; 
       Ftotal(:,k)=Fc(:,k)+Fvdw(:,k)+Fcas(:,k)+Fe(:,k); 
    end; 
  
disp('total force calculated'); 
%plot(Ftotal); 
%axis manual; 
%axis([0 n 0 1]); 
 
%% VELOCITY  
    for k=1:kmax; 
        %Vel1(:,k)=(V3(:,k)./V0).*T.*(cos(T*W0));  
        for j=2:n 
        Vel1(j,k)=(V3(j,k)-V3(j-1,k))./t;   %From k=2:n 
        end 






%axis([0 n -0.0010 0.0010]); 
  
%% DAMPING 
    for k=1:kmax; 
         DCoeff(:,k)=Ftotal(:,k)./Vel1(:,k); 
    end; 
  
disp('damping coefficients calculated'); 
plot(DCoeff); 
axis manual; 
axis([0 n -1000 1000]); 
  
%% RESULTING AMPLITUDE 
   for k=1:kmax; 
       if min(V2x(:,k))>0; 
          A2(:,k)=(A0).*(exp(-(DCoeff(:,k).*t)./(2*m))); 
       else 
          A2(:,k)=(Z1-(k*res)).*(exp(-(DCoeff(:,k).*t)./(2*m))); 
       end; 
   A1=A2; 
    end; 
  
A1(isnan(A1))=0; 
disp('resulting amplitudes calculated'); 
plot(A1); 
axis manual; 
axis([0 n 0 A0*2]); 
  
%% DAMPED VIBRATION 
    for k=1:kmax; 
         V4(:,k)=(A1(2,k).*sin(W0*T))+(Z1-(k*res)); 
    end; 
  
disp('damped vibrations calculated'); 
plot(V4); 
axis manual; 




    for k=2:kmax-1; 
        Ratio(k,:)=((A1(5,k-1))-(A1(5,k)))./res;        %i=: 
        %Ratio(k,:)=(((max(V4(k-1,:))-min(V4(k-1,:)))./2)-((max(V4(k,:))-min(V4(k,:)))./2))./res; 
    end; 
  
disp('ratio calculated'); 
scatter(Dist,Ratio,'x');      %k=i 
axis manual; 





Initial work on an assembled vibrating micro-CMM probe investigated the amplitude of the
vibration with respect to varying actuation voltages and offsets [164]. These text were completed
with the probe vibrating remote from any test measurement surface. The amplitudes were































Figure B.1: Measured vibrating micro-CMM probe vibration amplitude with respect to voltage
offset on the actuators for three different actuation voltage amplitudes
It can be seen from figureB.1 that a wide range of amplitudes ranging from 200 nm to 1 μm can
be achieved with the vibrating micro-CMM probe. These experimental results, when compared
to the theoretical minimum required amplitudes (as described in figure 4.20) suggest that the









































- Additional chrome layer added to assist measurement via LDV
MP-Ni-4-7 - Fixed into 1st Generation holder
MP-Ni-4-8 July 2010 Broken during physical characterisation. Used for assembly trial at TUB
MP-Ni-4-9 August 2010 Successful trial assembly at NPL
MP-Ni-4-X April 2011 Tested - Surface interaction forces
MP-Ni-6-B
Oct 2010
April 2011 Tested - Surface interaction forces
MP-Ni-6-C April 2011 -
MP-Ni-6-D April 2011 Tested - Surface interaction forces - After extensive testing - over 1 year - adhesive bond failed
MP-Ni-6-E April 2011 -
MP-Ni-6-F Feb 2013 Used during temperature testing [Subsequently calibrated]
MP-Ni-6-H - -
MP-Ni-6-I Feb 2013 Tested - Linearity and repeatability
MP-Ni-8-1
Sept 2012
- Error during polling operation - Mechanical model only
MP-Ni-8-2 - Error during polling operation - Mechanical model only




MP-Ni-9-2P Feb 2013 [Tested - Linearity and repeatability]
MP-Ni-9-4P Feb 2013 [Tested - Linearity and repeatability]
MP-Ni-9-6P - -
MP-Ni-9-9P Feb 2013 Tested - Linearity and repeatability
Appendix D
Fact Sheets
As part of the initial characterisation of these probes, a set of “Fact Sheets” were produced,
allowing easy access to the pertinent data required to operate the probe during testing. The
Fact Sheet for MP-Ni-9-4P is shown in figure 5.9. Several other Fact Sheets are shown below.
The Fact Sheet for MP-Ni-6-I is conspicuous in its absence, as it was not compiled before the
probe was irreparably damaged.
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Leg 1 – AI  Y  2.159  0.07  X  0.26  1.35 
Leg 1 – AO  Y  2.159  0.06  X  0.22  0.92 
Leg 2 – AI  Y  2.159  0.05  X  0.16  0.36 
Leg 2 – AO  Y  2.159  0.04  X  0.13  0.27 
Leg 3 – AI  Y  2.159  0.04  X  0.16  0.37 







Sensor designation  Working  Amplitude jump / V  Phase peak / degrees 
Leg 1 – SI  N  X  X 
Leg 1 – SO  N  X  X 
Leg 2 – SI  N  X  X 
Leg 2 – SO  N  X  X 
Leg 3 – SI  N  X  X 
Leg 3 ‐ SO  N  X  X 
 
Figure D.1: The Fact Sheet for vibrating micro-probe MP-Ni-9-2P.
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at 1 V / µm 
Voltage for 
1 µm / V 
Amplitude 
at 5 V 
Amplitude 
at 10 V 
Leg 1  ? AI Y 2.1835 0.63 1.620 X X 
Leg 1  ? AO Y 2.183 1.95 0.505 X X 
Leg 2  ? AI Y 2.183 4.75 0.273 X X 
Leg 2  ? AO Y 2.182 8.10 0.120 X X 
Leg 3  ? AI Y 2.1825 5.40 0.177 X X 
Leg 3 - AO Y 2.182 8.00 0.120 X X 
 
 




Sensor designation Working Amplitude jump / V Phase peak / degrees 
Leg 1  ? SI Y 0.15 5.5 
Leg 1  ? SO Y 0.05 3.25 
Leg 2  ? SI N X X 
Leg 2  ? SO Y 0 0.2 
Leg 3  ? SI Y < 0.05 2.2 
Leg 3 - SO Y < 0.05 0.75 
 
Figure D.2: The Fact Sheet for vibrating micro-probe MP-Ni-9-4P.























Leg 1 – AI  Y  2.186  0.04  X  0.07  0.1 
Leg 1 – AO  Y  2.186  0.05  X  0.08  0.14 
Leg 2 – AI  Y  2.186  0.03  X  0.05  0.09 
Leg 2 – AO  Y  2.186  0.03  X  0.07  0.12 
Leg 3 – AI  Y  2.186  0.02  X  0.05  0.09 







Sensor designation  Working  Amplitude jump / V  Phase peak / degrees 
Leg 1 – SI  X  X  X 
Leg 1 – SO  X  X  X 
Leg 2 – SI  X  X  X 
Leg 2 – SO  X  X  X 
Leg 3 – SI  X  X  X 
Leg 3 ‐ SO  X  X  X 
 
Figure D.3: The Fact Sheet for vibrating micro-probe MP-Ni-9-5.























Leg 1 – AI  Y  2.174  0.04  X  0.06  0.10 
Leg 1 – AO  Y  2.174  0.04  X  0.08  0.15 
Leg 2 – AI  Y  2.174  0.04  X  0.08  0.13 
Leg 2 – AO  Y  2.174  0.04  X  0.09  0.16 
Leg 3 – AI  Y  2.174  0.04  X  0.07  0.12 







Sensor designation  Working  Amplitude jump / V  Phase peak / degrees 
Leg 1 – SI  X  X  X 
Leg 1 – SO  X  X  X 
Leg 2 – SI  X  X  X 
Leg 2 – SO  X  X  X 
Leg 3 – SI  X  X  X 
Leg 3 ‐ SO  X  X  X 
 
Figure D.4: The Fact Sheet for vibrating micro-probe MP-Ni-9-6P.
Appendix E
Control and sensing software and
raw data example
An example of a pseudo-code implementation of the control and sensing software is shown over-
leaf.
Approximately 17 000 lines of data were collected in the trial experiment with MP-Ni-6-D, but
an appreciation of several lines of raw data is shown in table E.1. Several columns of repeat data
for all the sensors have been removed.
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Control and sensing software
1. Input start parameters:
(a) Precision manipulation stage - start position, end position, step height and set point
variation (as described in section 5.5.3.4).
(b) FPGA hardware - sample rate and packet size.
(c) Control signals - output frequency, signal amplitude and phase offset of each of the
six control signals.
2. Initialise and reset the precision manipulation stage and operate:
(a) according to previously input start parameters,
(b) on a separate processor to the FPGA hardware,
(c) indefinitely until program finishes, or is terminated by the user.
3. Initialise the FPGA hardware according to previously input start parameters.
4. Output channels operate:
(a) according to the previously input start parameters,
(b) indefinitely until program finishes, or is terminated by the user.
5. Input channels sample:
(a) according to the previously input start parameters,
(b) indefinitely until program finishes, or is terminated by the user.
6. Data processing on each individual input channel occurs as follows:
(a) collect data in packets according to the previously input start parameters,
(b) calculate the frequency, amplitude and phase (with respect to a predefined input
signal) for each packet.
7. Output results of data processing operation, including current time, current precision ma-





















































Table E.1: Several lines of raw data from the trial experiment
 Frequency LDV /Hz  Amplitude LDV /V  Phase shift LDV /deg Frequency SL2I /Hz Amplitude SL2I /V Phase Shift SL2I /deg [Various sensor signals] Nanocube position /µm Time Remaining elements
1508.641 0.825 57.849 1509.021 1.664 126.333 49.979 11:25:17.53 88686
1509.031 0.971 50.696 1509.005 1.490 125.741 49.981 11:25:17.64 72900
1509.009 1.002 49.197 1509.005 1.483 125.687 49.981 11:25:17.74 58140
1509.012 1.006 48.721 1508.997 1.486 125.640 49.974 11:25:17.83 42345
1509.000 1.009 48.450 1508.999 1.494 125.614 49.978 11:25:17.94 64431
1509.006 1.012 48.521 1508.999 1.493 125.602 49.988 11:25:18.03 48703
1508.995 1.013 48.514 1509.006 1.494 125.624 49.978 11:25:18.13 35073
1509.009 1.014 48.588 1509.004 1.484 125.647 49.980 11:25:18.24 19395
1509.001 1.011 48.480 1509.003 1.482 125.657 50.008 11:25:18.33 5778
1508.998 1.012 48.411 1509.003 1.493 125.607 50.015 11:25:18.44 0
1508.994 1.012 48.435 1508.999 1.493 125.587 50.014 11:25:18.53 0
1508.992 1.008 48.601 1509.003 1.500 125.602 50.013 11:25:18.64 0
1509.010 1.007 48.643 1508.999 1.489 125.637 50.023 11:25:18.74 0
1509.002 1.010 48.614 1509.002 1.502 125.654 50.023 11:25:18.83 0
1508.999 1.013 48.554 1509.001 1.482 125.584 50.024 11:25:18.94 0
1509.008 1.011 48.452 1509.000 1.487 125.558 50.019 11:25:19.03 0
1508.993 1.008 48.541 1508.998 1.483 125.608 50.015 11:25:19.14 0
1508.999 1.007 48.708 1508.998 1.494 125.678 50.022 11:25:19.24 0
1509.004 1.013 48.586 1509.001 1.491 125.651 50.020 11:25:19.33 0
1509.005 1.007 48.629 1508.999 1.489 125.595 50.064 11:25:19.44 0
1509.001 1.007 48.635 1509.003 1.489 125.573 50.056 11:25:19.53 0
1509.003 1.011 48.691 1509.002 1.492 125.604 50.056 11:25:19.64 0
1508.994 1.010 48.655 1508.991 1.481 125.649 50.056 11:25:19.74 0
1508.995 1.008 48.618 1508.996 1.486 125.642 50.066 11:25:19.83 0
1509.004 1.010 48.630 1509.001 1.501 125.588 50.062 11:25:19.94 0
1509.001 1.011 48.714 1509.001 1.505 125.560 50.065 11:25:20.03 0
1508.996 1.009 48.607 1508.996 1.496 125.632 50.062 11:25:20.13 0
1509.008 1.008 48.703 1509.005 1.489 125.646 50.055 11:25:20.24 0
1508.994 1.011 48.643 1508.997 1.494 125.624 50.051 11:25:20.33 0
Appendix F
Band-pass filter
A possible design for a band-pass filter is shown in figure F.1. The desired characteristics for this
filter for vibrating micro-probes MP-Ni-6-I and MP-Ni-9-9P are shown in table F.1. The resulting
characteristics of these filters are also presented, when the component values are restricted to
standard values in the E96 sequence (resistors) and E6 sequence (capacitors). The component
selection was completed with the aid of MultiSim 12.0 from National Instruments [187].
Figure F.1: Circuit diagram of a simple band-pass filter, suitable for use with the vibrating
micro-probe
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Table F.1: Desired characteristics, selected components and resulting characteristics of band-pass







Desired characteristics Component values Output characteristics
f0 1 320Hz R1 3.65 kΩ f0 1 323Hz
Q 10 R2 191Ω Q 10.0








P Desired characteristics Component values Output characteristics
f0 1 440Hz R1 1.62 kΩ f0 1 450Hz
Q 10 R2 84.5Ω Q 10.0
Gain 10 R3 32.4 kΩ Gain 10.0
C 68 nF
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